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Class 1 Recall
SYSTEM, NUCLEAR
 MAGNETIC RESONANCE
 IMAGING

Date Posted February 18, 2015

Recall Status Open

Recall Number Z-1035-2015

Recall Event ID 70209

Premarket Notification
 510(K) Numbers 	

	K012200 
	K012875 
	K013636 
	K030874 
	K040444 
	K041476 

	K052293 
	K052978 
	K103330 
	K132376 
	K913673 
	K921653 

	K931460 
	K950973 
	K964370 

Product Classification
	System, Nuclear Magnetic Resonance Imaging - Product Code LNH

Product This correction 
applies to all GE Healthcare MRI systems with superconducting magnets: 
Discovery MR450, Discovery MR750, Signa HDx, Signa HDxt, Signa HDi, GE 
1.5T Signa HDe, Optima MR360, Brivo MR355, Signa Excite-HD 1.5T & 
3T, Signa Excite 1.5T HD Twinspeed, Signa Excite 1.5T HD Echospeed, 
Signa Excite 1.5T HD Highspeed, 1.5T Signa Infinity TwinSpeed , 1.5T 

Home Food Drugs Medical Devices Radiation-Emitting Products Vaccines, Blood & Biologics Animal & Veterinary Cosmetics Tobacco Products

1

http://www.hhs.gov/
http://www.fda.gov/default.htm
http://www.fda.gov/SiteIndex/default.htm
http://www.fda.gov/NewsEvents/InteractiveMedia/default.htm
http://www.fda.gov/AboutFDA/EnEspanol/default.htm
http://www.fda.gov/AboutFDA/AboutThisWebsite/ucm296631.htm
http://www.fda.gov/default.htm
http://www.fda.gov/Food/default.htm
http://www.fda.gov/Drugs/default.htm
http://www.fda.gov/MedicalDevices/default.htm
http://www.fda.gov/Radiation-EmittingProducts/default.htm
http://www.fda.gov/BiologicsBloodVaccines/default.htm
http://www.fda.gov/AnimalVeterinary/default.htm
http://www.fda.gov/Cosmetics/default.htm
http://www.fda.gov/TobaccoProducts/default.htm
http://www.fda.gov/default.htm
http://www.fda.gov/MedicalDevices/default.htm
http://www.fda.gov/MedicalDevices/DeviceRegulationandGuidance/Databases/default.htm
http://www.accessdata.fda.gov/scripts/cdrh/devicesatfda/index.cfm
javascript:window.print();
http://www.addthis.com/bookmark.php?u508=true&v=152&username=fdamain
http://www.addthis.com/bookmark.php
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfpmn/denovo.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRL/rl.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfMAUDE/TextSearch.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMA/pma.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPCD/classification.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfStandards/search.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfCFR/CFRSearch.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPCD_RH/classification.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfAssem/assembler.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/Medsun/searchReportText.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfClia/Search.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfTPLC/tplc.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfTPLC/inspect.cfm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm
javascript: history.go(-1)
http://www.fda.gov/safety/recalls/enforcementreports/default.htm
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?start_search=1&event_id=70209
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K012200
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K012875
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K013636
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K030874
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K040444
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K041476
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K052293
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K052978
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K103330
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K132376
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K913673
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K921653
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K931460
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K950973
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPMN/pmn.cfm?ID=K964370
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPCD/classification.cfm?ID=LNH
http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPCD/classification.cfm?ID=LNH
javascript:document.getElementById('searchbox').submit();
http://www.fda.gov/default.htm
http://www.fda.gov/Food/default.htm
http://www.fda.gov/Drugs/default.htm
http://www.fda.gov/MedicalDevices/default.htm
http://www.fda.gov/Radiation-EmittingProducts/default.htm
http://www.fda.gov/BiologicsBloodVaccines/default.htm
http://www.fda.gov/AnimalVeterinary/default.htm
http://www.fda.gov/Cosmetics/default.htm
http://www.fda.gov/TobaccoProducts/default.htm


Class 1 Device Recall SYSTEM, NUCLEAR MAGNETIC RESONANCE IMAGING

http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?id=132519[2/24/2015 4:13:14 PM]

Signa Infinity EchoSpeed Plus, 1.5T Signa Infinity HiSpeed Plus, 1.0T 
Signa Infinity HiSpeed Plus. 1.0T Signa Infinity SmartSpeed, Signa 
EXCITE 3.0T, Signa EXCITE 3.0T HD, Signa Excite 1.5T TwinSpeed, Signa 
Excite 1.5T EchoSpeed, Signa Excite 1.5T HiSpeed, Signa Excite 1.5T 
SmartSpeed, Signa Excite 1.5T, Signa Excite 3.0T, Signa Contour/I, Signa
 OpenSpeed, Vectra, MR Max, Optima MR450w GEM, Discovery MR750W GEM, 
Optima MR450w.

Product Usage: Magnetic resonance (MR) diagnostic devices are intended 
for producing images of the internal structures of the body based on the
 spatial distribution of molecules exhibiting magnetic resonance. Most 
MR systems are intended for diagnostic use.

Code Information Mfg Lot or Serial #	System ID
00000678440YM9	11
00000439289YM0	8
00000440422YM4	12
00000159739MR2	10
00000340776HM4	MRR9350
00000300911HM5	MRR8614XXX
00000307145MR3	MR307145MR3XXX
00000347253HM7	MRR9546XXX
00000014401YR4	2867718MRHDEXXX
00000227450MR7	333MR3TXXX
00000286146MR6	813EXCITEHDXXX
00000005670GQ5	33575MRI
00000015190GQ2	813EXCITEHD
000000000R5168	PPR88300
00000263679HM3	MEX68913
104203	GPX23300
00000117703YM9	MP917500
00000275290MR5	M2322231
00000144994MR1	F4168003
00000142868MR9	M9886807
00000208223MR8	M4488929
00000834BD4B76	M2865810
00000015769GQ3	M200598201
00000287360MR2	IL1028MR04
00000269936MR1	110010MR03
00000010081GQ8	M4497252
00000265724MR5	80040MRS02
00000213821MR2	00568MRS02
00000274388MR8	M4160077
00000439293YM2	850270280
00000439303YM9	850270057
00000439318YM7	850270174
00000439320YM3	850270022
00000439325YM2	850270186
00000279611MR8	10079MRM74
00000000905M20	PL2130MR01
00000165934MR1	850270060
000000000R6047	55MR2726459
00000284297MR9	83027062101067
00000264745MR1	83027602200145
00000265178MR4	83027202100215
00000270025MR0	83027242101006
00000273677MR5	83027862100276
00000274832MR5	83027202100306
00000286281MR1	83027602101557
00000276493MR4	BA4073MR01
	8.70972E+21
	706774MRI
	412648MR1
	412784MR1
	317630HDMR
	610902HD1
	MSK55MR1
	317630MR1
	LONGWOOD15MR
	330535MR2
	859226MR
	208367LX12
00000014890G08	910272052
00000264618MR0	M4016036
00000015059GQ9	SA1014MR02
00000264740MR2	AZ1003MR01
00000262798MR2	KW1013MR02
00000274935MR6	SY2037MR01
	352344MR
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	ALLIANCESIG437
	409838HDCMR1
	INSIGHTMR2025
	954587MR1
	210590NEHDMR
	940220MR1
00000015200GQ9	SD1063MR01
00000276248MR2	27003MRS01
00000013471GQ8	856270037
00000013391GQ8	24527633818MRI
00000290734MR3	2771768
00000014972GQ4	A5395304
00000282503MR2	LV4038MR01
00000267807MR6	DZ1057MR01
00000273006MR7	2624537EXCITE
00000014505GQ2	IR1288MR02
00000013604GQ4	KW1018MR01
00000272427MR6	SI4024MR01
00000276153MR4	3882676145MRMET
00000280627MR1	3882676151MRCTR
	AM11ZVXTLW7
	210351HDMR
	708747OFMR
	412641MR2
	360487MR2
	8.70972E+13
	609395MR
	518347MR
	SUTTERLSMR
	804270HDMR
	804CHESMR
	702731MR3
	407CDIMR
	412856MR
	469461BNPMR1
	205877MR3
	936568HDX
	209SUTAMDMR
	330363MR
	973661MR
	740588MR
	916KMMR
	732548MR
	973754MR
	606833MR
	770844NFMR
	530WOODMR
	502955JSMR
	512795HDMR
	859263MR
	ALLIANCESIG429
	805PIMR1
	303837MRI
	508746JMR2
	352WATOUT
	432520MR
	719524MR
	760323MR
	830643MMR2
	937558MR
	805LRMR1
	317582MR1
	513870MR
	916KEGMR
	716859MR1
	716878MR1
	252209RCMR
	386FHDMR
	252OBXMR
	330334MR
	407CFRMR
	920451ASMHD1
	615451MR1
	818409MR1
	317865CWHMR
	806GRACEMR
	812485MR2
	812537MR
	775RENT1
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	972487BGMR2
	972875LPMR1
	330945MR
	407303FEMR2
	804BSIMR
	540994MR
	323441MR2
	323441MR3
	512528CPMR1
	918461HD
	908555MR
	281364HDMR
	210681MSWHMR
	614898MR2
	512341RRMR2
	480323MR2
	951276MR
	615451MRHD
	801479MR1
	818843SJMR1
	915685MR
	503370MR1
	617732MR4
	319768GRHSMR1
	651232WMR1
	530756MR
	816969MR
	318388MR
	413447MR2
	804594SFMR
	713662UTIMR
	308534MR
	360486SPMR
	WH231MR1
	409938MR1
	404278HMR2
	972617REDMR1
	773884HCMR
	858626MR2
	212420MR2
	573785PBRMR
	805681MR2
	989583MRI
	269556MR
	360582MR2
	651439MR1
	214820BPMR2
	480543MR1
	281352MR1
	509891MR
	213202MR
	760843MRI
	310671MR
00000268421MR5	910274019
00000274172MR6	1186795
00000281257MR6	2662228
00000284643MR4	2705171
000000HDMR6308	2729019
00000175299MR7	1121870
00000013383GQ5	2621191
00000013558GQ2	1196362
00000014059GQ0	1202515
00000015204GQ1	2711191
00000261679MR5	2565014
00000264088MR6	2567724
00000264742MR9	2562525
00000269379MR4	2591063
00000269572MR4	1184373
00000279085MR5	1202478
00000282730MR1	A5228507
00000264094MR4	A5661503
00000268115MR3	A5232804
00000268117MR9	A5108718
00000273226MR1	A5650208
00000279454MR3	H5274803
00000261868MR4	60001MRS01
00000279083MR0	20001MRS02
00000270390MR8	10516MRS01
00000270626MR5	ZA1180MR01
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00000014714GQ0	SA2051MR01
00000015014GQ4	SA1021MR01
00000282464MR7	SA1034MR02
00000269046MR9	847270017
00000269325MR7	F4168013
0000000000R566	DK1317MR01
00000274109MR8	A5106403
00000014965GQ8	3882691524MRCTR
00000266069MR4	A033MR01
00000015088GQ8	A5177224
00000272964MR8	C4194430
00000000989M24	PL1807MR01
00000001240M21	PL1030MR02
00000277191MR3	3882635801MRSOR
00000011758GQ0	412099MR1
00000012270GQ5	HVBMR01
	609490MR
	623583MR1
	765473MR
	812825MR1
	507825MR
	863686MR
	478757MR
	509536MR
	713PMCMR1
00000261206MR7	CATMR01
00000272435MR9	83027002101846
	626281HDMR
	352401MR
	307672MR
	601815MR1
	520381MR1
	702616MR
	928758MR
	973MR
	LEOMINSTERMR1
	402778OWMR1
	513894MR
	813634MR2
	513247MR
	541608MR
	702382MR
	717270MR1
	205750MR04
	941798MR
	518782LMR2
	401348MR1
	561650MR2
	949863MR1
	803936MRI
	606439HDMR
	847BNJMR1
	205822MR1
	828757MRI
	417256MR2
	909581MR
	317338MR4
	219326MR
	215728HD
	212140MR2
	931245MR1
	269945MR
	520202MR
	609597MR1
	561694MR3
	406863WMR
	SUTTERDELTAMR
	937278MR
	704984SHD
	518583MR
	951677MR2
	937439MR
	804APMXMR
	706651MR
	256ALOPMR
	972599VILMR1
	845871MR
	601485MR2
	208265BMR
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	904399MR2
	661PMCMR
	480612MR1
	518584SSMR
	518782LMR
	901226MR3
	910343NHMR
	520547MR
	281KELSEYMR1
	713442KSMR2
	713799TMR3
	765349MR1
	607432MR
	219736SLMR2
	631686MR
	276228MR
	863RMCMR1
	608364MR1
	704355LCHMR
	334347MR
	281599MR
	850325CMR1
	805737MR
	303794MR
	303762MR
	518483MR
	806UMCHDMR
	623234MR1
00000014328GQ9	2655256
00000014418GQ8	2657932
00000014497GQ2	2670666
00000015586GQ1	5338MR15T
	516579MR1
	405307NMR
	405742SMR
	614898MR
	949721MR1
	309655MRI1A
	541382SCMR
	858939MR2
	817472MCAMR1
	504447MR15
	818713MR1
	203325MR4
	307578MR
	614293MR7
	603650HDX
	301295HDX
	214420MR1
	503370MR2
	828286RHMR
	770533MR
	605333MR1
	901287MR1
	360254NMR1
00000002891M20	MRR8616
00000003302M27	MRR8519
	828324MR1
	502587JMR1
	828696MR
	956698HDX
	916MEGMR
	404251EOMR
	214820IMR1
	509458DMR1
	915569WMR
	706378MR2
	828696MR2
00000001172M26	PL1312MR01
00000279892MR4	06108MRS01
002002-0605-12	LY1006MR01
00000011085GQ8	KW1005MR02
	3825
	801377MR2
	513369MRT
	415353MRC1
	3600
	604682MRI
	604822MRTS
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00000265916MR7	DK1083MR03
00000269339MR8	FI1025MR01
	386HPOMR
	858822MR3
	323441MR1
	409892SMR2
	619465GMR1
	814234MR
	910716BMR1
	412537MR
	713792AMR3
	INSIGHTMR3072
	303SKYMR
	805988MR2
	626821MR2
	480323MR1
	281SMCMR1
	713456OPMR1
	609383MR
	916784MR2
00000265866MR4	2577595
	418691MR
	514842AMRI
00000263872MR4	A5605733
00000271659MR5	A5102656
00000272075MR3	A5125121
00000272079MR5	A5806911
00000266670MR9	SA1006MR02
00000287999MR7	PL1677MR01
00000012171GQ5	A5401507
00000297007MR7	850270329
00000298272MR6	850270337
00001106XF5004	850270385
00000266737MR6	920279017
00000015533GQ3	PL1650MR01
	SMSAIL1
	SMSHML2
	AM12JPH43
	AM129XM83
	AM12EE91242
	678474JCMR
00000004117M28	MRSXMR00001
00000002050M23	83027607456611
00000002434M29	83027009509112
00000003970M21	83027280035313
00000005225M28	83027805544513
00000005957M26	83027848755514
00000278675HM4	850270372
00000301932HM0	850270429
00000001405M20	850270349
00000001522M22	850270352
00000001665M29	850270356
00000001723M26	850270364
00000001983M26	850270374
00000002100M26	850270378
00000002335M28	850270383
00000002541M21	850270390
00000004966M28	850270433
00000004984M21	850270431
00000005794M23	850270434
00000005510M23	MRR9674
00000005404M29	MRR9629
00000293806HM6	AZ4010MR01
00000295711HM6	AZ4004MR01
00000308926HM5	AZ4015MR01
00000004957M27	AZ4030MR01
00000005154M20	AZ4027MR01
00000300905HM7	MRR8562
00000002570M20	MRR8432
00000004934M26	MR1109SX8
00000001028M20	BG4608MR01
00000003474M24	MRR8844
00000003235M29	EG1008MR02
00000003239M21	805609MR01
00000281416HM8	GH1043MR01
00000252375MM1	083027209313010
00000257792HM2	083027200046510
00000266900HM0	083027820034810
00000267201HM2	083027603806711
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00000267643HM5	083027060039211
00000269309HM1	083027044291311
00000276180HM7	083027861104811
00000293130HM1	083027208469611
00000295723HM1	083027800405712
00000298515HM8	083027240046912
00000305147HM1	083027860004512
00000306415HM1	083027240006712
00000307327HM7	083027280009412
00000314752HM7	083027100019412
00000000802M29	83027206937710
00000000819M23	83027007207410
00000001087M26	83027601012510
00000001235M21	83027849928710
00000001284M29	83027849948410
00000001571M29	83027842855011
00000001603M20	83027841020511
00000002125M23	83027206189511
00000002433M21	83027868443311
00000002440M26	83027207969111
00000002504M29	83027860044912
00000002692M22	83027100049812
00000003014M28	83027000004112
00000002415M28	835270023
00000280905HM1	A5437701
00000001313M26	A5279817
00000002284M28	A5342909
00000002738M23	A5274202
00000001879M26	KA1187MR01
00000270510HM1	LV4004MR01
00000290024HM9	834270018
000000000R8614	MRR8614
00000256144HM7	MA1421MR01
00000257546HM2	MA1014MR02
00000004408M21	MA1085MR01
00000306421HM9	NG1097MR02
00000321165HM3	NG1116MR01
00000002414M21	NG1097MR01
00000002978M25	NG1127MR01
00000003770M25	NG1065MR01
00000001122M21	PL1809MR01
00000002346M25	RO1221MR01
00000289389HM8	RU3205MR02
00000290015HM7	RU2652MR02
00000317560HM1	RU3951MR01
00000001495M21	RU3759MR01
00000001645M21	RU3777MR01
00000001774M29	RU3776MR01
00000001893M27	RU3794MR01
00000001900M20	RU3788MR01
00000002162M26	RU2607MR01
00000002194M29	RU4687MR01
00000002195M26	RU6484MR01
00000002260M28	RU2272MR01
00000002298M28	RU1778MR01
00000002386M21	RU2652MR01
00000002626M20	RU3240MR01
00000003131M20	RU7404MR01
00000003498M23	RU1239MR01
00000003533M27	RU1997MR01
00000001520M26	SA1237MR01
00000001468M28	ZA1058MR01
00000004337M22	ZA2471MR01
00000002866M22	856270051
00000004187M21	856270056
00000268815HM8	55021MRS01
00000269415HM6	07027MRS01
00000284478HM5	06138MRS01
00000286883HM4	09015MRS01
00000305315HM4	54003MRS01
00000330654HM5	48005MRS01
00000001631M21	34334MRS01
00000002478M26	34340MRS01
00000003130M22	46014MRS01
00000004179M28	07023MRS02
00000004326M25	46016MRS01
00000004548M24	13007MRS01
00000295720HM7	UZ1020MR01
00000000747M26	83027607456310
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00000002885M22	MA1479MR01
	AM11ZM4HLH9
	305592MR1
	256TICMR1
	731422MR1
	813259MR
	513250MR
	4109068
	4141506
	4210916
	4215690
	440684MR
	4217069
	4225685
00000005809M29	DZ1598MR01
00000006310M27	MRR9946
00000004431M23	M24313803
00000004506M22	X669977012
00000005558M22	O9885031
00000005620M20	X751968029
00000005771M21	M353936501
00000006193M27	M359673901
00000006216M26	M9886861
00000006220M28	M196514406
00000006368M25	X185801209
00000006523M25	M369617701
00000006572M22	M1279748
00000006241M24	GE1157MR01
00000005082M23	174366MR01
00000005109M24	PC2034MR02
00000005113M26	835270040
00000005636M26	835270046
00000005913M29	B208415201
00000005988M21	MA1526MR01
00000005102M29	843270024
00000004868M26	RO1248MR01
00000005597M20	RO1259MR01
00000005402M23	RU7939MR01
00000005905M25	RU8658MR01
00000006132M25	RU8772MR01
00000006201M28	RU8755MR01
00000004418M20	22011MRS01
00000004718M23	33036MRS01
00000005122M27	34004MRS01
00000005148M22	07004MRS02
00000005588M29	63019MRS01
00000005649M29	63016MRS01
00000005793M25	34397MRS01
00000005919M26	06156MRS01
00000006192M29	33042MRS01
00000006502M29	43014MRS01
00000005104M25	AE1432MR01
00000005969M21	859270019
00000005118M25	PA1051MR01
00000275848MR0	910272001
	909748MR
	LGMR151
	662720MR1
	904732MRLX
	864582MR
	360577MR1
	952930MR1
	503293MR1
	559442FCMR2
	205345MRI
	AM12F2I21
	AM12A5T266
	AM12DCX575
	AM12EAV123
	AM12C1X45
	AM12CZM50
	AM12JPH24
	AM12I4P77
	AM12NBX305
	AM12NJV515
	209577MRMR
	205939MR2
	ALLIANCESIG209
	281588MR1
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	620231MMRI
	925467MR
	513936MR
	209536SMR
	843916MR
	307674SOMR
	813968MR
	518713MR
	RADNETMR1510
	410561MR2
	514331MRI
00000193390MR2	AE1011MR01
00000309135MR2	PC2007MR01
00000219810MR9	ZA1105MR01
	ALLIANCESIG451
00000015525GQ9	2711174
000000000R3801	424881MR01
00000306957MR2	PB1702MR01
00000308884MR6	PC7393MR01
00000219341MR5	ZA1059MR01
00000292433MR0	PC1961MR01
	570271MR1
002001-0425-21	850270087
00000180038MR2	850270325
00000193971MR9	850270082
00000008646GQ2	GOLD010252
000000000R5536	GOLD010926
00000286145MR8	83027062101391
00000012163GQ2	856270036
00000265058MR8	856270035
00000014978GQ1	856270042
00000282958MR8	SA1041MR02
00000001753M23	856270046
00000014061GQ6	PL1649MR01
00000291331MR7	PL1505MR02
000000000R2581	850270128
000000000R4427	850270184
00000093647MR6	850270020
00000104683MR8	850270019
00000109626MR2	850270027
00000112344MR7	850270034
00000189377MR5	850270171
00000252925MR3	850270162
00000007757GQ8	850270167
00000009641GQ2	850270148
00000010192GQ3	850270156
00000010266GQ5	850270158
00000010309GQ3	850270159
00000010311GQ9	850270161
00000010400GQ0	850270163
00000010549GQ4	850270165
00000010984GQ3	850270172
00000011413GQ2	850270415
00000011783GQ8	850270182
00000011866GQ1	850270181
00000011994GQ1	850270183
00000012443GQ8	850270324
00000012539GQ3	850270194
00000012758GQ9	850270195
00000264405MR2	00577MRS01
00000010059GQ4	IE1053MR01
00000261203MR4	70383MRS04
00000010303GQ6	850270292
00000294475MR9	850270322
00000296377MR5	850270346
00000298726MR1	850270343
00000013992GQ3	1191369
00000278299MR3	MRR4595
00000273530MR6	IE1105MR01
00000276332MR4	850270211
00000283300MR2	850270229
00000013123GQ5	850270205
00000013533GQ5	850270209
00000013718GQ2	850270236
00000014469GQ1	850270231
00000014723GQ1	850270226
00000015185GQ2	850270239
00000015193GQ6	850270235
00000015194GQ4	850270238
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00000015203GQ3	850270237
00000261202MR6	850270175
00000262807MR1	850270168
00000263341MR0	850270176
00000267806MR8	850270185
00000273362MR4	850270199
00000275356MR4	850270058
00000275847MR2	850270208
00000262257MR9	96MRHD2563412
00000122778MR4	787758EXCITEHD
00000HDMR20171	70065MRS02
000000000R1121	850270438
0000000000R537	850270448
00000002663M23	850270388
00000003825M27	850270419
00000003974M23	850270422
00000003976M28	850270416
00000011292GQ0	850270404
00000012500GQ5	850270418
00000015517GQ6	850270258
00000015883GQ2	850270270
00000267211MR1	850270458
00000268299MR5	850270442
00000270968MR1	850270401
00000268370MR4	70772MRS90
000000000R6340	850270276
00000208880MR5	850270289
00000000352M25	850270309
00000000913M24	850270338
00000000921M27	850270340
00000012649GQ0	850270315
00000016107GQ5	850270285
00000234805MR0	850270279
00000293052MR7	850270327
00000010462GQ0	GOLD10637M
00000269416MR4	84631
00000271238MR8	58142
00000011326GQ6	A5156927
000000000R6608	MRR6608
	AM1214T6H4R
	AM122TQWRGC
	816348BMR
	972727TCMR1
	205877MR2
	503435MMR
	AM122HS769
	AM12DRX85
	AM12LK146
	309566OSFMR6
	352871MR
	831637HHMR
	213829MR2
	864295GRMR
	303427MR3
	305223MR2
	ALLIANCESIG411
	570340MR
	623478MR1
	425261PMR
	559459FCMR1
	484884MR
	LGMR160
000000000R2267	DK1228MR04
002002-0814-09	DK1228MR03
002002-0906-06	UC1590MR01
00000004807M24	PX2541MR01
00000009856GQ6	HC4438MR01
00000308499MR3	392574MR01
00000307584MR3	23002MRS01
00000009994GQ5	01357MRS01
00000308198MR1	2754628-1
00000290603MR0	2745504
	AM12KJS15
	ALLIANCESIG420
00000010750GQ8	PC3817MR02
00000030931MR0	PE0117MR01
00000309308MR5	PKAI01MR01
00000HDMR10887	DK1297MR01
00000275034MR7	B5114252
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00000282230MR2	M4018076
00000275635MR1	PC7479MR04
00000291255MR8	PY4178MR01
00000289238MR8	SA1054MR02
00000287601MR9	178SIGNA15
00000285929MR6	910273025
00000289491MR3	920279020
000000000R1792	00111MRS58
00000265606MR4	PC0396MR04
00000280521MR6	PC3312MR01
00000292389MR4	910272057
00000304213MR2	HR4212MR01
00000009336GQ9	X902958001
00000010092GQ5	M4216442
000000000R3119	PC0815MR03
00000010304GQ4	PC2703MR02
00000008195GQ0	KW1001MR03
00000288928MR5	786090MR04
000000000R3203	850270152
000000000R3534	850270166
002003-0903-01	850270144
002003-1210-04	850270153
00000233425MR8	850270122
00000170215MR8	482180SIGNA
00000279404MR8	YM1508
00000014284GQ4	YM1891
00000148246MR2	YM0365
00000165783MR2	YM0434
00000002884M25	YM1910
00000004690M24	YM1897
00000011225GQ0	YM0157
00000012840GQ5	YM1486
00000013124GQ3	YM1512
00000013329GQ8	YM1498
00000013381GQ9	YM1493
00000013492GQ4	YM1494
00000013510GQ3	YM1504
00000013652GQ3	YM1900
00000014948GQ4	YM1894
00000015004GQ5	YM1895
00000015211GQ6	YM1896
00000261880MR9	YM1448
00000262074MR8	YM0314
00000262077MR1	YM1450
00000262078MR9	YM4172
00000262197MR7	YM4175
00000262461MR7	YM4185
00000263265MR1	YM1456
00000263338MR6	YM1444
00000263819MR5	YM4192
00000263858MR3	YM4173
00000263873MR2	YM1446
00000263878MR1	YM1445
00000265053MR9	YM0313
00000265093MR5	YM4102
00000265918MR3	YM1449
00000265921MR7	YM1451
00000266041MR3	YM0165
00000266064MR5	YM1515
00000266146MR0	YM1500
00000266148MR6	YM1501
00000266157MR7	YM0775
00000266162MR7	YM0705
00000266202MR1	YM1452
00000266390MR4	YM0335
00000266462MR1	YM1478
00000266745MR9	YM1503
00000266839MR0	YM0088
00000266859MR8	YM0249
00000267465MR3	YM1481
00000267532MR0	YM0473
00000267812MR6	YM1459
00000268008MR0	YM1463
00000268010MR6	YM1457
00000268289MR6	YM1460
00000268366MR2	YM1455
00000268372MR0	YM3057
00000268420MR7	YM1467
00000268693MR9	YM1462
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00000268762MR2	YM0383
00000269338MR0	YM0604
00000269376MR0	YM0198
00000269461MR0	YM1472
00000269463MR6	YM1505
00000270022MR7	YM1510
00000270098MR7	YM4155
00000270463MR3	YM0425
00000270565MR5	YM1487
00000270566MR3	YM0251
00000270570MR5	YM0203
00000271049MR9	YM3086
00000271661MR1	YM1473
00000271664MR5	YM1474
00000271665MR2	YM1490
00000271775MR9	FC3003
00000272073MR8	YM1479
00000272074MR6	YM1480
00000272100MR9	YM1482
00000272289MR0	YM1513
00000272337MR7	YM1511
00000272338MR5	YM0409
00000272429MR2	YM0343
00000272431MR8	YM0305
00000272528MR1	YM0143
00000272626MR3	YM0599
00000272889MR7	YM1483
00000272898MR8	YM1485
00000272965MR5	YM1495
00000273239MR4	YM0737
00000273348MR3	YM0344
00000273360MR8	YM1488
00000273464MR8	YM1514
00000273620MR5	YM0256
00000275087MR5	YM1496
00000275582MR5	YM1491
00000276272MR2	YM1502
00000276436MR3	YM4152
00000276492MR6	YM1499
00000277924MR7	YM1890
00000278364MR5	YM0788
00000278955MR0	YM1889
00000279145MR7	YM0603
00000279148MR1	YM1888
00000279451MR9	YM1892
00000279459MR2	YM1509
002002-1220-06	YM2010
00000270624MR0	YM1520
00000271270MR1	YM0872
00000275358MR0	YM1516
00000276252MR4	YM3034
00000288077MR1	YM0093
00000292088MR2	YM1786
00000814BD39F1	YM1762
00001002BD6385	YM3797
00001012BD66A8	YM3798
00001012BD66DC	YM3805
000000HDMR3692	YM1721
00000HDMR10737	YM1690
000000HDMR4277	YM0905
00000103316MR6	YM0180
00000108051MR4	YM0197
00000109314MR5	YM0210
00000110458MR7	YM0100
00000110461MR1	YM0217
00000112026MR0	YM0224
00000115021MR8	YM0240
00000118959MR6	YM0250
00000125110MR7	YM0274
00000128867MR9	YM0289
00000129568MR2	YM0298
00000131061MR4	YM0297
00000132850MR9	YM0308
00000135552MR8	YM0324
00000135760MR7	YM0362
00000136086MR6	YM0361
00000136187MR2	YM0472
00000136251MR6	YM0317
00000137132MR7	YM0043
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00000137134MR3	YM0323
00000137223MR4	YM0330
00000137229MR1	YM0332
00000140850MR9	YM0059
00000141903MR5	YM0334
00000145756MR3	YM0355
00000154208MR3	YM0382
00000157364MR1	YM0385
00000158401MR0	YM0402
00000158741MR9	YM0404
00000158824MR3	YM0406
00000158828MR4	YM0407
00000161709MR1	YM0420
00000162350MR3	YM0426
00000165441MR7	YM0432
00000165442MR5	YM0431
00000165444MR1	YM0433
00000166793MR0	YM0436
00000167455MR5	YM0441
00000167715MR2	YM0443
00000169506MR3	YM0453
00000171586MR1	YM0053
00000178422MR2	YM0532
00000178787MR8	YM0540
00000178839MR7	YM0537
00000179197MR9	YM0538
00000180113MR3	YM0555
00000181760MR0	YM0543
00000182154MR5	YM0548
00000183144MR5	YM0549
00000183194MR0	YM0552
00000187644MR0	YM0560
00000188905MR4	YM0164
00000191520MR6	YM0605
00000193333MR2	YM0607
00000194422MR2	YM0615
00000195494MR0	YM0612
00000196379MR2	YM0613
00000196600MR1	YM0617
00000196849MR4	YM0622
00000197342MR9	YM0618
00000198788MR2	YM0068
00000199329MR4	YM0625
00000200231MR9	YM0633
00000203606MR9	YM0664
00000207036MR5	YM0731
00000215482MR1	YM0134
00000220985MR6	YM0784
00000224461MR4	YM0096
00000000018M22	YM1761
00000000025M27	YM1778
00000000066M21	YM1738
00000000102M24	YM1784
00000000127M21	YM1769
00000000133M29	YM1767
00000000137M20	YM1764
00000000140M24	YM1782
00000000146M21	YM1785
00000000199M20	YM1774
00000000234M25	YM1773
00000000249M23	YM1768
00000000251M29	YM3779
00000000296M24	YM3789
00000000308M27	YM1772
00000000417M26	YM1776
00000000441M26	YM3784
00000000449M29	YM3780
00000000457M22	YM3800
00000000465M25	YM3781
00000000535M25	YM3790
00000000545M24	YM3778
00000000553M28	YM3783
00000000554M26	YM3785
00000000557M29	YM3865
00000000624M27	YM3820
00000000628M28	YM3791
00000000629M26	YM3787
00000000631M22	YM3786
00000000669M22	YM3803
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00000000687M24	YM3801
00000000719M25	YM3810
00000000752M26	YM3792
00000000830M20	YM3811
00000000843M23	YM3793
00000000903M25	YM3799
00000000904M23	YM3838
00000000909M22	YM3795
00000000996M29	YM3782
00000001127M20	YM3796
00000001160M21	YM3802
00000001162M27	YM3824
00000001195M27	YM3794
00000001202M21	YM3819
00000001260M29	YM3812
00000001283M21	YM3807
00000001412M26	YM0408
00000001478M27	YM3808
00000001481M21	YM3806
00000001499M23	YM3870
00000001534M27	YM3816
00000001595M28	YM1727
00000001732M27	YM3833
00000001813M25	YM3809
00000001989M23	YM3777
00000002102M22	YM3813
00000002116M22	YM3818
00000002202M20	YM3817
00000002228M25	YM3867
00000002230M21	YM3821
00000002405M29	YM3823
00000002470M23	YM3814
00000002479M24	YM3860
00000002486M29	YM3837
00000002501M25	YM3825
00000002505M26	YM3822
00000002553M26	YM3826
00000002585M28	YM3827
00000002736M27	YM3830
00000002743M23	YM0539
00000002753M22	YM3828
00000002767M22	YM3829
00000002785M24	YM3840
00000002805GQ0	YM0860
00000002851M24	YM3831
00000002886M20	YM3839
00000002893M26	YM3835
00000003110M24	YM1737
00000003243M23	YM3832
00000003251M26	YM3834
00000003384M25	YM3855
00000003399M23	YM3836
00000003538M26	YM3788
00000003673M21	YM0541
00000003711M29	YM3841
00000003713M25	YM3842
00000003927M21	YM3844
00000003941M22	YM3843
00000003964M24	YM3845
00000004617M27	YM0430
00000004726M26	YM2002
00000004845M24	YM1724
00000004849M26	YM3846
00000005079GQ9	YM0865
00000005124M23	YM3847
00000005236M25	YM3866
00000005521M20	YM3815
00000005740GQ6	YM2009
00000005743GQ0	YM0903
00000006112M27	YM3085
00000006917GQ9	YM2016
00000007751GQ1	YM4121
00000009330GQ2	YM3078
00000010278GQ0	YM4106
00000010479GQ4	YM4147
00000013177GQ1	YM1489
00000013753GQ9	YM1689
00000013762GQ0	YM1770
00000013821GQ4	YM1707
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00000013906GQ3	YM1693
00000014014GQ5	YM1710
00000014016GQ0	YM1695
00000014052GQ5	YM1694
00000014130GQ9	YM1777
00000014222GQ4	YM1717
00000014271GQ1	YM1697
00000014309GQ9	YM1893
00000014495GQ6	YM1702
00000014536GQ7	YM1703
00000014557GQ3	YM1731
00000014627GQ4	YM1698
00000014692GQ8	YM1704
00000014705GQ8	YM1750
00000014736GQ3	YM1706
00000014951GQ8	YM1705
00000014973GQ2	YM1709
00000015017GQ7	YM1715
00000015081GQ3	YM1712
00000015100GQ1	YM1780
00000015104GQ3	YM1708
00000015120GQ9	YM0108
00000015122GQ5	YM1714
00000015176GQ1	YM1713
00000015201GQ7	YM1781
00000015275GQ1	YM1718
00000015323GQ9	YM1716
00000015326GQ2	YM1723
00000015334GQ6	YM1733
00000015338GQ7	YM1722
00000015359GQ3	YM1729
00000015380GQ9	YM1726
00000015384GQ1	YM1719
00000015408GQ8	YM1728
00000015410GQ4	YM1730
00000015458GQ3	YM1732
00000015470GQ8	YM1736
00000015504GQ4	YM1734
00000015508GQ5	YM1735
00000015573GQ9	YM1755
00000015660GQ4	YM1783
00000015714GQ9	YM0158
00000015739GQ6	YM1758
00000015859GQ2	YM1756
00000015902GQ0	YM1746
00000015957GQ4	YM1739
00000015963GQ2	YM1771
00000015998GQ8	YM1765
00000016037GQ4	YM1748
00000016060GQ6	YM1744
00000016067GQ1	YM1757
00000016164GQ6	YM1741
00000016172GQ9	YM1775
00000016205GQ7	YM1742
00000016217GQ2	YM1745
00000016224GQ8	YM1747
00000016225GQ5	YM1763
00000016226GQ3	YM1766
00000016238GQ8	YM1743
00000016245GQ3	YM1751
00000016249GQ5	YM1760
00000016255GQ2	YM1787
00000016269GQ3	YM1753
00000016270GQ1	YM1749
00000016273GQ5	YM1759
00000016301GQ4	YM1752
00000016315GQ4	YM1779
00000260693MR7	YM4171
00000264749MR3	YM1458
00000265554MR6	YM0131
00000265628MR8	YM0379
00000265779MR9	YM0393
00000265780MR7	YM4190
00000265938MR1	YM0655
00000265940MR7	YM3088
00000266452MR2	YM4188
00000266470MR4	YM0834
00000266676MR6	YM1454
00000266824MR2	YM1464
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00000267118MR8	YM0263
00000267471MR1	YM1465
00000267652MR6	YM1461
00000267727MR6	YM4146
00000267728MR4	YM0078
00000268046MR0	YM4112
00000268470MR2	YM0272
00000268472MR8	YM1466
00000268517MR0	YM1471
00000268686MR3	YM1477
00000268690MR5	YM0211
00000268734MR1	YM3045
00000269341MR4	YM1476
00000269347MR1	YM3055
00000269436MR2	YM0027
00000269584MR9	YM0733
00000270977MR2	YM0455
00000272071MR2	YM1470
00000272098MR5	YM1484
00000272625MR5	YM1475
00000273007MR5	YM1701
00000273225MR3	YM1492
00000274143MR7	YM3041
00000275964MR5	YM1497
00000277578MR1	YM0464
00000277580MR7	YM1688
00000277581MR5	YM1700
00000277691MR2	YM0544
00000277920MR5	YM1691
00000278077MR3	YM1692
00000278954MR3	YM1720
00000279456MR8	YM1696
00000280675MR0	YM1699
00000284392MR8	YM1711
00000285952MR8	YM0469
00000285954MR4	YM0773
00000286543MR4	YM0902
00000287881MR7	YM0782
00000290133MR8	YM0833
00000294517MR8	YM3081
00000294647MR3	YM0859
00000294652MR3	YM0723
00000294744MR8	YM4180
00000295748MR8	YM0863
00000296273MR6	YM0616
00000297160MR4	YM0535
00000297710MR6	YM0841
00000297870MR8	YM3099
00000298076MR1	YM0793
00000298538MR0	YM0763
00000298539MR8	YM2014
00000298540MR6	YM0307
00000298570MR3	YM3082
00000299244MR4	YM0786
00000299247MR7	YM3069
00000299405MR1	YM3101
00000299553MR8	YM0866
00000299844MR1	YM0844
00000299863MR1	YM0153
00000299865MR6	YM4159
00000300609MR5	YM4150
00000300610MR3	YM0725
00000300611MR1	YM4119
00000300613MR7	YM4117
00000300614MR5	YM0840
00000300697MR0	YM0509
00000300730MR9	YM0734
00000301184MR8	YM0213
00000301910MR6	YM0805
00000302302MR5	YM0836
00000302652MR3	YM0660
00000302984MR0	YM3037
00000302987MR3	YM3051
00000302988MR1	YM0778
00000303359MR4	YM0764
00000303410MR5	YM4153
00000303864MR3	YM0770
00000303944MR3	YM0813
00000304118MR3	YM0851
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00000304401MR3	YM0600
00000304421MR1	YM2025
00000304490MR6	YM2004
00000304559MR8	YM0838
00000304569MR7	YM0809
00000304647MR1	YM0652
00000304857MR6	YM4105
00000305429MR3	YM0666
00000305447MR5	YM2031
00000305823MR7	YM0774
00000306052MR2	YM3067
00000306055MR5	YM0768
00000306333MR6	YM4167
00000306334MR4	YM0901
00000306819MR4	YM3047
00000306959MR8	YM4122
00000307399MR6	YM0812
00000308019MR9	YM3080
00000308065MR2	YM4110
00000308067MR8	YM3075
00000308135MR3	YM0861
00000308186MR6	YM0807
00000308197MR3	YM1299
00000308339MR1	YM0765
00000308504MR0	YM2007
00000308505MR7	YM4193
00000308743MR4	YM0918
00000308744MR2	YM0732
00000308745MR9	YM0741
00000308782MR2	YM0740
00000309137MR8	YM0656
00000309139MR4	YM0511
00000309647MR6	YM0759
002002-0706-13	YM0871
00000293974MR2	YM0801
000000HDMR3344	YM2018
00000265055MR4	YM3040
00000265056MR2	YM0867
00000265627MR0	YM0790
00000271056MR4	YM2020
00000298541MR4	YM0888
00000298654MR5	YM0873
00000302746MR3	YM0869
00000303086MR3	YM2003
00000303407MR1	YM0796
00000305082MR0	YM0802
00000305083MR8	YM3032
00000305181MR0	YM0800
00000305182MR8	YM2005
00000307830MR0	YM0791
00000308234MR4	YM3042
00000308235MR1	YM0799
00000267657MR5	83027826593614
00000013920GQ4	PL1530MR02
00000280006MR8	10079MRM73
	SHIELDSMOBILE5
	ALLIANCESIG416
	SHIMR550
	SHIMR551
	IHCMOBMR3
	309OSFMR825
	313791MRM
	SMSEIL2
	SMSMAL1
	DMSIMR144
	SHIELDSMOBILE7
	208734MR
	ALLIANCESIG438
	SMSRSL1
	ALLIANCESIG440
	ALLIANCESIG443
	301677MR
	SHIMR564
	DMSIMR153
	DMSIMR152
	951677MR
	SMGMR26
	SMSBML1
	SMSWSL1
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	SHIMR567
	KAISERVJOMR
	SMSGML2
	SMSSWL1
	SMSESL1
	SMSVSL1
	SMSHML1
	313745DMCMR
	805739MR2
	717267MR2
	SMSFFI2
	INSIGHTMR1325
	SMGMR25
	SMSPDX1
	SMGMR24
	ALLIANCESIG424
	ALLIANCESIG422
	ALLIANCESIG423
	ALLIANCESIG425
	ALLIANCESIG426
	ALLIANCESIG427
	ALLIANCESIG428
	DMSIMR135
	ALLIANCESIG430
	ALLIANCESIG431
	ALLIANCESIG432
	ALLIANCESIG433
	SMSSVL1
	SMSTML1
	SHIMR566
	985BMCMR
	SMSUSS1
	SMSOSL2
	SMSOSL3
	SMGCT25
	250492MOBMR
	306766MR2
	601933MR1
	816861VAMR
	561863MR1
00000107167MR9	1090
00000190316MR0	1167491
00000012444GQ6	1167250
00000015567GQ1	1221198
00000278290MR2	1134507
00000013737GQ2	PASSMR1
000007-0530-11	083027592002490
00000277952MR8	D5195610
	570253MR1
	FRYECAREMR
	AM12DVN241
	AM12BLH56
	4190134
	AM12AT5170
	AM12NJV484
	AM12O9T199
	509838RCMR
	661MSWMR
	541296MR
	949367MR1
	509744MR
	419228MR
	801465MR1
	4211527
00000252440MR3	NO1275MR01
00000265719MR5	476780MR01
00000267810MR0	849010MR02
00000262300MR7	AE1021MR02
	985NOMR2
	602285MR1
	908775MR
	912746MRI
	602406OICMR
00000013285GQ2	HLAN01MR01
00000261878MR3	430618MR01
00000262805MR5	124973MR01
00000263340MR2	PC7343MR01
00000265006MR7	PC3800MR02
00000265092MR7	PC8118MR02
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00000265180MR0	PC0075MR02
00000271139MR8	HL0090MR01
00000273344MR2	2624163EXCITEHD
000000HDMR2602	PL3036MR01
00000014417GQ0	82427100154
00001011BD6645	82427040110
00001011BD6685	82427040109
00000141840MR9	414SIGNAHOR
00000157380MR7	910274024
00000265063MR8	910272043
00000174495MR2	130083MR04
00000026639MR2	I4192904
00000266953MR9	CC4400MR01
000000HDMR3720	80040MRS03
00000222917MR7	77243MRS01
UNK51078490003	70043MRS03
00000262463MR3	70383MRS03
00000265064MR6	00020MRS02
00000272966MR3	70095MRS02
00000274138MR7	77243MRS02
00000275094MR1	DZ1004MR02
00000265594MR2	910273028
00000012977GQ5	IE1100MR01
00000007413GQ8	920279021
00000010173GQ3	920279022
00000010825GQ8	920279018
00000271125MR7	920279014
00000279886MR6	ZA2101MR02
00000265845MR8	259130MR02
00000015129GQ0	34223MRS02
00000273525MR6	34223MRS01
00000272624MR8	00055MRS02
	CURTMR1
	CURTMRTEST
	TOPAZTESTMR1
00000003379M25	83027841010612
00000003930M25	83027060041213
00000269344MR8	57MRHD1178
00000005095M25	835270038
	518262MR
	619229MR1
	858487MR1
	518262MR3
00000004368M27	DZ1547MR01
00000005214M22	DZ1536MR01
00000005637M24	DZ1605MR01
00000003078M23	M6015634
00000003135M21	A9502017
00000003765M25	83027209307512
00000004112M29	83027801020713
00000004166M25	83027800047313
00000004030M23	835270032
00000005362M29	IR1965MR01
00000003231M28	MRR9109
00000005008M28	ZA1284MR01
00000005010M24	34380MRS01
	415750SMR
00000003707M27	835270031
	704831CNMR
	4090809
	LGMR150
00000002686M24	20405MRM01
	713636LMR1
00000014908YR8	83027600007311
00000014108YR5	850270345
00000000002M26	850270288
00000000084M24	850270294
00000000088M25	850270293
00000000143M28	850270296
00000000212M21	850270300
00000000534M28	850270339
00000000609M28	850270319
00000000668M24	850270328
00000000873M20	850270335
00000000952M22	850270272
00000001440M27	850270348
00000001446M24	850270350
00000013266GQ2	850270203
00000013632GQ5	850270210
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00000013721GQ6	850270207
00000014035GQ0	850270217
00000014272GQ9	850270228
00000014510GQ2	850270223
00000014797GQ5	850270264
00000015387GQ4	850270254
00000015479GQ9	850270265
00000015772GQ7	850270271
00000015778GQ4	850270274
00000015941GQ8	850270282
00000016229GQ7	850270286
00000016334GQ5	850270295
00000011536YR0	10010MRS01
00000000211M23	850270299
00000000708M28	850270326
00000001711M21	850270266
00000001439M29	2900429
00000002318M24	MRR8319
00000003388M26	MRR8311
00000015832GQ9	110040MR01
00000298466MR4	83027100018210
00001001BD6338	83027605926710
00000000576M29	83027823724010
00000000593M24	83027845922110
00000001001M27	83027609384110
00000016078GQ8	PL1720MR01
00000001634M25	MRR8049
00000001762M24	787754HDI
00000930BD5D38	910272067
000000HDMR5448	910274030
00000016147GQ1	910272058
00000016295GQ8	910272063
00000000620M25	2831309
00000905BD566B	CUCMR1
00000000995M21	2850339HDI
00000936BD5E71	M2470509
00000003604M26	GE1134MR01
000000000R7369	H17667MR2
00000000469M27	GP1022MR01
000000000R7221	083027208415629
00000000603M21	83027041000310
00000015952GQ5	IR1878MR01
00000294443MR7	B5114277
00000000101M26	A5250211
00000000119M28	A5121813
00000000219M26	B5114273
00000001117M21	B5344206
00000002205M23	A51272116
00000015726GQ3	A5267819
00000015779GQ2	A5127913
00000016317GQ0	A5698008
00000291230MR1	LY1080MR01
000000HDMR5339	LY1087MR01
00001012BD66D1	2904666HDI
00000939BD5F5D	MA1047MR01
00000297013MR5	PK1273MR01
00001001BD632A	PK1244MR01
00001008BD6524	PK1251MR01
00000000104M20	PL1751MR01
00000015860GQ0	PL1714MR01
00000016234GQ7	PL1733MR01
00000003981M28	SA1101MR01
00000015820GQ4	115030MR01
00000298806MR1	SY2052MR01
00000301038MR6	SY2056MR01
00001011BD667B	SY2053MR01
00000000891M22	SY2042MR01
00000001163M25	SY1053MR01
00000001180M29	SY2051MR01
00000300186MR4	38005MRS02
00000948BD61F9	22004MRS01
00000000103M22	03010MRS01
00000001384M27	09013MRS01
00000001812M27	65020MRS01
00000002321M28	45012MRS01
00000002348M21	34366MRS01
00000003012M22	54010MRS02
00000003616M20	80005MRS01
00000003704M24	73005MRS01
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00000003856M22	31011MRS01
00000003967M27	27022MRS01
00000004115M22	80006MRS01
00000000792M22	2880725MR
00000016139GQ8	A200581902
00000015677GQ8	787831SIGNAHDX
00000015826GQ1	SA2161MR01
00000001557M28	78003MRS01
00000015771GQ9	MA1135MR01
00000299348MR3	07025MRS01
	ALLIANCESIG97
00000295522MR7	HC4218MR01
00000000284M20	HC5284MR03
00000000145M23	PL1426MR02
000000000R7192	2806189
00000000803M27	1306777
00000014064GQ0	M4167840
00000282826MR7	IL1041MR05
00000016259GQ4	IL1041MR08
00000280526MR5	10079MRM78
00000280692MR5	80001MRM09
00000278666MR3	10542MRM03
00000280677MR6	10079MRM77
00000000040M26	PL1735MR01
00000015048GQ2	PL1672MR01
00000016029GQ2	M4464817
00000011116YR1	83027602007848
00000011119YR5	83027062000378
00000279065MR7	83027802101327
00000279414MR7	83027822101207
00000280066MR2	83027062101477
00000280420MRI	83027862101517
00000280858MR2	83027862101587
00000282921MR6	83027822000327
00000284739MR0	83027049010227
00000284760MR6	83027862101167
00000284868MR7	83027802101237
00000286601MR0	83027862101787
00000287599MR5	83027022102328
00000287876MR7	83027242102428
00000291239MR2	83027607801088
00000291639MR3	83027002001708
00000291779MR7	83027047801098
000000HDMR3757	083027802101797
00000015327GQ0	83027602101847
00000008602GQ5	IL1020MR03
00000291418MR2	83027207801078
00000014680GQ3	M4033099
00000001019M29	A5811749
000000HDMR3604	01203MRS01
00000007581YR2	910274023
00000013755GQ4	910275007
00000014688GQ6	910274021
00000014860GQ1	910274026
00000015268GQ6	910274028
00000014668GQ8	AH5362MR01
00000015955GQ8	030151MR01
00000016241GQ2	080026MR02
00000016341GQ0	080027MR01
000000000R7208	2812898
00000280860MR8	1202470
00000937BD5EFB	2820026
00000937BD5EF2	2820024
00000000086M29	2794581
00000000285M27	2820028
00000000345M29	2803430
00000000436M26	2836021
00000000622M21	2807634
00000001581M28	MRR7947
00000014533GQ4	1202525
00000014553GQ2	1202514
00000014691GQ0	2678928
00000015066GQ4	1238578
00000015148GQ0	2691394
00000015335GQ3	1240586
00000015498GQ9	2730495
00000015656GQ2	2803428
00000016044GQ0	2723674
00000278211MR8	2651970



Class 1 Device Recall SYSTEM, NUCLEAR MAGNETIC RESONANCE IMAGING

http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?id=132519[2/24/2015 4:13:14 PM]

00000280084MR5	2651956
00000280090MR2	2651831
00000015526GQ7	DK1296MR01
00000276269MR8	EE4019MR01
00000015132GQ4	FI1031MR01
00000275095MR8	FI1021MR02
00000284593MR1	M4040072
00000288760MR2	X874023004
00000290697MR2	M4215557
00000291197MR2	M4166642
00000293584MR9	M4198072
00000919BD5BA6	X970562006
000000HDMR3940	M4168128
000000HDMR4025	M4152243
000000HDMR5554	M178899201
000000HDMR5643	X976413005
00000000061M22	M6063006
00000000115M26	M1265001
00000000178M24	M4476421
00000014712GQ4	M4213526
00000014936GQ9	M1138206
00000014970GQ8	C4192917
00000015033GQ4	M4644031
00000015073GQ0	M4037068
00000015153GQ0	M4188827
00000015280GQ1	M1425515
00000015315GQ5	X629257013
00000015719GQ8	X59007315
00000015734GQ7	A62925706
00000015788GQ3	M2748215
00000015813GQ9	E4212413
00000015822GQ0	F4200405
00000015856GQ8	M4164331
00000016016GQ8	M9708010
00000016034GQ1	L2202004
00000016170GQ3	M4174130
00000016313GQ9	M8572208
00000000005M29	HBER02MR01
00000015016GQ9	P02002MR05
00000015816GQ2	PC0114MR05
000000000R6463	083027022100908
00000HDMR10826	083027862100408
00000001255M29	IE1005MR02
00000000122M22	A5212511
00000000455M26	A5177393
00000014946GQ8	A5141206
00000015177GQ9	A5156825
00000016266GQ9	A5110152
00000016348GQ5	C5177235
000000000R6409	LV4002MR01
00000016036GQ6	2762228HDX
00000285752MR2	AMS0423
00000267214MR5	920279026
00000000009M21	NO1134MR01
00000015798GQ2	PK1300MR01
00000016003GQ6	2730729HDX
000000000R5751	PL1764MR01
00000015724GQ8	PL1584MR01
00000014599GQ5	RS4095MR01
00000015115GQ9	RS4185MR01
00000015593GQ7	RS4032MR01
00000286331MR4	K001MR01
00000000571M20	G001MR02
00000016282GQ6	O011MR01
00000014596GQ1	850020MR01
00000272285MR8	529170MR01
000000HDMR4225	00785MRS01
000000HDMR4187	00313MRS01
00000005688M27	10572MRS01
00000015903GQ9	00391MRS02
00000015983GQ0	10590MRS01
00000016228GQ9	00669MRS01
00000015349GQ4	10563MRS01
00000267320MR0	C5618305
00000015325GQ4	SA1039MR02
00000014274GQ5	SA1056MR01
00000015352GQ8	SA1047MR01
	281477MWMR
	718921MR1



Class 1 Device Recall SYSTEM, NUCLEAR MAGNETIC RESONANCE IMAGING

http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?id=132519[2/24/2015 4:13:14 PM]

	570824VAMR
00000015091GQ2	A5718006
00000015346GQ0	IR1028MR01
000000HDMR6342	DZ1250MR01
00000000175M20	DZ1102MR01
00000015842GQ8	DZ1035MR02
00000014002GQ0	4732SIGNAHDX
00000015457GQ5	910274029
00000016312GQ1	110028MR02
00000281057MR0	1226825
00000291973MR6	2731584
00001003BD63F9	2822414
00000HDMR10943	2690600
00000000282M24	2822402
00000003095M27	2812884
00000013649GQ9	2646955
00000014514GQ4	1202522
00000015317GQ1	2719966
00000015444GQ3	2740829
00000016264GQ4	2742309
00000292969MR3	M9162724
000000HDMR5649	M185296201
00000001627M29	M4499024
00000005476M27	M4476527
00000014581GQ3	M2316311
00000015576GQ2	M4144337
00000016199GQ2	M196514401
00000286283MR7	HC2554MR01
00000000451M25	609334MR01
00000014018GQ6	HHAN01MR02
00000015599GQ4	HC1998MR01
00000015603GQ4	542120MR01
00000015964GO0	PC2617MR02
00000274837MR4	PC2365MR01
00000277579MR9	420127MR02
00000292791MR1	2756119MR
00000015333GQ8	IR1015MR02
00000013993GQ1	A5152980
00000014015GQ2	A5387109
00000014968GQ2	B5342706
00000014995GQ5	A5174238
00000015234GQ8	A5728804
00000015386GQ6	A5236228
00000015427GQ8	A5422026
00000015611GQ7	A5632418
000000HDMR6011	KW1088MR01
00000014304GQ0	KW1013MR03
00000015143GQ1	LT4006MR02
00000016077GQ0	LT4079MR01
000000HDMR5964	MQ1038MR02
00000287023MR6	5264EXCITEHDX
00000000017M24	MRR6954
00000000185M29	2827887HDXT
000000HDMR4254	MA1272MR01
000000HDMR5420	MA1251MR03
00000277574MR0	920279027
00000015106GQ8	PK1005MR02
000000HDMR3030	2689526HDX
00000001237M27	PL1609MR02
00000001546M21	PL1709MR01
00000015225GQ6	PL1491MR02
00000015463GQ3	PL1684MR01
00000016041GQ6	PL1476MR01
00000016025GQ9	787516HDX
00000292941MR2	RE1002MR02
00000014775GQ1	Z001MR02
00000291749MR0	00269MRS03
00000272967MR1	77222MRS01
000000HDMR3926	FI1012MR05
00000010569GQ2	FI1012MR04
00000014717GQ3	FI1012MR03
00000016081GQ2	M2266311
00000007852YR7	10079MRM79
00000278625MR9	10541MRS02
00000280920MR0	10079MRM76
00000014054GQ1	10543MRM03
00000015184GQ5	10541MRS01
00000013615GQ0	IE1O28MR02
00000279079MR8	00398MRS01



Class 1 Device Recall SYSTEM, NUCLEAR MAGNETIC RESONANCE IMAGING

http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?id=132519[2/24/2015 4:13:14 PM]

00000282336MR7	10542MRM01
00000HDMR10710	10543MRM01
00000001541135	10543MRM02
00000014610GQ0	10542MRM02
00000280699MR0	10544MRM01
00000014076GQ4	05271MRS01
00000014109GQ3	00860MRS01
00000014795GQ9	00441MRS01
00000015191GQ0	00263MRS01
00000015238GQ9	00224MRS02
00000279161MR4	00417MRS01
00000001285M26	CBSMR1
00000291309MR3	83027202001698
00000292467MR8	83027202000249
00000276585MR7	83027822100676
000000HDMR3850	5322MREXCITEHDX
00000278795MR0	910273029
00000279461MR8	DK1083MR05
000000000R5836	083027862100837
00000286253MR0	2716757SIGNAHDX
00000290543MR8	70328MRS04
00000267327MR5	83027240002414
00000268121MR1	83027060022113
00000271237MR0	83027600154114
00000278127MR6	83027800041813
00000294961MR8	850270307
00000939BD5F4E	850270311
00001009BD6589	850270242
000000HDMR5992	850270106
104928	850270048
00000106176MR1	850270033
00000110542MR8	850270302
00000172674MR4	850270065
00000191309MR4	850270077
00000193347MR2	850270074
00000000053M29	850270290
00000000189M21	850270298
00000000241M20	850270301
00000000266M27	850270305
00000000275M28	850270306
00000000400M22	850270312
00000000422M26	850270314
00000000479M26	850270317
00000000491M21	850270316
00000000657M27	850270323
00000000771M26	850270332
00000000836M27	850270336
00000000845M28	850270334
00000000851M26	850270331
00000001054M26	850270342
00000001453M20	850270355
00000001504M20	850270359
00000001575M20	850270358
00000002223M26	850270380
00000002467M29	850270381
00000002538M27	850270389
00000002621M21	850270395
00000002718M25	850270393
00000003143M25	850270399
00000003421M25	850270408
00000003552M27	850270406
00000003609M25	850270392
00000003636M28	850270412
00000003702M28	850270413
00000003801M28	850270428
00000003840M26	850270420
00000003924M28	850270421
00000004038M26	850270424
00000004104M26	850270417
00000004189M27	850270425
00000004303M24	850270384
00000004784M25	850270261
00000004840M25	850270432
00000006521M29	850270462
00000011065GQ0	850270173
00000011804GQ2	850270187
00000014608GQ4	850270224
00000014671GQ2	850270330
00000014715GQ7	850270227
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00000014985GQ6	850270233
00000015294GQ2	850270246
00000015350GQ2	850270252
00000015553GQ1	850270257
00000015560GQ6	850270263
00000015722GQ2	850270268
00000270391MR6	850270193
00000270464MR1	850270190
00000273522MR3	850270206
00000304750MR3	850270157
00000308500MR8	850270127
00000308783MR0	850270278
00000309134MR5	850270451
00000309140MR2	850270154
00000309689MR8	850270121
00000000674M22	PL1780MR01
00000001245M20	PL1440MR01
00000002222M28	PL2630MR01
00000002324M22	PL2309MR01
00000003937M20	PL1822MR01
00000015008GQ6	GOLD010959
00000015130GQ8	GOLD010961
00000293242MR4	GOLD00EU79
00000001626M21	83027603014911
00000001443M21	MRR7854
00000001669M21	MRR7977
00000001206M22	PL1639MR02
00001003BD6434	2869229
00000012386YR9	83027608160219
00000279449MR3	83027802101307
00000287868MR4	8302784210238
00000291848MR0	83027868010789
00000293292MR9	83027868010809
00000294659MR8	83027848131849
00000296147MR2	83027806013710
00000922BD5C36	83027808229959
00000930BD5D56	83027868010889
00000931BD5D90	83027208277419
00001002BD63EE	83027205582510
00001002BD6370	83027607885210
00001012BD6694	83027000625010
00000000029M29	83027002000329
00000000070M23	83027248119319
00000000182M26	83027608284019
00000000196M26	83027848305279
00000000452M23	83027603983710
00000000475M24	83027205583610
00000000552M20	83027241591410
00000001003M23	83027868946310
00000001221M21	83027241593910
00000001494M24	83027841020811
00000001883M28	83027808424739
00000002052M29	83027805832411
00000002417M24	83027602002611
00000005747M21	83027601003510
00000016100GQ0	83027867883918
00000016306GQ3	83027607000319
00000016309GQ7	83027042800854
00000297009MR3	835270003
00000001275M27	PL1610MR01
00000001538M28	21006MRS02
00000948BD61F0	M4212028
00000009417YR7	83027802100637
00000301350MR5	83027826645811
00000001540126	083027842100087
00000273369MR9	83027842100056
00000275013MR1	83027802100196
00000276487MR6	83027802100616
00000277488MR3	83027842100686
00000280629MR7	83027802101547
00001011BD6670	IE1168MR01
00000000755M29	IE1167MR01
00000004987M24	DZ1064MR02
00000003099M29	910272088
00000001915M28	AP6264MR01
000000000R7598	BA4105MR01
00000001121M23	BA4086MR01
00000296201MR7	2869224
00000001164M23	2881401
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00000002327M25	MRR8313
00000002341M26	MRR8322
00000001070M22	HR4189MR01
00001009BD6587	EG1284MR01
00000001444M29	EG1279MR01
00000296440MR1	X103484505
00000301138MR4	A4463334
00000939BD5F4D	M219000203
00001002BD6349	X220730401
00000000131M23	M4484515
00000000176M28	M4211078
00000000259M22	M210481501
00000000274M21	X681864005
00000000293M21	M4210243
00000000351M27	M220648602
00000000412M27	M6013223
00000000432M25	M197296405
00000000585M20	A6039709
00000000630M24	X706835011
00000000632M20	M2718151
00000000652M28	M4160625
00000000729M24	M8321413
00000000742M27	X220908801
00000000796M23	M4484740
00000000832M26	X756087011
00000000915M29	X669975007
00000000916M27	M4164337
00000001199M29	B1081912
00000001205M24	M22233801
00000001220M23	M5505614
00000001498M25	M4200020
00000001771M25	M2265920
00000001805M21	M6414713
00000001878M28	M176430605
00000001981M20	X117934007
00000002012M23	A6023411
00000002431M25	X751964004
00000002537M29	X967501006
00000002962M29	M1322125
00000003111M22	M2637316
00000003116M21	M2173205
00000003157M25	M2364529
00000003873M27	M2485624
00000004570M28	M200598208
00000005844M26	M2862813
00000000431M27	631485MR01
00000000665M20	HC3482MR01
00000002379M26	HBON01MR01
00000001918M22	GP1046MR02
000000000R7035	083027848361319
000000000R7054	083027288309569
000000000R7498	083027041004210
00000000326M29	83027868372119
00000000800M23	83027827235310
00000001925M27	83027240013211
00000003341M25	835270029
00000000566M20	835270020
00000000948M20	835270015
00000003771M23	835270019
00000014543GQ3	835270008
00000015459GQ1	835270013
00000015481GQ5	835270012
00000015861GQ8	835270016
00000260690MR3	835270005
00000261204MR2	835270006
00000299195MR8	IR1912MR01
00000299204MR8	IR1914MR01
00000001409M22	IR1915MR01
00000001410M20	IR1909MR01
00000001993M25	IR1958MR01
00000002261M26	IR1960MR01
00000002958M27	IR1728MR01
00000000124M28	C5294632
00000000206M23	A159405603
00000000986M20	A223414501
00000001315M21	A5691210
00000001449M28	B5365614
00000002039M26	A5820132
00000939BD5FA7	MC1024MR01
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000000000R7686	834270016
00001009BD65E1	2884783MR
00000001530M25	771DIFHDXT
00000001518M20	MA1070MR02
00000300777MR0	MRR8090
00000000096M28	PL1107MR02
00000000110M27	PL1755MR01
000000000R7986	RE1044MR01
00000001316M29	RU3293MR01
00000002278M20	RU2385MR01
00000002959M25	RU7352MR01
00000003387M28	SA1249MR01
00000003858M28	ZA1940MR01
00000002329M21	856270048
00000947BD61BC	TN1366MR01
00001003BD642F	TN1061MR01
00001008BD6531	TN1057MR01
00000000671M28	TN1088MR01
00000000728M26	TN1305MR01
00000000767M24	TN1028MR01
00000000710M24	77624MRS03
00000004544M23	10618MRS01
00000299674MR2	UZ1011MR01
00000001465M24	859270006
00000002167M25	859270007
00000002769M28	859270011
00000003229M22	859270012
00000001505M27	859270005
00000001191M26	2913994HDXT
00001010BD6611	DZ1090MR01
00001011BD667C	DZ1005MR01
00000003612M29	DZ1477MR01
00000000356M26	BY4126MR01
000000000R7609	BA4017MR01
00000000998M25	BA4008MR01
00000001693M21	BA4095MR01
00000300812MR5	MR14604YR3
00001009BD659A	2842277
00000001026M24	2868604
00000000908M24	M2859109
00000003615M22	XM9192701
00000016300GQ6	B2850908
00000000228M27	PC5995MR01
00000000393M29	PC0362MR02
00000005703M24	PNUE06MR01
00000000901M29	GP1052MR02
00000298971MR3	83027241015410
00001007BD647F	IR1717MR01
00000000667M26	IR1907MR01
00000000816M29	IR1285MR01
00000000867M22	IR1383MR01
00000000880M25	IR1906MR01
00000001091M28	IR1911MR01
00000001085M20	A5803713
00000001120M25	A5803111
00001008BD653B	LY1095MR01
00000300615MR2	FI1126MR02
00000919BD5B8F	FI1024MR02
00000000940M27	FI1126MR01
00000004034M25	ZTM0422
00000001587M25	SA2214MR01
00000845BD51C0	850270457
00000002416M26	850270449
00000015047GQ4	850270435
000000000R2370	PX4178MR01
000000HDMR4103	ZA1038MR01
	312942CMR2
	541440MR
	817433HSWMR1
	817207EHMR1
	757827MR
	517353MR
	850656TMR1
	513636LMR
	513636HDMR
	712737MR
	209442FCMR
	865977MR
	AM12C1X103
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	585341UMR3
	AM12CRK221
	AM12CZM153
	AM12O59219
	608267SMC
	503280MR
	309655OSFMR2
	812858WMRL
	RADNETMR530
	206288CCAMR
	415723SHMR6
	601973MR1
	949760HTX1
	406327AMR
	SHIMR545
	SHIMR547
	410362MR
	717242MR
	507455MR2
	LGMR140
	4165966
00000266443MR1	050032MR01
00000165928MR3	MR109698WH1
	418656BMRI
	306766MR
00000279884MR1	DK1030MR01
00000299661MR9	X231036101
00000000030M27	M4480246
00000000079M24	X208617801
00000000494M25	M2533221
00000000793M20	M2733417
00000000829M22	X868131007
00000000949M28	X118874106
00000000985M22	M226077903
00000015138GQ1	M54606108
00000015838GQ6	A1039616
00000296146MR4	PC4036MR01
00000161978MR2	CC0404MR01
00000207507MR5	HC0573MR01
00000015141G05	HC0220MR02
00000304400MR5	835270002
00000284710MR1	834270003
00000285167MR3	TLB0225
00000286546MR7	DVT0124
00000001605M25	K002MR01
00001009BD655F	70389MRM01
00000000582M27	70389MRM02
00000014611GQ8	10530MRS01
00000015121GQ7	00090MRS01
00000015473GQ2	00366MRS02
00000281017MR4	70001MRS05
000000HDMR3516	850270215
00000015309GQ8	850270240
00000272530MR7	850270200
00000012259YR8	83027202101819
00001003BD6435	83027601000510
00000302567MR3	83027243783711
00000299326MR9	B5346349
00000299849MR0	A5142843
00000308552MR9	DK1018MR01
	615791MR2
	904276OPTS
	781744MR2
	203855MR1
00000298648MR7	600118MR02
00000107169MR5	850270245
000000000R1777	850270098
000000000R2217	850270109
000000000R2520	850270126
000000000R2828	850270138
02003-0818-17D	850270143
00000001398WH7	850270150
00000181762MR6	850270269
00000205414MR6	850270083
00000211212MR6	850270230
00000211809MR9	850270091
00000214215MR6	850270093
00000215755MR0	850270095
00000218085MR9	850270112
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00000218196MR4	850270096
00000219344MR9	850270097
00000222963MR1	850270102
00000222964MR9	850270101
00000227279MR7	850270116
00000227750MR7	850270113
00000230462MR4	850270108
00000002968GQ6	850270111
00000003175GQ7	850270120
00000007001GQ1	850270132
00000007007GQ8	850270133
00000007301GQ5	850270131
00000007462GQ5	850270134
00000007681GQ0	850270155
00000008801GQ3	850270141
00000009582GQ8	850270357
00000009609GQ9	850270146
00000009625GQ5	850270151
00000009669GQ3	850270147
00000009730GQ3	850270452
00000010677GQ3	850270180
00000276590MR7	850270085
00000163486MR4	850270262
00000189379MR1	850270313
00000012601GQ1	850270251
00000015057GQ3	850270244
00000151930MR5	850270371
000000000R6196	850270259
00000141877MR1	850270188
00000145024MR6	850270255
00000157853MR3	850270213
00000211808MR1	850270297
00000219342MR3	850270287
00000000238M26	850270308
00000000559M25	850270320
00000001930GQ7	850270321
00000002804GQ3	850270318
00000004389GQ3	850270291
00000010813GQ4	850270212
00000012494GQ1	850270191
00000012832GQ2	850270196
00000013286GQ0	850270201
00000014037GQ6	850270214
00000014265GQ3	850270219
00000014332GQ1	850270221
00000015364GQ3	850270275
00000015521GQ8	850270256
00000015745GQ3	850270277
00000015776GQ8	850270267
00000219183MR1	850270099
104518	850270310
00000289020MR0	83027202100488
00000223204MR9	HC5687MR01
00000300938MR8	PL1169MR01
00001003BD641F	83027001018110
00001006BD6460	83027601013710
00000914BD5A88	910272041
00000174273MR3	910274007
00000209404MR3	910274011
00000277642MR5	35925
00000010633GQ6	420132MR01
00000163869MR1	910272025
00000159112MR2	920279010
000000HDMR5549	IE1038MR01
00000193321MR7	JO1000MR01
00000010874GQ6	MA1002MR02
00000217104MR9	00358MRS57
00000172668MR6	SI4025MR01
00000301918MR9	PL2694MR01
00000011883GQ6	SA1220MR01
00000910BD57F4	PC0127MR03
00000005001GQ3	PC0114MR04
00000009204GQ9	PL1394MR01
00000831BD4A21	IE1006MR01
000000HDMR5969	00054MRS02
00000189838MR6	920279013
00000162196MR0	910272038
00000194230MR9	M4194447
00000187289MR4	PL1235MR01
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000009948-0161	787263HDX
00000182148MR7	SA1001MR02
00000185710MR1	ZA1313MR02
00000205457MR5	259170MR05
00000177053MR6	10140MRM44
00000272335MR1	MRR4935
00000001687M23	265050MR01
00000303865MR0	10331MRS01
00000254376MR7	910272059
00000001203M29	PL1321MR01
00000001718M26	PL1951MR01
00000001731M29	PL2433MR01
00000002263M22	910272079
00000002319M22	910272080
00000002787M20	BH1038MR01
00000274221HM1	PC0573MR02
00000001748M23	HC9027MR02
00000002003M22	PC0233MR02
00000001754M21	A5712303
00000004713M24	A129101307
00000003503M20	RU7690MR01
00000003558M24	RU1875MR01
00000004421M24	RU3469MR01
00000003505M25	SA2305MR01
00000001729M23	ZA2383MR01
00000000749M22	42021MRS01
00000004488M23	00740MRS02
00000002441M24	LT4089MR02
00000002336M26	RO1113MR01
00000289978HM9	600100MR03
00000002073M25	RU1136MR01
00000000744M23	83027001002910
00000001039M27	83027288790310
00000001242M27	83027600032711
00000001273M22	83027600030510
00000001368M20	83027849290410
00000001632M29	83027842901111
00000001974M25	83027820014211
00000002084M22	83027605274511
00000002432M23	83027820038511
00000002448M29	83027808008011
00000273786HM4	DZ1406MR01
00000002790M24	DZ1396MR01
00000003534M25	DZ1339MR02
00000001625M23	910274036
00000002528M28	MRR8415
00000001560M22	BG4612MR01
00000250039HM5	EG1840MR02
00000003611M21	EG1029MR01
00000004339M28	EG1925MR01
00000252414HM8	EE4024MR01
00000302713HM3	M245413301
00000281437HM4	363893MR01
00000001442M23	493519MR06
00000001479M25	401381MR02
00000001660M20	PC7479MR09
00000001684M20	HC9038MR01
00000002088M23	712330MR01
00000002120M24	734128MR01
00000002124M26	493230MR01
00000002279M28	PC1351MR01
00000002295M24	PC4529MR01
00000002754M20	PC2287MR01
00000003020M25	HC7831MR01
00000003192M22	782057MR01
00000003404M21	PC0702MR01
00000004049M23	PC0395MR02
00000004351M23	782692MR01
00000004450M23	PC3847MR01
00000005110M22	PNUE07MR01
00000297315HM4	828270034
00000265001HM8	083027202677611
00000269409HM9	083027002227411
00000269418HM0	083027201106511
00000291206HM1	083027208006511
00000297321HM2	083027240048312
00000003406M26	IQ1309MR01
00000001051M22	A5223507
00000002049M25	C5126825
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00000002079M22	B223414501
00000002473M27	A5714101
00000332899HM4	LV4012MR02
00000002755M27	LV4025MR02
00000004604M25	LV4031MR01
00000002719M23	LB1358MR01
00000003163M23	LB1364MR01
00000003555M20	LB1088MR02
00000005583M20	LB1359MR01
00000273789HM8	MA1471MR01
00000003242M25	MA1488MR01
00000003291M22	MA1487MR01
00000004103M28	MA1502MR01
00000004426M23	MA1134MR01
00000001441M25	ECT0220
00000003997M24	NG1126MR01
00000001438M21	NO1200MR01
00000002196M24	RE1045MR01
00000310703HM4	RO1230MR01
00000001301M21	RO1223MR01
00000001482M29	ZA2372MR01
00000001675M28	ZA1560MR01
00000001460M25	680542MR01
00000004190M25	501030MR01
00000002748M22	856270049
00000002382M20	TN1033MR02
00000002393M27	TN1530MR01
00000004091M25	TN1008MR01
00000004420M26	TN1241MR01
00000278681HM2	34337MRS01
00000325548HM6	16009MRS03
00000326532HM9	16017MRS01
00000297312HM1	10668MRS01
00000001529M27	00440MRS05
00000002331M27	859270008
00000002579M21	859270009
00000003949M25	00289MRS02
00000293000MR6	A010MR06
00001308FMM04C	70001MRS09
00000934BD5E49	DK1083MR06
00000950BD6281	FI1052MR01
00000918BD5B27	RTD0127
00001018XF501A	NO1009MR02
00001245FMM047	N002MR02
00000293724MR1	10050MRS03
00000903BD55D2	00242MRS02
00000944BD6169	00100MRS01
00000950BD62C1	00200MRS04
00001007BD6476	00105MRS02
00001012BD66CA	10448MRS02
00001026XF5170	00010MRS01
00001009BD6588	RMUE01MR04
00001007BD6483	A5624132
00001009BD65E3	D5354206
00001106XF50AE	A5808528
00001002BD63F5	PL1539MR01
00001011BD6624	05217MRS02
00001002BD63A6	030020MR03
00001007BD6497	X2181501
00000816BD3AA8	M206565701
00000936BD5E6F	M40330108
00000952BD62E5	A2032112
00001002BD6398	M4182438
00000296613MR3	SA1011MR03
00001106XF504E	SA1058MR02
00001203FMM0W0	910274041
00000298431MR8	FI1120MR01
00000308749MR1	EM0121
00001118FMM0WK	EM0101
00001118FMM0W9	EM0123
00001134FMM10G	EM0111
00001134FMM10N	EM0102
00001140FMM0FK	EM0110
00001203FMM0UX	EM0103
00001204FMM05A	EM0119
00001219FMM0H0	EM0200
00001219FMM0H1	EM0105
00001221FMM06N	EM0107
00001227FMM010	EM0104
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00001227FMM013	EM0125
00001227FMM014	EM0112
00001236FMM01E	EM0108
00001236FMM05B	EM0106
00001236FMM05G	EM0109
00001236FMM05T	EM0113
00001236FMM05V	EM0130
00001236FMM052	EM0118
00001251FMM00U	EM0115
00001308FMM00T	EM0140
00001308FMM00W	EM0150
00001308FMM005	EM0116
00001308FMM02J	EM0117
00001308FMM02L	EM0114
00001308FMM05V	EM0120
00001204FMM04T	A106MR01
00001233FMM06R	F009MR01
00001309FMM086	A101MR01
00000298944MR0	492360MR01
00001027XF500B	X4205001
00000303451MR9	910272085
00001102XF509F	910275008
00000299229MR5	AH5824MR01
00000300587MR3	BH1037MR01
00000297156MR2	2879385
00000298473MR0	2884624
00001049XF5018	HR4199MR01
00000296879MR0	M1279737
00000297468MR1	M4490626
00000298073MR8	M2850008
00000298242MR9	M28027100
00000298385MR6	M9886845
00000298430MR0	M4159241
00000298567MR9	M23084310
00000298850MR9	M4198087
00000299341MR8	M24070301
00000300589MR9	M4200625
00001003BD6400	X687234009
00001118FMM0WH	M5480767
00001134FMM106	M2634909
00000298676MR8	HC6474MR01
00000299261MR8	HWIL01MR01
00001027XF5006	B5129914
00001101XF5073	A5992703
00001102XF50A4	LB1331MR02
00001102XF5036	LB1348MR01
00000299521MR5	MQ1000MR01
00001106XF5121	OM1010MR01
00001049XF5012	RU3894MR01
00001101XF5053	RU1716MR01
00001105XF504C	RU7762MR01
00000000HM0776	SA2308MR01
00001234FMMOJ2	SA2143MR01
00001234FMM0J5	SA1253MR01
00001309FMM02P	SA1001MR04
00001102XF5032	847270027
00000297386MR5	697040MR01
00000297422MR8	899010MR03
00001405NMM02W	UK1142MR01
00001101XF5091	AE1212MR01
00000296321MR3	00506MRS01
00000297132MR3	00109MRS01
00000298493MR8	00131MRS02
00000302675MR4	10223MRS01
00000304078MR9	00680MRS01
00001102XF50A9	10177MRS01
00001105XF502A	10390MRS01
00001106XF5002	10671MRS01
00001106XF5007	00632MRS01
00001233FMM08L	20483MRS01
00000300586MR5	MRHM0158
00001106XF5036	BY4033MR01
00001009BD659E	CLCMR1
00000292928MR9	X59655523
00000297715MR5	M226407301
00001026XF5158	X4479201
00001044XF502E	A4167338
00001111FMM0N2	RTD0422
00000299951MR4	SA1114MR01
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00001106XF5051	06139MRS01
00001026XF5160	06002MRS04
00001118FMM0W4	01305MRS01
00001026XF514C	UZ1021MR01
00001106XF50FF	910272091
00000297164MR6	F4171505
00001009BD658D	M2950010
00000298211MR4	KW1100MR01
00000300865MR3	600098MR01
00000298266MR8	SA1052MR03
00000304828MR7	N004MR01
00001117FMM0CJ	00487MRS03
00001117FMM0CR	00223MRS03
00001203FMM0VT	00289MRS01
00000297636MR3	M2634906
00000306373MR2	DZ1525MR01
00000000HM0837	83107577438
00001308FMM043	AZ4029MR01
00001307FMM080	CS1343MR01
00001301FMM044	EG1024MR02
00001221FMM06P	FI1175MR01
00000301236MR6	X106415405
00000301851MR2	M2265406
00000308866MR3	X756087016
00001111FMM0B1	M4161643
00001111FMM0B3	M1656629
00001111FMM0B4	A1588529
00001111FMM0N7	M24313801
00001118FMM0W5	M2427737
00001139FMM0D5	M1460210
00001140FMM0FD	X148299404
00001204FMM049	M171587016
00001219FMM0GP	M4174545
00001250FMM02L	X90281610
00001250FMM02X	M5484837
00001251FMM01T	M4484105
00001309FMM0AL	M4484820
00001309FMM042	M178710406
00001309FMM046	M359673101
00001406NMM030	M4167416
00000120FMM0VC	M24481307
00000301824MR9	PC0352MR02
00000301873MR6	125995MR01
00001118FMM0WT	493519MR04
00001234FMM0K8	PC4318MR02
00001236FMM01L	446281MR01
00001236FMM013	PC7479MR10
00001250FMM024	PC1009MR01
00001301FMM04R	PC4297MR02
00001301FMM051	PC8740MR02
00001307FMM08K	PC3312MR02
00001308FMM03U	CC3398MR02
00001309FMM09W	CC6785MR01
00001406NMM09C	129619MR01
00001118FMM0WF	083027003811911
00001118FMM0WP	A5401395
00001203FMMOUR	LB1250MR01
00001220FMM01F	NC1028MR01
00000000HM0807	SA1188MR04
00001309FMM09X	SA2339MR01
00001251FMM00P	RS4199MR01
00001309FMM0AA	ZA2608MR01
00001111FMM0N6	350010MR04
00001118FMM0WU	724010MR04
00001236FMM059	959204MR01
00001251FMM00W	TN1624MR01
00000000HM0787	IE1509MR01
00000306132MR2	05169MRS02
00001234FMM0K7	10429MRS01
00001251FMM00V	00507MRS01
00001309FMM0A0	01215MRS01
00001406NMM0BL	01314MRS01
00001406NMM0B2	10443MRS01
00000000HM0622	UZ1010MR01
00000305201MR6	DZ1101MR01
00001251FMM01J	DZ1006MR01
00000000HM0772	83096537610
00001117FMM0C7	910274039
00001134FMM10B	910272078
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00001251FMM023	83090346059
00001308FMM066	83096322871
00001309FMM04B	83109684989
00001406NMM0AU	83115138353
00000305405MR3	CS1338MR02
00001406NMM0AC	DK1065MR01
00001234FMM0K3	EE4012MR01
00001117FMM0CX	FI1015MR04
00000000HM0928	M1248626
00000302711MR7	F1680824
00000309777MR1	M5173635
00001105XF503C	M41981124
00001106XF50F9	M4189444
00001118FMM0WB	X4211004
00001140FMM0G3	M4040080
00001147FMM0EC	M5484987
00001203FMM0UH	X24481303
00001219FMM0GK	C2195281
00001236FMM01C	M2848438
00001307FMM07J	A9190175
00001308FMM01A	M4162221
00001308FMM03V	S4160096
00001308FMM04M	M2002634
00001308FMM05U	E4167655
00001309FMM06B	A62925711
00001309FMM07A	A4197627
00001309FMM07L	T4185506
00001309FMM07T	X616953011
00001406NMM0BW	B4498431
00001406NMM0CE	M6063010
00001308FMM05T	PF1000MR02
00000301913MR0	604529MR01
00000305980MR5	805534MR01
00001112FMM080	CC4400MR02
00001117FMM0CB	PKOB02MR06
00001140FMM0FE	CC5340MR01
00001236FMM05P	387194MR01
00001308FMM00V	220068MR01
00001308FMM039	HC2259MR02
00001118FMM0W7	KW1002MR01
00001236FMM00N	KW1112MR01
00001236FMM01Y	KW1003MR01
00001308FMM01T	KW1001MR04
00000000HM0812	LY1086MR02
00000303928MR6	MA1135MR02
00001309FMM09B	MA1521MR01
00001203FMM0W1	TLB0229
00000305377MR4	920279032
00000303814MR8	PL2762MR01
00001251FMM01X	RE1046MR01
00001147FMM0EG	RU6340MR01
00001234FMM0KK	RU2527MR01
00000000HM0263	SA1011MR04
00000000HM0732	SA1054MR04
00000000HM0840	SA1080MR01
00000307805MR2	SA1026MR01
00001203FMM0UN	SA1031MR02
00001203FMM0VH	SA2281MR01
00001236FMM00H	SA1255MR02
00001236FMM05L	SA1037MR02
00001236FMM058	SA2315MR01
00001251FMM01A	SA1051MR02
00001307FMM07M	SA1036MR03
00001308FMM01L	SA1004MR03
00001308FMM04G	SA1014MR03
00001308FMM04K	SA1054MR03
00001309FMM059	SA2385MR01
00001309FMM07P	SA2079MR01
00001309FMM08A	SA1306MR01
00001203FMM0V7	SA1175MR01
00000004495M28	SA1272MR01
00001223FMM08N	788000MR01
00001251FMM00X	122002MR01
00000303629MR0	34006MRS04
00000309171MR7	34386MRS01
00001309FMM0AH	34388MRS01
00001309FMM061	34387MRS01
00001309FMM077	34389MRS01
00000302797MR6	10683MRS01
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00000303309MR9	70001MRS10
00000306068MR8	77266MRS02
00000307448MR1	10462MRS02
00000307504MR1	77526MRS01
00001117FMM0CV	00440MRS07
00001147FMM0E7	10086MRS03
00001233FMM070	00040MRS02
00001309FMM05L	10307MRS04
00001309FMM071	00244MRS02
00001406NMM04R	00373MRS01
00000000HM0670	UZ1031MR01
00000002641M29	83027820006912
00000273681MR7	19010MRS01
00000210188MR9	787840EXCITE
	212844MRP
	801224MR
00000115022MR6	AE1025MR01
00001134FMM107	847270028
00000004721M27	DC3519MR01
00000297792HM4	083027821188412
00000281422HM6	850270376
00000291215HM2	850270375
00000001445M26	850270353
00000001521M24	850270354
00000001582M26	850270360
00000001810M21	850270368
00000001940M26	850270373
00000002267M23	850270382
00000002968M26	850270396
00000003121M21	850270387
00000003228M24	850270397
00000003500M26	850270405
00000003578M22	850270366
00000005138M23	850270440
00000005231M26	850270441
00000005276M21	850270439
00000005438M27	850270443
00000005553M23	850270444
00000005743M20	850270450
00000006037M26	850270454
00000002572M26	910274038
00000002638M25	910272087
00000003295M23	910274044
00000003342M23	910274043
00000003956M20	910275010
00000343991HM6	MRR9417
00000005216M27	MRR9542
00000005829M27	MRR1560SX2
00000001014M20	M2045014
00000004100M24	83027000042713
00000001088M24	PL1798MR01
00000001233M26	PL1813MR01
00000001952M21	PL2059MR01
00000002118M28	PL1620MR01
00000003097M23	20458MRS01
00000004499M20	M1102607
00000003467M28	PNUE09MR01
00000005787M27	DZ1204MR01
00000005526M29	MRR9669
00000004249M29	MRR9132
00000005155M27	FI1432MR01
00000005736M24	512971MR01
00000005972M25	NO1273MR02
00000005737M22	843270025
00000005966M27	MRR9847
00000004742M23	RU8278MR01
00000005679M26	6073MR0002
00000003640M20	856270052
00000005054M22	856277001
00000005799M22	856277000
00000005453M26	27025MRS01
	AM12ADN317
	4139276
	4168170
	225OPMR
00000006099M26	X970562016
00000004942M29	RU1971MR03
00000006272M29	6073MR0004
00000006015M22	0856270002A
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	AM12HN250
	ANGELLMR1
00000005815M26	MRR9776-1
00000004793M26	EG1005MR02
00000004042M28	X167162408
00000004461M20	X59655529
00000004542M27	M2865818
00000004550M20	M2426002
00000004551M28	M4482628
00000004552M26	X2007309
00000004556M27	M4204521
00000004561M27	M1248302
00000004568M22	M155485706
00000004571M26	M2748735
00000004576M25	M189104204
00000004578M21	X171897209
00000004722M25	M4135321
00000004943M27	M7410905
00000005133M24	M4487528
00000005208M24	M1441711
00000005955M20	M2312315
00000005960M20	M1245722
00000006031M29	M2717513
00000006035M20	M219000207
00000006038M24	M2399413
00000006093M29	M196514404
00000006235M26	M2748744
00000004939M25	P00042MR01
00000006225M27	PC2345MR03
00000006240M26	467946MR02
00000005111M20	A5413841
00000005224M21	A192123204
00000005297M27	A5106410
00000005647M23	C5123651
00000005700M20	A5375129
00000005920M24	LB1129MR02
00000005952M27	LB1122MR02
00000004712M26	NC1004MR01
00000003832M23	NO1276MR01
00000004254M29	NO1282MR01
00000006012M29	RO1265MR01
00000006533M24	RO1269MR01
00000004436M22	RU8192MR01
00000004739M29	RU8279MR01
00000004741M25	RU8273MR01
00000005207M26	ZA2554MR01
00000004252M23	M050MR01
00000004414M29	475290MR02
00000006191M21	856270061
00000005965M29	TN1018MR02
00000003608M27	34352MRS01
00000004979M21	34390MRS01
00000005552M25	63018MRS01
00000005561M26	34391MRS01
00000005773M27	06135MRS01
00000005925M23	63021MRS01
00000005959M22	35062MRS01
00000005962M26	33041MRS01
00000005994M29	27026MRS01
00000006086M23	33017MRS03
00000006142M24	35064MRS01
00000006145M27	01048MRS01
00000006602M27	46019MRS01
00000005117M27	DK1228MR02
00000006101M20	MRR9894
	AM124QC186
00000004951M20	01326MRS01
00000005044M23	05367MRS01
00000005683M28	83101071304
00000006230M27	83114336196
00000004059M22	X970562013
00000004417M22	X151054610
00000005527M27	A75462205
00000005901M24	B75162207
00000005987M23	M136684816
00000006025M21	M2080333
00000006034M23	A128275404
00000006114M23	E8375415
00000006269M25	M2271511
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00000006449M23	M359673501
00000006392M25	00824MRS01
00000004830M26	835270036
00000004782M29	PL3039MR01
00000004990M28	6073MR0001
	AM12CDQ135
	620767MR360
00000003963M26	MRR9140
00000005511M21	GE1148MR01
00000004313M23	PC4325MR02
00000004479M22	PX5326MR03
00000004619M23	HC0628MR01
00000005435M23	A6085802
00000005107M28	PL3115MR01
00000004340M26	RU7808MR01
00000005774M25	X185801206
00000001115M25	FI1177MR01
00000001463M29	C018MR01
00000282410HM0	SA2191MR04
00000003810M29	859270014
00000003288M28	910272090
00000002157M26	910272077
00000004314M21	910272089
00000001118M29	X226587701
00000001722M28	M4400420
00000003811M27	M4216034
00000002391M21	LT4026MR01
00000003319M21	RU1130MR01
00000002075M20	SA2253MR01
00000311119HM2	DZ1061MR01
00000005640M28	DZ1339MR01
00000001214M26	910276005
00000001808M25	910273041
00000307361HM6	X976413008
00000308920HM8	A2316308
00000309491HM9	M2004607
00000310709HM1	A1305431
00000000945M26	M2437601
00000001667M25	M1123507
00000001713M27	F1500413
00000001877M20	X1020801
00000002002M24	M9624240
00000002044M26	M4169128
00000002156M28	X122205809
00000003027M20	M2263206
00000003152M26	X141549004
00000003472M28	M4168135
00000003508M29	M2844537
00000003797M28	M2848440
00000000750M20	PNUE04MR01
00000004976M27	JO1147MR01
00000003506M23	824158MR01
00000268287MR0	00491MRS01
00000010425GQ7	2640781MR-1
00000015710GQ7	856270043
00000279738MR9	856270038
00000002092M25	MRR8186
00000005841M22	828270039
00000014550GQ8	2670823MR
00000002424GQ0	809758SIGNALX
	559713CMIMR
	559475CMIMR
	615769MR2
	AM12EAV70
	214559SRHMR1
	985LVMR
	904627MR1
	AM12A5T281
00001106XF507F	DK1044MR01
	202715MR2
00000012722YR5	2822846
00000015760GQ2	C5410301
	310257MR1
00000014894GQ0	45008MRS01
00000013616GQ8	910272047
00000015843GQ6	AZ4002MR01
00000013130YR0	IQ1259MR01
00000006549YR0	A5711006
00000000440M28	SIGNA2809870
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00000016329GQ5	KE1088MR01
00000002160M20	920279030
00000000886M22	KO1003MR01
00000006510YR2	58010MRS01
00000013204YR3	27018MRS01
00000010832YR4	83027002102438
00000011285YR4	83027002100418
00000012655YR7	83027108316719
00000012989YR0	83027848472129
00000013242YR3	83027208619330
00000000071M21	83027242100079
00000000075M22	83027002000479
00000000078M26	83027828113219
00000000177M26	83027602101609
00000000546M22	83027608482240
00000000597M25	83027008601310
00000000608M20	83027821022310
00000014595GQ3	83027607875569
00000015448GQ4	83027282101238
00000015924GQ4	83027102000908
00000016083GQ8	83027847951499
00000000209M27	PL1761MR01
00000000037M22	DK1267MR01
00000015930GQ1	543871MR01
00000016043GQ2	CC7614MR01
00000006174YR7	910272049
00000014419YR6	910272075
00000000167M27	910272060
00000000221M22	910272066
00000000407M27	910272069
00000000858M21	910272073
00000000920M29	910274035
00000001367M22	910272076
00000001528M29	910273042
00000016314GQ7	910272061
00000000072M29	2794606
00000000181M28	2819277
00000000437M24	2823686
00000001042M21	2849423
00000001159M23	2875950
00000001177M25	MRR7716
00000015786GQ7	2773303
00000016056GQ4	MEDSMR2
00000015182GQ9	DK1029MR02
00000000866M24	FI1345MR01
00000013624GQ2	FI1112MR01
00000015248GQ8	FI1271MR01
00000012889GQ2	A4183042
00000014687GQ8	M160034201
00000015108GQ4	M172471301
00000010828YR2	561545MR01
00000013134YR2	PC0075MR03
00000000307M29	123740MR01
00000000543M29	561559MR01
00000014720GQ7	505168MR01
00000015056GQ5	CC3519MR01
00000015272GQ8	CC1543MR01
00000015430GQ2	560776MR01
00000015707GQ3	PC1961MR02
00000015796GQ6	PC4537MR02
00000015940GQ0	PC6132MR03
00000010582YR5	2721327MR
00000002159M22	835270024
00000000675M29	IR1523MR04
00000000723M27	IR1008MR01
00000000805M22	IR1889MR01
00000000855M27	IR1904MR01
00000000939M29	IR1905MR01
00000001112M22	IR1903MR01
00000001114M28	IR1913MR01
00000015980GQ6	IQ1240MR01
00000013398YR3	A5334805
00000000041M24	A5178408
00000000056M22	A5138119
00000000653M26	A5400915
00000013698GQ6	A5405213
00000013905GQ5	A5396907
00000015605GQ9	A5146637
00000016128GQ1	A5331502
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00000001921M26	JO1138MR01
00000011765YR5	KW1019MR02
00000013994GQ9	LB1064MR02
000000000R7942	2867718MRHDE
00000012795YR1	2836414HDE
00000014111YR9	9118HDE
00000000733M26	2832672HDE
00000001663M24	2867727HDE
00000001811M29	5972IXTMXHDE
00000002091M27	2951520HDE
00000002198M20	MRR8240
00000000516M25	920279029
00000011767YR1	OM1026MR01
00000000205M25	PL1760MR01
00000015621GQ6	PL1708MR01
00000016260GQ2	PL1754MR01
00000016200GQ8	787516HDE
00000010229YR3	SD1003MR01
00000014211YR7	SD1064MR01
00000005397M25	O012MR01
00000016252GQ9	N006MR01
00000015305GQ6	856270040
00000013629YR1	61013MRS01
00000014456YR8	34333MRS01
00000001574M23	31013MRS01
00000012290YR3	10597MRS01
00000001666M27	10635MRS01
00000006175YR4	3882643769MRCTR
00000008722YR1	3882691514MRCTR
00000012792YR8	3882832439MRMET
00000014408GQ9	3882648712MRMET
00000016342GQ8	3882790215MRMET
00000001803M26	ZM1002MR01
00000000134M27	910272065
00000015416GQ1	910272056
00000013375GQ1	SA2087MR01
000000HDMR6250	00213MRS01
00000278015MR3	600092MR03
00000301772MR0	856270050
	702323SMMR
	912355GEMR
	405691SMR
	213825MR3
	785452SMR
	1328
	213340MR
00000088583MR0	4224SIGN15
00000159454MR8	70383MRS01
00000903BD55FD	83027002100119
00000000405M21	83027848480709
00000001212M20	83027201013310
	505796ONI
	SMOG003
	HOAG009
	ROA014
	RAF017
	UAB019
	STONE033
	OACT036
	SWF051
	OOCE052
	FMRI053
	SDB057
	KKH059
	VDO067
	MAD068
	HNH075
	CVO078
	SBJS082
	JOC084
	COS086
	EOG092
	OAK095
	BRO096
	OAS102
	HC116
	NMO118
	AOT121
	VAD122
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	MOI123
	NER2124
	GHS133
	HSP159
	HCO063
	RADNETMR1620
	209847ONI
	TOV129
	VAP144
	CSU043
	810235ONI
	CALPAC002
	NER069
	CHS077
	OSW040
	OA070
	SMA105
	BJH140
	OCO142
	ASO165
	SMH094
	OSB015
	SEO016
	SDMI021
	SEO2023
	NWO031X
	SEA032
	NRO034
	OALI037
	BOB055
	SOAR061
	AAR071
	VP073
	CORONA079
	AOS087
	SMC089
	TOC110
	BJP117
	TSM132
	TOA136
	AIC163
	COMC169
	TO173
	POSM175
	TOCA013
	YORK046
	BFE106
	TOC2138
	GHS2146
	SHD011
	4511
	973720EXTMR
	414638ONI
	212860EXTMR
	631422MR
	281758MR355
	229386MR1
	706245MR1
	386AIMR
	615TON
	662BRIVO1
	501221MR2
	940764URMR
	2942730
	2942733
	850678MR1
	4125330
00000360302HM4	MRR9725
00000005153M22	MRR9924
00000298518HM2	MRR8609
00000300206HM0	MRR8517
00000317581HM7	MRR8881
00000321174HM5	MRR8972
00000334277HM1	MRR9231
00000002948M28	MRR8602
00000003070M20	MRR8634
00000003136M29	MRR8669
00000003395M21	MRR8789
00000003805M29	MRR8992
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00000004041M20	MRR9104
00000004323M22	MRR9153
00000005096M23	MRR9484
00000005205M20	MR1263SX3X
00000006217M24	MRR9920
00000006376M28	MRR9968
00000005646M25	MRR9706
00000005798M24	MRR9787
00000002276M24	MRR8270
00000004366M21	MRR9190
00000005702M26	MRR9885
00000002715M21	H42261MR01
00000298509HM1	083027860007112
00000307333HM5	083027240009512
00000314764HM2	083027861011112
00000318407HM4	083027601012912
00000320064HM9	083027600033412
00000327929HM6	083027600051013
00000335454HM5	083027100004713
00000360305HM7	083027200051414
000000004428M2	83027821003113
00000003328M22	83027601746512
00000003703M26	83027001561512
00000003993M23	83027200044913
00000004353M29	83027000002713
00000004460M22	83027240003113
00000004874M24	83027100020013
00000004933M28	83027000020213
00000003839M28	835270030
00000004096M24	835270033
00000002706M20	A5940817
00000002788M28	A5163111
00000003134M24	A5161411
00000003532M29	PL2893MR01
00000004424M28	PL2997MR01
00000318431HM4	RO1060MR02
00000315747HM6	RU7312MR01
00000316283HM1	RU7577MR01
00000322926HM7	RU3828MR02
00000002967M28	RU3028MR01
00000003207M28	RU7426MR01
00000003244M21	RU6147MR01
00000003346M24	RU8151MR01
00000003478M25	RU1203MR01
00000003499M21	RU3609MR01
00000003639M22	RU4306MR01
00000003650M29	RU7827MR01
00000003656M26	RU3573MR01
00000003658M22	RU6261MR01
00000004216M28	RU7539MR01
00000004317M24	RU7816MR01
00000004545M20	RU8225MR01
00000004866M20	RU8300MR01
00000005092M22	RU8367MR01
00000005150M28	RU8407MR01
00000002803M25	ZA2315MR01
00000002931M24	856270054
00000003966M29	856270057
00000004346M23	856270058
00000004553M24	856270055
00000004755M25	856270059
00000005143M23	856270060
00000006030M21	856270069
00000002629M24	MRR8495
00000004439M26	859270016
00000005599M26	859270017
00000005653M21	859270018
00000004415M26	83027800002313
	801262MR2
	402486EMR
	513584MR
	212305MR3
	509474SHMR
	937208MR3
	765INNERMR
	608785HDMR
	314569JMR4
	RADNETMR1578
	507284NMRU
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	650853PAMR
	415444KSRFMR
	831648MR1
	970244AMPMR
	732937MR
	920303OLX
	847479MR1
	858626MR
	740368MR
	215456LX
	507284NMRS
	903315HDX
	207743MR
	757953LX2
	228CDLKMR
	715847MR2
	732706MR
	806212LX2
	415780KMR
	732530MR
	843777LXE
	NSCENTMR6
	214820XBMR1
	214820XBMR2
	240420MR
	415461MMR
	717271MR2
	507284NMRH
	414546MR
	RADNETMR596
	630208DMR
	415923CPPMR1
	313424MR2
	616341MRI
	601364MR1
	210297SLMR
	617726MR5
	440960MR
	507284NMRV
	210208MOMR
	414384VAMR1
	801377MR
	312702MR6
	520694MR2
	415600MR1
	630646EMRB
	617789MRMOBILE
	724283MR
	415600MR2
	313916MRM
	MGHERMR
	662841MR3
	614430MR
	417347MR
	843724RMRI
	310358MR
	919684ONC1
	707428FFMR
	850747BMR
	302651LX
	708216LMR1
	248922EXCITE
	864261MR
	317865MR2
	502897BMR3
	765449HMR
	262948MR1
	757466EXCITE
	410787MR
	570552MR2
	903416TMMR1
	303320MR2
	617789MR2
	850BSCHDMR
	828681MR2
	731541MR1
	250370MRI
	416480MR2
	416469MR
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	902567MR1
	709737MRI
	709637MRI
	250862MR
	250717MR
	514934CMRI
	418723MRI
	519663MRI
	519569MR
	519685MR1
	905522MR
	416480MR1
00000201548MR5	36646
	706475MR2
	910577OMR
	864227MRI
	615SCMR
	618474AMR1
	517788EXCITE2
	505983TMR
	410955MR6
	212MR
	407296MR
	770603KMR
	505980MR
	814336MR2
	214220WBCMR2
	214220WBCMR1
	260436NEUROMR
	412942MR
	559625KMR2
	AM12O20122
	303861KFMR
	716845MR1
	801373MRI2
	312942CMR
	718262MR
	615781MR
	716266MR
	912264MR1
	843797MR
	ALLIANCESIG81
	ALLIANCESIG480
	858457MR
	808433TMR1
	207945MR2
	540665MR2
	703478MR2
	410266MR
	406752NWMR
	509626ISMR
	610740MR5
	213977MR
	843797CVI
	717798MR
	408851KMR
	509924MR
	503513MR1
	609926MR
	847234LFMR
	ALLIANCESIG276
	ALLIANCESIG273
	423744MR1
	610740MR6
	610740MR1
	718918MREXC
	ALLIANCESIG278
	ALLIANCESIG277
	847535LFGMR
	865545MR1
	865947MR1
	337593MR1
	706494HMR1
	972712SMR1
	801501MR1
	907762SMR
	215952LX
	203380MR
	405945BMR
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	423586MR1
	SHIMR539
	703478MR4
	915670HEX2
	717627MR
	336832MR1
	860585MR
	540332AMMR
	805739MR1
	615342MR3
	706745MR
	706754MR
	610740MR2
	SAFESCANMR3
	ALLIANCESIG454
	517788LIFECYCLE
	SAFESCANMR6
	0004166730_DUP
00000000383M20	2806880
00000004117GQ8	23496
00000301209MR3	MRR3616
	604541MRI
	514431MRI
	906225HDMR
	908828MR
	541677MMR
	732613MR
	513624MR
	919681HRMR
	212722HDXMR3
	717975MR
	212722HDXMR1
	330896MR
	601376MR1
	480425MR1
	330841MR
	210292MRLX
	706544MAMR
	541768MR
	703698MR3HD
	912333SMR
	NSMRIMR4
	619532MR1
	619532MR2
	205801KMR2
	262928MR1
	NSMRIMR5
	651726MR1
	770219NPTMR
	561642MR2
	530894MR2
	513721MR
	858653MR1
	619541MR2
	608263UMRH
	610526MR
	713792AMR7
	608263CARDMR
	12911
	503216MR2
	503216MR1
	507284NMRP
	312702MR4
	ALLIANCESIG212
	803286SMR
	CHILDRENSMR3
	303741TMR
	843815BMR
	717334MR
	907562PMR3
	313916MR1
	303577MR
	INSIGHTMR1921
	816271SJMR
	715361MR1
	ALLIANCESIG479
	856778MR
	407WCMR
	205783MR3T



Class 1 Device Recall SYSTEM, NUCLEAR MAGNETIC RESONANCE IMAGING

http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?id=132519[2/24/2015 4:13:14 PM]

	973971MR
	RADNETMR1568
	303761MR
	614234MR2
	MR126660
	908890MR2
	352265MR1
	602830MR2
	209952SGMR
	734712MR1
	808243MR
	617754MR1
	MIR734GEMR2
	COR373218
	504OBMR
	604682MRI2
	604822CRY
	250727MRTS
	613737MR2
	604988MRI
	416924MR3
	727521MRI
	808485MR
	970479MR
	903533HDXT
	843522BMR
	908685MRA
	215829MR2
	808973MR
	614722MR
	609599MR
	740264MR
	614234MR4
	ALLIANCESIG417
	937641MR
	732840MRBH
	415540MIAB2
	UMASSWORCMR1
	508CMMIC2
	508CMMIC1
	937268MR
	318812HDMR
	808522SMR
	602779MR2
	716275SMR2
	508755MR1
	504842MR
	219284MMR
	704783NEMR
	732591MR
	219753MR
	219272MR2
	863687MR
	727734MR
	717851MR
	631475MR
	816932SLMR
	SHIMR597
	813643MR
	863680MRTW
	260416MR
	626359MR1
	480425MR2
	585275SMR3
	305325MR2
	333NFMR2
	333NFMR1
	480425MR3
	423224MR2
	312770SMR
	541322MR
	719333MR
	828586MR
	602835MR2
	316689WCMR1
	952831MR1
	952831MR2
	502259JEMR
	910907WAMR2
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	865458MR1
	812858HD1
	352336MR1
	330385MR
	360636MR1
	614544MR
	949219MR1
	215537HD
	INSIGHTMR1326
	614839MR
	270688MR2
	913588KUMR
	412784MR2
	704543PMR
	SHIMR554
	602406MR5
	SHIMR555
	631444MR02
	631444MR01
	913588WWMR
	270798HDMR
	ALLIANCESIG439
	423224MR1
	412358MR1
	219756PHMR
	703391MR
	301548MR
	920738EXCITE
	718238MR
	SHIMR570
	920720NSHD
	508287MR2
	SHIMR572
	540361MR
	281637MR1
	510264MR
	ALLIANCESIG477
	4188709
00000010360GQ6	2527377
	416340MR2
	512268SHCMR
	501268MR
	505888MR
	270825MR1
	516374MR
	606759HDMR
	949364MR1
	614257MR
	402879MR
	614895MR
	919782MR1
	435789MR1
	315376MR
	765298MR
	913780PSMR
	419621MR
	727584MR
	978667MR
	405307NHD
	914787HDI
	229276MR
	704323MR1
	910483CIMR
	215612HD
	973625MR
	215248HD
	615VAM
	816795MR
	715423MR2
	405949IBHDI
	731265MR1
	850696WMR1
	914693MR
	ALLIANCESIG467
	405340MR
	717761MR2
	502587JMR2
	209MTMR
	760256BARMR
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	865429MR
	209948DRMR
	609924MR
	417348MR1
	614895MRX
	801RIVMR1
	713465MR1
	623537MR1
	2766807
00000005228M22	90283
	SMSOSL1
	SMSHML4
	952892MR2
	SMGMR29
	WCOHD1
	SAFESCANMR1
	SHIMR583
	SHIMR584
	DSSMR3
	WCOHD2
	DSSMR4
	SMGMR32
	702653MR1
	814333HDI
	530225MR
000000HDMR6310	834270012
	610954MR1
	858939MR1
	920262MR1
	856983MR
	701234MR
	304526CMR1
	HSS15T6
	765983MR2
	765983MR1
	KSRANTIOCHMR
	908522MR15T
	240566MR
	304526SMR1
	412623SDHYMR2
	209526KMR
	712264MR1
	630739MR
	303938MR
	920223HDX
	630275MR2
	804675HDMR
	415SFGMR
	303425MR2
	361572CICMR
	KSRSROSAMOBMR
	707464SCMR
	309266MRI1
	405271EMR
	801582MR1
	MGHCHELSEAMR2
	412692MR2
	412488MR
	479463HDMR
	801373MR4
	724589MR
	480342MR2
	773327COMR
	ALLIANCESIG450
	619740MR1
	708342MR
	856355MR
	856322MR
	858657MR2
	KAISERVACAMR
	806UMCHDX
	715838HDX
	469461BNPMR2
	503215MR3
	508580BMR3
	920406HDX
	503216PBMR
	202715MR3
	586263MR
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	404325WMR2
	404686CLMR2
	619543MR3
	601364MR4
	623207MR1
	303689MR
	904202BMR1
	904202BMR2
	610526HDX1
	412692MR3
	901523VAMR2
	NSACCMRI1
	319398MR
	662244MR1
	KAISERWCMR
	507434MR1
	239768MR
	610PAOLIMR
	610645HD2
	610645HDX
	209521SGMR
	513636MROPK
	540SRMCMR
	918684MR3
	707428MR1
	360734JMR
	703558MR
	217258SBMRX
	203932MR
	713792AMR9
	302629MR
	617726MR4
	915949LX
	608847MR
	202994MR1
	708216LMR2
	831476DMR
	703558MR2
	303861KFMR2
	617421MR1
	408851KMR1
	414325MR1
	304528MR1
	MR129032
	RADNETMR614
	910609CFMR2
	212312MR
	541387MR1
	610BHNSQMR
	253761CMMR
	330833MR
	608WIMRMR0
	215879MR
	209832MR
	450668MR1
	902742MRI
	902863MR
	902752MRI
	416756MRI
	506452MR
	418862MRI
	418682BMR1
	905372MR
	604520MR1
	705522MR2
	604531MR
	604434MR
	514473MR1
	819822MR1
	819537MR
	514381MR
	514495MR
	516IPKMR
	309344SMMR1
	315393HDMR
	817329BGMR2
	904858MR2
	304831MR
	801IMCMR1
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	815625MR
	719587MR
	404778MR
	585922MR1
	720225MR2
	304256MR
	727869MR
	708301SCMR
	479441HD1
	828452MR
	914NWHCMR
	812522MR
	702255MR
	580323CMR
	315338HDX
	703369HDX
	630275MR3
	509688MR
	301868MR1
	914285HDX
	RADNETMR579
	260266MR
	314434LWMR3
	843352MR
	317415MR2
	662BARNMR
	414294MR1
	541451MR
	541265MR
	RADNETMR605
	908769MR
	330729MR
	304429MR1
	UCDROCKMR
	801RIVMR2
	201225MR2
	435PARKMR1
	858653MR2
	720880MR
	229259SMR2
	904928MR1
	201894GEMR
	201680MR
	916734PMR
	570271MR5
	469815BCMR1
	818708MR1
	313745MR
	VAWESTROXMR
	RADNETMR580
	910609CFMR
	262763MRLX
	864242MR
	802747MR
	757312LX
	MR81483
	913541OMR
	501221MR1
	480342MR1
	406543MRHDX
	214820BPMR1
	517545MRI
	630585RCMR
	850416SHMR
	541994MR
	814768MR
	AM11YTGPY12
	919684MMR4
	704384PHDX
	616391MRI4
	ALLIANCESIG446
	434982MJMR2
	415SFGMOB
	805542MR2
	916KRMOBMR
	781979MWMR
	ALLIANCESIG455
	SMGMR28
	ALLIANCESIG456
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	ALLIANCESIG457
	IHCMOBILEMR4
	913682LVMR
	KAISERFREMONTMR
	MIR734MR247
	843789HDMR
	ALLIANCESIG461
	ALLIANCESIG462
	SHIMR585
	KAISERRWCMRMOB
	ALLIANCESIG74
	INSIGHTMR1225
	INSIGHTMR1254
	330562MR
	SMSHPI1
	SHIMR532
	SMSQSL1
	918307SFMOB
	SMSHML3
	SHIMR578
	SHIMR580
	SHIMR581
	519767MR1
	503763MR1
	360425MR1
	415UCLPMR
	4419
	415MTZMR
	COR373215
	503652MR1
	801321LMR
	206223HMR1
	847437AMR
	815740MRI
	206386MJMR
	281333MR1
	801321LMR2
	608287MR2
	902678MR1
	902496MRI3
	902473MRI
	604557MR1
	859313MR
	727898MR1
	805682MR
	202745MR
	RADNETMR611
	760873LXMR
	636947JMR1
	415641SLMR
	304636MR
	858453VMR2
	210617TCAMR1
00000000168M25	2712837
00000015916GQ0	2729403
00000002653M24	859270010
00000000036M24	2805953
	408972KMR2
	405717IYHDX
	434MJOCCMR
	217347SAMR1
	832505MR1
	707571KSROMR
	503652MR2
	5847-1
	337531MR
	727841MR
	770991SMR
	305256MR1
	770382CMR1
	423855PEMR
	205431MR2
	915670HLX
	805495LXMR
	412622MR
	SAFESCANMR8
	303427MR2
	INSIGHTMR1230
	810606MRI
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	609653MR
	954389MR1
	915577MR1
	925687MR
	504CHMR
	617754MR2
	936291HMR2
	334273MR
	617754MR3
	609465MR
	228818MR
	217366CMR1
	512901MR2
	301723MR
	RADNETMR603
	ALLIANCESIG297
	619295MR1
	949493MR1
	304255MR1
	904321MR1
	212535MR1
	860545MR1
	847343MR1
	605696MR
	617754MR6
	504TULMR
	610378MR
	718518MR
	313576MR
	ALLIANCESIG448
	703573MR3HD
	610988MR
	5017
	4965
	706282MR
00000302187MR0	MRSXMR00002
	418549MR1
00000004975M29	RU2552MR01
000000000R3145	MRR3145
	502624MR
	815673MR
	561747MR1
	912264MR2
	972579GPMR
	707STHELENAMR
	303839MR2
	205932MR
	225NOMRI
	352620MR1
	WSRAD114MR
	931766CMR2
	203574MR
	203797MR
	LIJ014578
	864716MR
	781279CMR
	608263WAIS
	207INTERMEDMR
	406GFOMR
	215997MR2
	INSIGHTMR1231
	305682MR1
	912486MR
	540776MR
	918494LX3
	202223MR
	225755MRI
	208557MR
	573815BMR3
	949760MR1
	LIJ014674
	727942MR
	918342MR
	419TCMR
	402552NMC1
	561495MR1
	815756KISMR
	912588MR
	203855MR2
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	561798WRMR2
	RADNETMR1535
	305667MR1
	630DMGMR1
	352VAMR
	615MTMR
	615771MRMD
	INSIGHTMR2029
	INSIGHTMR2030
	864716MR2
	720493MR
	609597MR2
	LGMR130
	RADNETMR1601
	716844MR1
	310943MR
00000003160M29	MRR8615
00000014953GQ4	835270010
00000015366GQ8	PL3079MR01
00000003559M22	859270013
	304255VMR
	305669MR1
	HSPCOOPMR
	NBHMOBILEMR1
	406799VAMOB1
	INSIGHTMR1215
	INSIGHTMR1227
	ALLIANCESIG473
	517374MR2
	SMGMR35
	ALLIANCESIG211
	INSIGHTMR1343
	INSIGHTMR1235
	ALLIANCESIG222
	ALLIANCESIG225
	919684MMR2
	SMSPIL1
	ALLIANCESIG238
	ALLIANCESIG254
	SMGMR14
	INSIGHTMR1910
	SHIMR530
	SHIMR531
	ALLIANCESIG264
	ALLIANCESIG269
	336719MRI
	225761MR1
	225761MR2
	SHIMR598
	SHIMR582
	DMSIMR161
	843228MR
	617769MR
	K5595
	SMSUSS4
	ALLIANCESIG421
	414649MR4
	410535MR
	919470MR2
	860659MR
	860231MR
	413584MR
	626335MR
	860545MR2
	MGHCHELSEAMR
	207871MR2
	DANAFARBERMR1
	703573MR4
	415723SHMR8
	207MMCSMR
	LAHEYMOBILE1
	301295MR3
	207GOODMR
	RADNETMR609
	519254MR
	709651MR
	417781CCS
	734647MR
	804560LXMR
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	773774RMR2
	847695SJMR
	907563OPAMR
	919575MR
	732222MR
	970247MR
	715735HDX
	319369MR
	602588MR
	205801KMR3
	907580ELMR
	605333MR2
	609652MR
	617244NWMR
	515424MRI
	410955MR4
	RADNETMR516
	907276ARMR
	INSIGHTMR1223
	919954RMR
	706475MR1
	802656MR2
	443843MR
	865769MR
	617499MR1
	252443NDMR2
	310235MR02
	MGHWESTMR
	RADNETMR1619
	303730MR
	318675LMR1
	609441MR
	404256AMR1
	216362MR
	330861MR
	208529MR2
	IHCMOBMR1
	641422MR2
	510784KHMR
	706291RMR1
	655CFHMR1
	605353MR
	304647GMR
	417269MRS3
	ALLIANCESIG469
	604709MR
	416431MR
	514759BMRI
	819420MRI
	819762MRI
	902443MRI
	954978MR1
	865541MR
	727895MR
	631265MR
	928453MR1
	314432CDIMRF
	316688WMR
	910215MMR
	423639MR
	419227MR
	219356MR
	318869MR
	716439MR1
	805928MRLX
	323669MR
	602239MR
	301279MR
	602821MR1
	954916MR1
	954724MR1
	RADNETMR1591
	318330MR
	718667MRA
	602835MR1
	518453WAMR
	931967MR1
	513853MR
	616391MRI2
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	205933MRI1
	949760HMOB1
	ALLIANCESIG260
	701780MR2
	601364MR3
	865584MR
	636498MPMR
	503774MR1
	505662MR
	650696MHMR
	650696PHMR
	920738HDXT
	ALLIANCESIG436
	585266MR
	314525SAMR2
	503774MR3
	256705MR
	803405MRI
	509276MR
	865373MR2
	240555MR
	228875MR
	ALLIANCESIG476
	DMSIMR163
	914242HDT
	RADNETMR1598
	954757MR1
	618241GSMR
	904399MRLX
	843652MRW
	818SCOIMR1
	408733CMMR
	707462MR
	202269MR
	281338MR2
	574935MR
	715346SMR1
	972923MR1
	706629MR
	INSIGHTMR1213
	ALLIANCESIG202
	603432MR1
	814452MR3
	435688MR
	ALLIANCESIG459
	ALLIANCESIG472
	843697LX
	218722NMR
	443663MR
	850GCHDMR
	916MMPMR
	314344CDIMR1
	501833MR4
	2277
	727588MR
	443643MR
	208529MRI
	707546SMR
	814452MR2
	415367SMR
	21289THMR
	INSIGHTMR1200
	727398MR
	770736MR
	970870MR
	918494LX2
	301759MR
	803296MRI
	ALLIANCESIG98
	614234MR
	785623HMR
	RADNETMR529
	256386HKMR
	817329BGMR1
	INSIGHTMR1237
	757934LX
	334286BMR2
	812234MR
	RADNETMR584
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	RADNETMR535
	561335MR1
	918494LX4
	616983MR
	505538MR1
	770677KMR
	214433TNMR
	570552MR
	441239MR
	410641MR1
	208785MR
	541342MR
	321253MR1
	INSIGHTMR3130
	201418MR
	INSIGHTMR1911
	423778ETMR
	435865MR1
	276666MR
	423877MR
	727323MR
	253395AMR
	RADNETMR583
	SMGMR22
	INSIGHTMR3203
	215529MR
	302744MR
	410543MR2
	936271MR1
	SHIMR586
00000014867GQ6	2664442
	450778MRI
	SMGMR34
	321MRPB1
	724489LX2
	574472MR
	515247MR2
	RADNETMR1575
	320589MR
	610770MR
	856589MR
	215453MR
	SMSAIL2
	248543MR
	RADNETMR1615
	912275MRI
	570424MR1
	561795MR3
	727384MR
	361572MR2
	301420MR
	516663MR00
	RADNETMR505
	615544MR1
	301464MR
	615544MR2
	504TOUROMR
	408885MR1
	ALLIANCESIG67
	RADNETMR508
	580536SMR
	205592MR2
	718250MR
	INSIGHTMR1220
	RADNETMR504
	818241MR1
	920459MR1
	603742MR1
	RADNETMR1584
	305CMISOUTH
	INSIGHTMR1238
	812376MR1
	713704OPMR1
	718758MR
	520757MR1
	773665SJMR
	RADNETMR1520
	801756MR
	717633MR
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	RADNETMR547
	478765MRI
	801562MR
	817568HMR1
	256235SMR
	928645MR
	208367LX10
	865218MR1
	305295MR1
	910362MQMR
	RADNETMR1611
	RADNETMR1526
	206244HMR2
	770991SRMR
	912261MR1
	801773MR
	919471MR1
	931486MR
	812842OAMR
	4446
	707935MR
00000301849MR6	MRR5100
	RADNETMR1664
	423624MR
	914964HD
	740623MR
	SMSSML2
	INSIGHTMR1915
	772335MR2
	812268MR1
	920846HDI
	610449MR
	ALLIANCESIG215
	208367LX9
	208367LX6
	843347MRI
	214352PINEMR1
	817294TSMR1
	337981MR1
	918660MR
	812442MR
	518842MR
	315SOSLCC
	502897BMR2
	INSIGHTMR3110
	941939MR
	ALLIANCESIG68
	501207MR1
	503513MMR
	INSIGHTMR3087
	941435MR
	ALLIANCESIG205
	562498MRI
	408559GMR1
	503588MR1
	303662MR
	262542MR1
	610327MR
	845703MR
	ALLIANCESIG445
	970625GRMR
	817408LGMR1
	573458MR1
	541390MR
	505437MR1
	501833MR2
	SPRUCEEXT
	201487ONI
	MREQUINE1
	CALPAC003
	702254LVRMR
	205930MR3
	MREQUINE3
	MREQUINE2
	513636EXTMR
	708216MR3
	6150
	407333EXTMR
	713791BONIMR
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	305CMI2
	RADNETMR1656
	HCH170
	JCI178
	MHMH162
	POA187
	916734EXMR
	ZPR2185
	AIC202
	253445ONIMR
	HCIMR1505
	SPECIALTYMR2
	SPECIALTYMR3
	718518MR430S
	732906ONI
	RADNETMR1641
	905521ONI
00000003822M24	MRR8969
00000005964M22	MRR9826A
00000305303HM0	MRR8632
	518438MR
	520CICMR
	229377MR1
	937OVMR
	949348MR1
	817865FPSMR1
	606666MR
	334732MR
	856661MR
	201871MR
	4071224
	4077165
	403541MR
	604985MR1
	450670MR2
00000003550M21	RU1146MR01
00000003336M25	PL2854MR01
00000003378M27	PL2904MR01
00000297804HM7	RU4522MR01
00000002802M27	RU1820MR02
00000002831M26	RU1346MR01
00000003400M29	RU7563MR01
00000003495M29	RU3883MR01
00000003140M21	ZA1017MR01
00000004462M28	83027600004313
00000004740M27	83027000013013
00000004867M28	83027600019013
	317865MR360
	254298KDCMR1
	302734MR
	575525MR1
	541396MR
	601360MR
	970569MR
	843360MR
	850JHHDMR
	770739MR
	MC532MR1
	307382MR2
	308PVMR
	706BRIVO
	406721MBJMR
00000311125HM9	DZ1072MR01
00000289113HM3	MRR8405
00000290003HM3	MRR8460
00000305132HM3	MRR8605
00000309503HM1	MRR8714
00000317032HM1	MRR9271
00000002277M22	MRR8339
00000003391M20	MRR8777
00000003477M27	MRR8831
00000003953M27	MRR9033
00000004170M27	MRR9080
00000006036M28	MRR9877
00000003102M21	X118196005
00000307330HM1	083027860008512
00000360293HM5	083027801024814
00000002890M22	835270027
00000003005M26	835270028



Class 1 Device Recall SYSTEM, NUCLEAR MAGNETIC RESONANCE IMAGING

http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?id=132519[2/24/2015 4:13:14 PM]

00000003814M21	NO1276MR02
00000003926M23	NO1277MR01
00000003419M29	RU4356MR01
00000003928M29	847270029
00000308912HM5	EPP04112
00000302719HM0	AE1373MR01
00000004210M21	859270015
	858939MR3
	MR129036
	250727MR2
	403955MR1
	514281MR450
	403541MR1
	304256MR2
	INSIGHTMR3231
	920830MR450
	417COXMR1
	281364MR2
	209225VC450
	803434MR2
	573884MRI
	713566SMITH1
	HSS75MR450
	HSSFMR450
	217383CMR5
	202476MR1
	2920650
	858939MR4
	803434MRI
	832522MR2
	713566SMITH3
	905522MR2
00000000HM0712	MRHM0712
00000308755MR8	MRHM0937
00001308FMM01B	MRHM0788
	724229MR1
	817AMERMR1
	501661VA450
	240215MR
	616267MR450
	434MJMR1
	602588MR2
	MSK68MR5
	309662JMR450W
	904202MR6
	414805MR1
	505609MR
	301295MR6
	414649WB3
	860749MR
	JHN450W
	ORMCMR1
	904202MR7
	703805MR2
	904202MR8
	906786WB
	210MSMTMR
	318769MR
	904202MR10
	901726MR450
	860678450W
	904215MR11
	814237MR450W
	814234MR450W
	419ARROWMR
	952456MR450
	716665MR1
	830500RHMR1
	803313DVMR
	817FPMCMR1
	210FPMR1
	303446MR
	502868MR3
	563422MR
	845353MRW
	AM12NJV68
	985ONCMR
	720SAHMOBMR
	0002977809X
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	229228450W
	METHODISTMR450W
	4074895
00001106XF50E8	910274042
00000302572MR3	MRHM0409
00001101XF50AF	MRHM0430
	450466MR1
	902893MR1
00001106XF501A	A5274842
00001106XF5120	A126322010
00001213FMM0LW	A5295818
00001223FMM08V	A5303339
00000305099MR4	PL1735MR02
00000304854MR3	RU7620MR01
00001102XF5027	RU3932MR01
00001250FMM056	RU1153MR01
00001251FMM032	RU3431MR01
00001307FMM02E	RU8282MR01
00001106XF501E	10580MRS01
	704CMCLMCMR
	618288OWMR
	515358MR1
	252482MR450
	253596GHTMR
	802371MR
	845483MR
	845454MR
	608287MR1
	425450PMR
	508693MVMR
	702616RDLMR
	212989MR1
	423553MR450
	775WNKAMR
	973971MR2
	781340MR2
	843606MPMR
	SPRUCE450W
	252436MPMR
	573556MR450
	616391450W
	541SAGHMR
	435716MR1
	303278MR
	518561MR
	732249MR
	PENNMEDMR
	205949MR450W
	360582450WPA
	352867MR
	402228MR
	INSIGHTMR3244
	845348MR
	727462MR1
	412647PUHMR2
	770918GEMR
	815664MR450W
	QUEEN450WMR
	515643MR450
	810762MR
	518563MRI
	517450W
	STCHRISMR
	419WYMR
	916SUTROSMR
	618997VAMR
	309672MR450W
	678565MR2
	815971MR2
	217732LMR
	FITZMR
	757312MR
	918523MR450
	719260MR
	661949MR450
	864225DVMR
	ALLIANCEOPT01
	609407MR
	908851MR
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	281348450WMR
	434799MR1
	412835MR1
	847SAMCMR3
	319268MR
	509546MR450W
	813745MR2
	608374MR
	715ADCMR1
	845368MRW
	MKMG450W
	530876MR450
	JOI610450W
	SLMVMR450
	405359EMR
	412623SDHYMR3
	RADNETMR1588
	RADNETMR1594
	HSSHMR450W
	907729ANMR
	406543MR450W
	479757NW450
	801475MR1
	864849DVMR
	817482BKMR1
	308398HDMR
	HERITAGEMR
	574267MR
	313593MR450
	864255SFMR
	330363450W
	601450W
	815300MR1
	703205MR2
	BRUNSWICKMR
	610997MRW
	910323VRIMR
	859744MR450
	828586MRW
	501202MR1
	501225450W1
	501225450W2
	916MCCMR
	916961450MR
	973579MR
	360507450WCM
	775SIERRAMR
	731644MR2
	520SMICMR
	605725MR
	631723MR450
	815937MR
	205838MR4
	781340MR3
	260920MR
	412372MR1
	6628
	316685MR
	214590MWMRE3
	952993MR1
	727834MR
	918307MR
	561795MR2
	404329MR
	RADNETMR1614
	517HILLMR
	773525MR3
	715623MRW
	7493
	260426VAMR
	240683MR
	804WAT450
	864725MRI
	256ODCMR1
	615327MR450
	865525MR2
	614257MR2
	773792MRI
	845794MRW
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	816561MRW
	859301MR
	845943MR
	828213RMRW
	RADNETMR593
	RADNETMR1604
	RADNETMR1603
	512LRMCMR
	203739MR450W
	920885MR2
	405270VMR2
	803751MR
	217258SBMR1
	240313MR
	703205MR3
	419407MR1
	601932MR450W
	209491SSMR
	304766MR4
	815215MR
	919JM450W
	215ARIA450W
	818790MR1
	828456MRW
	952831MR3
	616774MR450W
	214302PDWMR1
	6947
	575622MRW1
	405486MR
	6970K
	910CHMR450W
	DOA450W
	785623MR2
	817472TSMR1
	301618MR2
	956350MRW
	724981MR450W
	573556MRW2
	LMCPMR
	7462
	601354MR450W
	303427MRW
	212GE450W
	805SCMR
	574546MR
	509TCOMR450W
	610831450W
	918333JPMR1
	918333JPMR2
	217532DVMR
	907IAPMR1
	504842MR2
	240480MR
	573756MAMR
	330489MR450W
	209SJMR
	PHILLYNAVYMR
	815399MR2
	310289MR
	520STMMR
	256881MR1
	407PMCMR
	413568MR
	503732MR1
	WMED450W
	765448MR450
	970874MR
	RADNETMR1650
	913397DICOMRW
	RADNETMR1660
	RADNETMR610
	316962MR450
	406293MR450W
	972566WMR4
	702PKWYMR
	770918GEMR2
	276236MR450
	402873NEBMR
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	717485MR1
	RADNETMR1655
	334287MR
	208678MR
	651968MR450W
	772LMCMR1
	856794MR
	432333MR
	740454MR
	860489MR450W
	804CHI450W
	903439HC450W
	817BSFWMR1
	316858MR450
	AM12CZM7
	740886MRW
	435893MR1
	620285MR450
	MSK65MR3
	817321RATCMR1
	VINTAGE450
	256HICMR2
	707546MR450W
	SMSUSS3
	630933MR3
	508548MR
	214266PCBCMR1
	417STJ4502
	469820BMWMR1
	985SAMR
	636933JMR1
	415723CHMR4
	417STJ450
	970858MR
	501221LEGACY450
	4035745
	4078128
	4078182
	717791MR1
	4070461
	4092373
	4094734
	4094740
	302993MR
	SMSVMS4
	4115341
	4109372
	610997MRWTIP
	479964450W
	4138564
	215949MR
	814643MR450W
	4138661
	631923MR
	4139851
	4140551
	0004140551A
	303341MR
	4149464
	765655MR
	334418450W
	4163982
	561845MR2
	4166114
	904223MR1
	4212701
	4216250
	732246WMR
	4218292
	4216407
	4216861
	903731MR450
	4206288
	4216829
	416212MR450
	514697MR450
	403777MR1
00001105XF5049	MRHM0503
00001234FMM0HT	MRHM0828
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	317887MR2
	317865MR3
	609267MR
	441MR450
	561747MR2
	0002995913TIP
	301295MR5
	UCDACCMR450
	202476MR2
	425111SMRW
	425222SMRW
	2920203
	SINAI8MR450W
	SINAI9MR450W
	978287MR
	2927970
	4216631
	604582MR450
	403670MR1
	403382MR1
	780532MR1
	519685MR2
	613938MR1
	850SHHDMR
	ASLW450W
	516705MR450
	503220MR1
	760452MR1
	STLUKESOPTMR
	CORT450W
	MAIN450W
	918893TCIMR
	515263MR450
	217223BHMR
	863688MR
	858549HDMR1
	614RMHMR3
	208882MR450W
	262656MR1
	608775MR1
	MR229042
	HSSIMR450W
	971310MR1
	856768MR
	574335MR
	801268MR2
	662841MR5
	479452450W
	423844MR1
	704304DVMR
	631726MR450
	918599MR
	801535MR1
	405912MMR
	205750MR5
	MR229044
	MR229043
	518579MR
	847872ZMR1
	509332MR450W
	856247MR2
	781HV450MR
	623524MR1
	614293MR8
	803329DVMR
	804330MR450W
	937208MR2
	843390MR
	770252MR
	305854MR1
	315SOSNORTH
	MR229045
	814333MR450W
	707521MR450W
	217876FMR
	717975MR2
	412942MR2
	843762CCMR
	618288DVMR
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	918744SJMR1
	918744SJMR2
	918744SJMR3
	520ACPMR2
	513732MR
	605322MR
	704984DVMR
	321FCMR1
	808HRAWMR
	707651KVMR
	812265MR
	419893MR
	903927MR450
	516HSSMR
	757261MR
	937WHMR
	252NDMR450W
	580548BWB
	850RA450W1
	720708MR
	207OA450WMR
	509837MR450W
	303338MR1
	303338MR2
	210617HUBMR2
	631968MR
	CTCA450WGEMS
	406375HMR
	731541MROP2
	502624MR2
	912576MR
	803434DVMR
	918286MR
	205783450W
	513870MR1
	818NHMR1
	775SMMR450W
	956365MRW
	513MWMR1
	303837MR1
	908859MR
	8061
	708346MR5
	708346MR6
	901384MR450
	317338MR5
	805898MR
	419PRODEF
	850431450W
	713791VAMR1W
	7688
	419PERRYMR
	713441MR6W
	903877UT450W
	614663MR
	559325CIIMR3
	850862MR1
	309344MR450W
	510784MR450W
	910907WAMR3
	330263450W
	864560DVMR
	706845MR
	843832SMR
	972863WHWMR1
	702616MR450W
	707576MR450W
	319272MR
	315922MR
	765362MR1
	510784MR450WSIL
	757953450WMR
	703689MR
	NNHMR450W
	325670ICMR
	601968MR450W1
	614HMOBMR
	410266MR3
	7951



Class 1 Device Recall SYSTEM, NUCLEAR MAGNETIC RESONANCE IMAGING

http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?id=132519[2/24/2015 4:13:14 PM]

	217528MR2
	205939450W
	704446DVMR
	770848MR
	AM12N6G125
	509946NWOMR
	480882MR1
	815395MR3
	630264MRI
	203325MR450W
	334732HDMR
	AM12JSU97
	AM12DGT241
	210MSSPMR
	AM12N6G221
	AM12NT8107
	262687MR1
	2973407
	614566MR1
	713792AMR13
	919954RMR2
	303444MR
	MRBAY5
	541317MR
	304255VMR2
	704384MR450
	908277MR1
	217876MR2
	4035594
	805CHMR1
	732450WMR
	541276MR450W
	512816SAMR
	4060594
	4060600
	510449MR450W
	816276MRW
	4071836
	4076500
	513624MR2
	4076582
	201447MRW
	4076893
	201634MRW
	7911
	4067904
	4074015
	256HHMR2
	OPTIMA02
	4091810
	0004077143_DUP
	4109125
	4114148
	4115406
	262785MR1
	630352MRI
	414778MR1
	225658LMR
	ALLIANCEOPT03
	4115394
	630208DMR2
	815842MR450W
	504OKMR
	4114355
	4115441
	4115029
	734845VA450MR
	4120841
	434447MR
	4138565
	4138568
	4142091
	908232MR450W
	4147002
	919470GEM1
	970945450W2
	541947MR
	0004163699A
	4190772
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	4192113
	4201872
	0004210111_DUP
	207973MR450W
	4216649
	4216935
	4215443
	4216657
	4218808
	478743450W
	972923BWAXMR
00001236FMM012	910272093
00001204FMM04J	MRHM0350A
00001301FMM049	MRHM0649
00001308FMM03M	MRHM0897
	613632MR1
	403777MR2
	403925MR450B
	613721MR1
	416486MR4
	514262MR1
	306344MR1
	506739MR1
	506648MR3
	506862MR1
00001112FMM084	X178710401
00001250FMM02A	M22006303
00001251FMM019	M2148250
00001301FMM04U	M2737110
00001307FMM0A0	123702MR01
00001308FMM03K	HC3702MR01
00001308FMM019	HU1906MR01
00001309FMM07K	A5383313
00000301495MR8	MRHM0562
000001134MM10P	MR307145MR3
00001308FMM062	MRHM0722
00001309FMM06V	RTD0424
00001308FMM05A	RU2442MR01
00000000HM0819	10537MRS01
00000000HM0960	01110MRS01
00001307FMM07N	05228MRS01
	951788MRC
	315SOS450W
	513CCHGTMR
	217383EDMR
	785239MR450
	704403DVMR
	713798MR2
	309655MR450W
	801IMCMR4
	801IMCMR02
	951788MR
	920451MR450W
	AM127RU36
	312702MR450
	412851MR
	713PRLDMR1
	801373MR5
	206292SR450W
	801262MR3
	828213MRW
	484503MR
	MR229040
	954346MR1
	MR9ALLEN450W
	970945450W
	509482450W
	919684CC450W1
	239VA450MR
	303426MR
	732938MR
	218828MR
	630946MR1
	203863MR450W
	919684DMPMR1
	4114120
	4115104
	4115127
	4119602
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	260665MR
	4163033
	281BAY450MR1
	801588MR01
00001204FMM044	910275009
00000307836MR7	210036MR02
00000000HM0842	MRHM0842
00000304438MR5	MRHM0448
00001233FMM079	MRHM0523
00001301FMM03L	MR307144MR6
	514934MR1
	506862MR2
	506623MR1
	506544MR1
	506857MR2
	416249MR
00001203FMM0VE	DK1001MR02
00001219FMM0H2	FI1052MR02
00001140FMM0FV	M4409435
00001203FMM0V1	X117934012
00001204FMM04M	M4134645
00001220FMM01E	X669977014
00001221FMM06L	C2195285
00001251FMM01H	M40345203
00001301FMM03H	A4199398
00001301FMM03K	M2322250
00001301FMM04P	X1478401
00001309FMM03T	A4201348
00001309FMM040	M1807234
00001308FMM01R	418262MR01
00001309FMM088	HC2555MR01
00001204FMM04L	083027600046413
00001233FMM06N	083027860027512
00000000HM0762	835270039
00001309FMM09V	835270042
00000308902MR6	A5196821
00001204FMM04H	A5360411
00001236FMM01K	A5808532
00001251FMM01D	A5164526
00001307FMM07P	A5366629
00001308FMM01C	A5803926
00001308FMM058	A5312220
00001309FMM0A2	E5141702
00001309FMM063	D174150001
00001203FMM0UM	KA1044MR01
00001309FMM083	080017MR01
00001227FMM00H	UDN0120
00001204FMM05H	NO1146MR02
00000000HM0809	PL1501MR03
00001233FMM06H	PL2902MR01
00001251FMM017	PL1196MR01
00001251FMM024	PL1735MR03
00001308FMM05X	PL3105MR01
00000000HM0747	RU8438MR02
00000000HM0820	RU3637MR01
00000307354MR1	RU1516MR01
00001204FMM05E	RU1089MR05
00001233FMM06U	RU1092MR02
00001308FMM03P	RU1857MR05
00001308FMM04E	RU2551MR01
00001308FMM05J	RU2526MR02
00001309FMM064	RU8541MR01
00001301FMM04C	847270031
00000000HM0852	M007MR01
00001236FMM05W	A020MR04
00000309289MR7	856270063
00001301FMM04B	856270062
00001309FMM067	00084MRS02
	718960MR
	609890MR
	407694MR1
	817498TSMR1
	409729HMR1
	786308MR1
	973586MR
	SINAI601
	516482MR430
	MKMG430S
	NEBHSMR
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	805679ONI
	215DOY430S
	217223BHONIMR
	360786ONIMR
	212288ONI
	513636NICMR
	757671ONI
	518453MR2
	803434ONI
	801243MR2
	970879MR430
	509482MR3
	641428ONI
	ARIA430S
	207OA430MR
	USOTCSMR
	H430SMR
	719766SMR
	760725MR1
	703805ONIMR4
	310665MR
	208557MR2
	402EXTMR
	423624ONI
	615VEMR
	520VAONIMR
	856581MR430
	605328SMR15
	4031311
	303577MR2
	SMRDEMO01
	VAD430
	4138456
	352376ONI1
	4147018
	4194272
	514697ONI
	812537MR2
	302623MR
	623445MR1
	CONCORDMR15
	201632MR
	614225MR3
	814533MR2
	336832MR2
	ALLIANCESIG474
	212305MR5
	212305MR6
	410543MR
	336832WMR1
	314577CGMR
	559585CCICMR2
	512397SDMR
	713792AMR5
	713792AMR6
	713792AMR8
	828255MNMR
	RADNETMR1636
	205783TSMR
	903463TNMR1
	201730MR
	865687MR1
	205295MR1
	414672MR1
	615446NMR
	606573HDE
	606242HDE
	574SBOHDE
	402443MR1
	213683MR
	602485MR1
	417358MR
	213683MRTIP
	920926HDE
	425777PSMR
	RADNETMR578
	RADNETMR1550
	718LERMR
	817922ADIMR1
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	325574MR
	214265TXOMR1
	513424MR
	270692MRHDE
	718LERMR2
	636625SJWMR
	240555MR2
	509946TCOKMR
	HCIMR1506A
	450688MR
	780699MR
	281436MR1
	414489MR1
	850969MR1
	845454MR2
	716204MR1
	610366MR
	337521MR1
	704895HDE
	913469JCHDE
	406538MR
	504TIMR
	301987MR
	415MTTAMMR
	815525MR1
	317851MR1
	360786OMR
	763689HDE
	956971HDE
	931BJMR
	818RHDEMR1
	570398MR1
	RADNETMR1642
	915577SPMR
	541573MR
	660562SFMR
	770667NPMR
	601983MR1
	432520MR1
	907796JMR
	901HDE1
	605886MR
	610820MR
	801UTIMGOGMR
	RADNETMR1549
	281579KRMR2
	502210BEPMR
	251949HDE
	908980MR3
	914848HDE
	609555MR
	317865HDE
	419DEFMR
	813972MRFMC
	619291MR1
	801313MR1
	ALLIANCESIG460
	931438MRHDE
	931738MR
	406237OMMR
	661SCOIMR2
	505727MR
	320693MR
	651968HDE
	651842HDE
	818NCLMR1
	ALLIANCESIG465
	720494MR
	631425HDE
	ALLIANCESIG466
	402484MR
	575736MR1
	985LHMR2
	802334HDE
	225SJMR
	606439HDE
	337580MR1
	970867MR1
	641664MR1
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	713867HDE
	601949MR1
	520RSMR
	952922HDE
	814938MR
	609561MR
	817599WRMR1
	972820AHIMR1
	678376MR
	606878HDE
	407699MR
	954252MR1
	770844NFMR2
	847362NSMR
	330729HDE
	330830MR
	801LONEMR
	661SCOIMR
	301279MR2
	307745MR1
	435637MR
	318443MR
	479754HD1
	320257MR1
	435843MR1
	PREMIERMR2
	570420HDE
	610452MR
	813780MR
	318254MR
	469248MAMR1
	931403MR1
	270793HDE
	405224GHDE
	478272MR
	914WMGMR3
	615TOIMR
	850314HDE
	972334EFMR1
	310301MR
	410266MR1
	636239SJWMR2
	RADNETMR1546
	SAFESCANMR7
	804435MR
	2820339
	256350MR1
	301279MR2TIP
	604941MR1
	604202MR
	514747MRI
	604520MR2
	514341MRI
00000015980YR6	4042838
00000016161GQ2	834270013
	850484OMRI
	1073
	404828MR1
	609848MR
	818397MR
	RADNETMR507
	302427MR
	701780MR
	214947MR1
	309655OSFMR1
	212HDX2
	916423MR
	502746MR
	860242MR
	602391MR3
	814946MR
	814949MR
	212956MR
	919331LX
	201840MR
	314569JMR2
	530894MR
	415929KMR
	501370CHMR
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	501541JMRI
	509924IMR2
	614461MR
	703698MR2
	808547KMR
	916783MR
	212HDX1
	303440MR
	614251MR
	914278MR1
	614293MR3
	806327500
	1669
	636379OFMR
	314569SJMMR
	301698MR
	RADNETMR1525
	559324CMR
	NJDHARDOWNMR
	514934AMR
	305824MR2
00000279421MR2	YM1790
00000283037MR0	YM1796
00000283529MR6	YM1794
00000284210MR2	YM1840
00000285603MR7	YM1805
00000288072MR2	YM1803
00000289655MR3	YM1816
00000290722MR8	YM1808
00000292028MR8	YM1813
00000292078MR3	YM1804
00000292942MR0	YM1814
00000292983MR4	YM1815
00000296049MR0	YM1834
00000296108MR4	YM1833
00000298197MR5	YM1824
00000299274MR1	YM1831
00000299315MR2	YM1832
00000299316MR0	YM1849
00000299665MR0	YM1837
00000299666MR8	YM1829
00000299667MR6	YM1879
00000300771MR3	YM1836
00000834BD4B83	YM1809
00000913BD5A5B	YM1841
00000934BD5E50	YM1850
00000937BD5F01	YM1822
00000939BD5F56	YM1830
00000950BD62B9	YM1870
00000950BD6288	YM1817
00000950BD629F	YM1847
00000950BD6299	YM1825
00000952BD62FC	YM1823
00001002BD6375	YM1821
00001002BD638C	YM1828
00001011BD668D	YM1826
00001012BD66B0	YM1877
00001012BD66ED	YM1835
00000HDMR20195	YM1819
000000HDMR1023	YM1798
000000HDMR2322	YM1795
000000HDMR2541	YM1839
000000HDMR3135	YM1818
000000HDMR3697	YM1807
000000HDMR4384	YM1800
000000HDMR5545	YM1440
000000HDMR5754	YM1812
00000274387MR0	YM1793
00000275120MR4	YM1788
00000HDMR10595	YM1881
00000HDMR10853	YM1851
00000HDMR20030	YM1806
00000HDMR20160	YM1820
000000HDMR2307	YM1789
000000HDMR2727	YM1797
000000HDMR3495	YM1880
000000HDMR5302	YM1827
000000HDMR5660	YM1811
000000HDMR5745	YM1810
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00000000003691	YM1799
00000267860MR5	YM1400
00000268047MR8	YM1394
00000268301MR9	YM1398
00000268477MR7	YM1401
00000268515MR4	YM1402
00000268692MR1	YM1410
00000268837MR2	YM1260
00000269332MR3	YM1399
00000270097MR9	YM1395
00000270467MR4	YM1420
00000270528MR3	YM1261
00000271662MR9	YM1411
00000272536MR4	YM1430
00000272968MR9	YM1404
00000278128MR4	YM1801
00000278841MR2	YM1791
00000279801MR5	YM1802
00000280701MR4	YM1792
	920568MR3T
	503280MR2
	865541MR3T
00000266821MR8	AH5425MR02
00000266270MR8	10146MRS03
	4099845
	201669MR2
00000285939MR5	83027002101567
00000286909MR7	83027821397268
002005-1115-19	GOLD010638
00000282498MR5	83027802000517
000000HDMR5828	00042MRS01
00000270252MR0	10513MRS01
000000HDMR5483	1063THDX
000000HDMR3001	910275006
000000HDMR3072	910272053
00000281888MR8	910273032
000000HDMR5364	110028MR01
00000298101MR7	MR13708YR3
00000280708MR9	2655437
000000HDMR6091	2723694
00000291969MR4	FI1250MR01
00000283745MR8	M4475661
00000292029MR6	A4194823
000000HDMR3319	H4858977
000000HDMR2544	PKOB02MR02
000000HDMR5286	HC0074MR01
000000HDMR4203	083027207848338
00000288437MR7	A5508712
000000HDMR5558	A5632416
00000273816MR9	LB1000MR02
00000292640MR0	030013MR02
00000276270MR6	920279024
00000291850MR6	RS4202MR01
00000950BD628D	G002MR01
000000HDMR2831	899010MR02
000000HDMR3963	SA1001MR03
	513556MR
	518387GRC3T
00000280672MR7	00440MRS02
000000HDMR5233	110037MR02
00000278843MR8	2644266
000000HDMR2696	A5820844
00000918BD5B37	SI4024MR02
	269342MR3TCH2
	4087651
	4098644
	517374MR3T
	4115469
	4142707
	4165045
	4166055
	4174308
	4183664
	4197235
	0004203847A
	4204235
	4207792
	AM12DCX340
	AM12DCZ1486
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	AM12DRX51
	415353UMR9
	850656TD3T
	408GS3TMR
	5853413T
	RADNETMR594
	0004099845A
00000281019MR0	DK1030MR02
00000287917MR9	I4192908
00000285351MR3	583959MR01
000000HDMR4364	HC1819MR01
00000288210MR8	DVT0127
00000287254MR7	83027022101691
00000300459MR5	83027024220111
00001012BD66E0	83027000143110
00000290310MR2	030022MR01
00001009BD6557	BA4080MR01
00001011BD661A	83027605826311
00000298690MR9	00149MRS01
00000918BD5B34	77624MRS04
00000299495MR2	MRWB0540
00000939BD5F66	HC5284MR02
00001009BD6579	2887688HDXT30T
00000296622MR4	PL1803MR01
00001105XF502B	C4200438
00001106XF507E	RTD0156
00000301296MR0	70043MRS05
00001308FMM037	70001MRS11
00001309FMM052	083027860052014
00001134FMM10P	910274040
00001117FMMOCN	PNUE08MR01
00001204FMM054	083027062157412
00000000UA0358	EM0259
00000302811MR5	EM0203
00000305986MR2	EM0224
00000308840MR8	EM0261
00000309816MR7	EM0262
00001112FMM081	EM0202
00001117FMM0CE	EM0204
00001134FMM10L	EM0201
00001140FMM0FL	EM0218
00001140FMM0FU	EM0205
00001147FMM0EE	EM0222
00001147FMM0E8	EM0217
00001203FMMOUW	EM0212
00001203FMM0VX	EM0219
00001203FMM0V2	EM0230
00001220FMM01H	EM0209
00001220FMM01J	EM0207
00001221FMM0BB	EM0210
00001221FMM06R	EM0220
00001227FMM00C	EM0225
00001227FMM00J	EM0208
00001227FMM00V	EM0211
00001233FMM072	EM0206
00001233FMM076	EM0250
00001234FMM0KA	EM0221
00001234FMM0KH	EM0223
00001236FMM00M	EM0215
00001236FMM00X	EM0216
00001236FMM01G	EM0213
00001236FMM01H	EM0241
00001236FMM01R	EM0214
00001236FMM016	EM0238
00001236FMM020	EM0240
00001236FMM04P	EM0271
00001236FMM04W	EM0237
00001236FMM05E	EM0239
00001236FMM05U	EM0246
00001250FMM01W	EM0227
00001250FMM02G	EM0226
00001250FMM02U	EM0228
00001250FMM02Y	EM0236
00001301FMM04H	EM0235
00001301FMM04V	EM0233
00001308FMM00E	EM0253
00001308FMM01P	EM0255
00001308FMM01U	EM0265
00001308FMM01Y	EM0249
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00001308FMM012	EM0254
00001308FMM020	EM0256
00001308FMM022	EM0244
00001308FMM027	EM0242
00001308FMM03L	EM0248
00001308FMM04T	EM0229
00001308FMM05B	EM0234
00001308FMM05M	EM0272
00001308FMM055	EM0231
00001308FMM063	EM0232
00001309FMM05Y	EM0247
00001309FMM06A	EM0245
00001309FMM08H	EM0258
00001309FMM08Y	EM0243
00001309FMM09Y	EM0257
00001309FMM095	EM0275
000000HDMR4067	EM0260
00001139FMM0D7	BY4160MR01
00000000UA0226	83096535911
00001203FMM0VA	83104203907
00001236FMM05C	83096536248
00001250FMM037	83092403928
00001308FMM01D	83105089955
00001309FMM057	83096322711
00001309FMM09A	83104653897
00001309FMM099	83108956002
00001308FMM02N	BH1017MR01
00001219FMM0GM	140024MR01
00001204FMM048	M2322246
00001204FMM05C	N4192951
00001204FMM05F	M45052106
00001307FMM0A1	M54606125
00001309FMM0A6	M4018549
00001406NMM0CN	M365865301
00000305145MR5	UC2547MR01
00001204FMM05J	PC9953MR01
00001308FMM00L	HC3068MR01
00001309FMM04U	PC3003MR01
00001140FMM0FF	HU1098MR02
00000000UA0025	083027848548411
00001118FMM0WJ	083027000049312
00000000UA0205	IE1010MR01
00001203FMM0VY	B5129925
00001236FMM05A	KW1005MR04
00001309FMM096	KW1019MR03
00000301969MR2	LB1331MR01
00001250FMM028	LB1160MR02
00001301FMM04M	LB1006MR02
00001140FMM0G4	920279031
00001308FMM052	85092252519
00001309FMM0AE	PL3277MR01
00001308FMM05C	QA1042MR01
00001204FMM04A	RO1098MR02
00001307FMM08M	RU8792MR01
00001308FMM064	SA1223MR01
00001309FMM05E	SA1255MR03
00001142FMM092	120810MR02
00001309FMM06W	725100MR02
00001204FMM04B	34348MRS01
00001227FMM00N	26001MRS01
00000000UA0097	AE1016MR01
00001250FMM038	00010MRS02
00001309FMM04T	10692MRS01
00001309FMM07M	77266MRS03
00000000UA0016	X59007321
00001134FMM10K	M4166994
00001135FMM019	SA1033MR01
00000000UA0023	847270026
00001134FMM10D	A010MR08
00000000UA0049	850020MR02
00001250FMM039	387040MR10
00001111FMM0B7	70431MRS04
00001236FMM05D	HC0220MR03
00000280097MR7	IE1111MR01
00000271777MR5	5606MRS3T
00000297898MR9	2875893
00000295060MR8	MR13905YR5
00000952BD62F0	EG1793MR01
00000294713MR3	EE4019MR02
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00000290985MR1	M4484966
00000295131MR7	GOLD0DEM01
00000903BD55F9	M4215566
00000288156MR3	PC7479MR08
00000914BD5A86	615010MR01
000001106XF039	RMUE01MR03
00001044XF5033	083027000042711
00001026XF5151	IL1020MR04
00000294545MR9	A51152177
00000299454MR9	B51142110
00000905BD567C	A5279314
00000934BD5E44	J5274809
00000952BD62F9	F5119155
00001044XF5035	KW1102MR01
00000292216MR9	RTD0125
00000848BD5326	K002MR02
00000952BD62E8	G001MR01
00001011BD6689	E001MR02
00001106XF505A	AC001MR01
00001308FMM00A	A010MR07
00001009D6547B	786090MR06
00001026XF515C	690120MR01
00000290456MR3	70383MRS05
00000291274MR9	10307MRS03
00000298501MR8	00269MRS04
00000931BD5D89	70328MRS05
00001011BD6639	70065MRS03
00001308FMM053	10049MRS04
	AM12F2I222
	910609CF3T
	336713WFUMR
	321MR3T3
	901726OPMR
	727785MR
	414649MR5
	858657MR1
	9085223T
	407999MR3T
	8109873T
	615386MR2
	321MR3T2
	HSS3T5
	731425MR2
	6053883T
	248465MR3T
	248849MR3T
	916UCDMR3T
	2059393T
	919684MR6
	402219MR3T
	205345MR3T
	415UCMB3T
	210921SWGMR
	662MSU3T
	407303MR3T
00000266160MR1	2550000
00000264643MR8	M4135138
00000291345MR7	A5108257
00000291429MR9	910274032
00000914BD5A87	910272064
00001007BD6466	910272071
00000288409MR6	920279028
00001011BD663A	910272072
00001002BD639D	M40180117
00001009BD6552	M5484960
00001105XF5031	B4498422
00001106XF5064	M4155416
00001106XF5114	M4152248
00001308FMM014	A4171551
00001101XF503B	00040MRS01
	414257MR6
	520694MR3
00001009BD65F2	83027009445910
	214341PDGPMR1
	805569MR
	715839MR3T
	5857853T
	630CDH3T
	2063203TMR
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	650FALK3TMR
	515643MR3T
	706UGA3T
	425297RMR
	COR373216
	3173383T1
	901226MR1
	717975MR3
	708383WS3T
	210617TCAMR2
	731935MR3
	214433TN3TMR
	904996MR3T
	212288GE3T
	323268MR2
	COR373219
	720848MR2
	7654493T
	412692MR1
	301496MR3T6MR
	609497MR3T
	901572L3T
	850475IC3T
	801373MR3
	217544MR1
	2489643T
	248551MR3T
	970244MR3T
	813251MR3T
	813972MR3T
	MR129033
	BEV3TMR
	909580MRI
	212639GE3T
	8047643T
	309655MRI3T
	602406R3T
	847SAMC3T
	269341MR3T
	309672MR3T
	907562P3T
	8043303T
	435688MR3
	304526CMR2
	9786823T
	760323MR3T
	713524BIMR1
	713792AMR12
	214345SWD3TMR1
	510939JMMR3T
	301496MR3T5MR
	5857853TTIP
	5204493T
	229386MR1CH1
	TIPLIFECYCLEMR
	RADNETMR617
	604739MR
	916KM3TMR
	480354MR1
	631427MR3T
	850916A3T
	719595MR
	908725MR
	504447MR3
	817882H3TMR
	480324MR1
	801IMCMR3
	404772NMR3T
	509434VA3T
	509474SH3T
	4047783TMR
	6622343TMR
	408885MR3T
	6053283TMR
	808591MR
	828213MR
	601268MR3T
	202865MR3T
	407OSCMR3T
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	6053383TMR
	806NWTH3TMR
	70389MR3T
	205939MR4
	703573MR6
	732632MR3
	ACB41121MR
	623433MR1
	732223MR
	608265MR3T
	805GI3T
	516562MR3T
	773665MR3T
	540776MR3
	CONCORD3T
	ALLIANCESIG452
	615284MR3T
	2187493T
00000286065MR8	2706164
	3017233TMR
	515282MR1
	RADNETMR1589
	RADNETMR1597
	RADNETMR1595
	RADNETMR590
	RADNETMR592
	MR98508
	865545MR3T
	615TANMR
	609652MR3T
	517353VH3
	615777MR3T
	415600D3T
	617754MR4
	617754MR5
	661CBCCMR
	LONGWOOD30MR2
	419383MR3T
	3096653TMR
	313593MR3T
	610433MR
	619543MR2
	703573MR5
	865481MR3T
	928213MR3T
	305674MR1
	6109883TMR
	ALLIANCESIG468
	HCIMR1803
	865218MR3T
	313294MR
	203863MR3T
	402552NMC2
	831423MR
	573815BMR1
	504MCLMR
	612626MR3T
	407SMWPMR1
	812485MR3
	269DVMR
	916LST3TMR
	480768MR2
	602830MR3
	386FMR3T
	412647PUHMR1
	703805MR3
	RADNETMR1593
	303699MR2
	703858MR3T
	816698CP3T
	412623MR1
	480425MR6
	205592750
	540MIF3T750
	415OI3TMR
	510537MR750
	ASLW750
	425688MR
	904202MR9
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	808485MR2
00000302922MR0	MR302922MR0
00000303872MR6	MR303872MR6
	804675VA3T
	MR129034
	650723NCMR1
	650723NCMR2
	202576MR3T
	517353DVMR
	7579533T
	281276MR750
	MSK68MR4
	610740MR3
	217528MR1
	DUPONT3T
	2486613TMR
	608HERIMR
	805687MR1
	MR129037
	910907WAMR1
	SINAI750MR
	INSIGHTMR3228
	541CMRIMR
	650PH3T
	415493VMR2
	405752I3T
	616391DVMR
	816932DVMR
	MR129035
	704384DVMR
	415L3TMR2
	415L3TMR1
	MSK65MR2
	MSK65MR1
	434UVAMR
	209225VC750
	206CH750MR
	HSSGMR750
	919684MR5
	715838MR3T
	217788MR3
	608WAISMR
	918491MR1
	301295MR4
	903525MR750
	801377MR3
	540665MR3T
	309683MNMR750
	713441MR8
	713441MR9
	281274MR1
	281477MR2
	202476MR3
	207945MR750
	858822HDMR1
	703391MR2
	570271MR6
	615MTMR1
	6162673T750
	6036503T
	713792CMR1
	954772MR1
	425750PMR
	617726MR1A2
	650723PSYMR
	810235DVMR
	414805MR2
	713566SMITH2
	832522MR1
	847618MR1
	7168453T
	720321MR
	920288MR750
	305243MR1
	616494DVMR
	9155693TMR
	202476MR4
	707DG3T
	414805MR4
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	509473DMR3T
	BMDACCMR1
	312996MR3T
	607CORNELL3T
	858822HDMR2
	703573MR2DV
	415723SCHMR2
	301295MR3T2
	585785MR750
	UM750MR
	919684BIAC6
	312355DVMR
	602839MR1
	305284MR1
	415723CHMR3
	415MB3T
	7347633TMRFIX
	650780MR750
	212543MR750
	858657HDMR3
	918491MR2
	AM12O59187
	650723SSMR1
	HSSMR750
	415723SHMR10
	415723CHMR2
	650723SSMR2
	608263MR6
	608WIMRMR2
	HCIMR1805
	330562MR750
	330562MR450W
	585275MR750W
	415723SHMR12
	415UCBHMR1
	415UCBHMR2
	661KRMR750
	MR229049
00001301FMM048	MRUA0184
	416486MR3T
	905527MR1
	416595MR1
	604875MR750
	514345BMR1
	403944MR1
	514848MR1
	902473MR2
	403229MR1
00001026XF5174	MRWB0632
00001105XF5047	PL2853MR01
00001101XF5022	RU1086MR03
	386FHPCMR3T
	407SMSLMR1
	408356MR1
	441239MR750W
	337943MR1
	0004109124A
	0004115344A
	0004115430A
	0004115325A
	0004116267A
	4138771
00001221FMM06K	083027840038612
	318443MR2
	303604MR2
	71872MR750W
	928348MR
	616774MR750W
	608775MR3T
	405271OUCMR
	61456MR5
	3014643TMR
	281274MR2
	415CB3TW
	703698MR4
	RADNETMR597
	RADNETMR1651
	RADNETMR598
	2988298
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	RADNETMR1629
	RADNETMR599
	RADNETMR1635
	RADNETMR1648
	RADNETMR1631
	21277MR1
	206292SR750W
	815395MR2
	614GMC3T
	808545MR
	808873MR750W
	330344MR750W
	9075653T
	EAST750W
	415723SHMRW
	314577CGMR3T
	305461MR1
	619543HDMR4
	VAWESTROX750W
	847872ZMR2
	559734VIMR1
	856247MR3
	808YMMR
	225763MR2
	6033343TW
	757827MR2
	217876DMH3T
	757983MR
	MR229046
	671NAVYMR
	949760MR3
	BOSTONMEDMR1
	671FHPMR750W
	270798MR2
	MR229047
	561844MR1
	214645UT3TMR1
	RADNETMR1652
	858622HDMR1
	210617HUBMR
	510449MR750W
	614293MR9
	201445750W
	720854MR
	713798MR1
	COR526967
	337289MR1
	PRESBYMR1
	708346MR4
	608263MR5W
	BRIGHAM750WMR1
	RADNETMR1662
	513636MR4
	856247MR1
	864529MR
	301570MR
	912819MR
	207MMC3TMR
	914750W
	954355MR750W
	913322MISHMRW
	937641MR2
	309655MR750W
	503251PMR3
	317865MR4
	317887MR3
	6142343T
	RADNETMR621
	RADNETMR613
	608CHILDMR1
	763795MR1
	MSK68MR6
	MSK68MR7
	410328MR3T
	865984MR750
	702731MR750W
	702382MR750W
	2148203TMR
	843750WGEM
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	920738MR750
	843815750W
	AM12J7N14
	937208MR1
	703478MR2DV
	AM12AT527
	248533750W
	516NS7113T
	MR229050
	716740MR1
	2988337
	2992816
	708346MR3
	LXBAY6NET
	RADNETMR1632
	202966MR3TW
	616267IMRI
	435251MR1
	715847MR3T
	4035674
	0004035674A
	MR229048
	RADNETMR1639
	415UCBHMR3
	4075628
	303837MR2
	414647MR1
	4077163
	4105268
	4109124
	4115344
	4115392
	4115446
	4115430
	4115200
	4115244
	602863MR
	4115325
	4116267
	4114228
	4115108
	4119262
	4121587
	4137823
	4138580
	386FNSBMR3T
	415CBMRP
	703573MR1DV
	718226MR3T
	904483MR3T
	4181621
	713792AMR14
	817433HSWMR2
	608262PETMR1
	412914MR
	4190133
	4190128
	4191835
	4168818
	4212678
	4216470
	4217115
	4205067
	4209019
	4216410
	4216425
00001203FMM0VW	910273043
00001233FMM06W	130083MR05
00001308FMM02R	220078MR01
	613737MR1
	416249MR2
	506648MR4
00000303954MR2	M9481853
00001236FMM05Y	083027200034313
00001250FMM01T	083027000013713
00001309FMM05G	A5360437
00001309FMM07R	B5174327
00000308183MR3	MR308183MR3
00000304860MR0	RTD0191
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00001147FMM0E6	UDN0121
00001250FMM02P	600042MR02
00001308FMM05H	PL3116MR01
00000000UA0227	RU8438MR01
00000000UA0229	RU8438MR03
00001234FMM0KG	RU5599MR01
00001308FMM03B	RU8615MR01
00001307FMM07X	6073MR0003
00001251FMM01P	M001MR02
00001309FMM05J	N002MR03
00001309FMM076	C001MR01
00000000UA0265	00230MRS01
	336832MR750
	856581MR3T
	518387GRC3TW
	ALLIANCESIG999
00001301FMM03E	MRUA0122
00000000UA0170	850270427
00000306791MR5	850270430
00001204FMM04V	850270386
00001221FMM06X	850270409
00001227FMM00X	850270411
00001233FMM06M	850270414
00001250FMM03E	850270426
00001308FMM02H	850270436
00001309FMM04W	850270446
00001309FMM055	850270455
00000298331MR0	850270341
00000299419MR2	850270347
00000300733MR3	850270367
00001018XF5029	850270423
00001026XF515A	850270377
00001101XF5039	850270370
00001106XF503D	850270351
00000271322MR0	850270094
00000260692MR9	850270170
00000280669MR3	920279025
	CBICMR1
00000265972MR0	2558948
	2145903TXMRE5
	3137453TMR
	7067213TMR
	406751K3T
	M48823
	MR129030
	301496MR3T4
	519685MR3T
	905522MR3T
00000304910MR3	AMS0424
00001245FMM044	10197MRS03
00000274693MR1	3882630908MRMET
	352333MR3T
	716859MR3T
	352376MR3T2
	MR129031
	2154563TMR
00000264748MR5	910277003
00000265589MR2	DK1083MR04
00000272433MR4	83027002101706
	865373MR1
	7576713T
	4192913TMR
	205750MR2
	9287573TMR
	559325CIIMR1
	256734MR3T
	201487MR
	6053223TMR
	775RDC3T
	405634S3T
	602406IMR
	813972VAMR
	480614MR1
	602689MR1
	601288MR3T
	ALLIANCESIG463
	650306SMR3T
	772VRAMR3T
	360397MR2
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	662841MR4
	336852SEMR
	228KAFBMR3T
	806212MR3T
	337261MR1
	916DR3TMR
	203797MR3T
	615342MR3T
	504873TMR3
	859275MR3T
	RADNETMR608
	480584MR1
	TRAINING789
00000268123MR7	910272046
00000275668MR2	IR1503MR01
00000279077MR2	KW1004MR03
00000279460MR0	787740MR3T
	RADNETMR554
	805CHLIMR1
	513558MR3T
	213977MR2
	ACB41109MR
	323442MR2
	323442MR1
	7326133T
	972378NSC3TMR1
	713441MR7
	713441MR5
	719542MR
	919684MR3
	303340MR
	7705353TMR
	417269MRS1
	503215MR1
	9525413TMR
	503216MR3
	269342MR3T
	323442MR3
	416369MR3T
00000265957MR1	70043MRS04
	713704HMR4
	510MIA3T
	225763MR
	NYP347652
	614722MR3
	2709263HD
	423844MR2
	513451MR2
	RADNETMR1521
	703478MR5
	801588MR2
	509758TMR
	212305MR83T
	480425MR5
	602406MR6
	928317MR1
00000270567MR1	IL1041MR06
00000266782MR2	DK1047MR04
000000HDMR5405	910273033
00001007BD647E	850270333
00000273363MR2	850270197
00000273674MR2	850270202
00000278845MR3	850270218
00000280628MR9	850270220
00001117FMM0CT	IL1059MR01
00000140839MR2	2882660
	415723SHMR9
	414955MR1
	613562MR1
00000004981M27	MRR9450
00000273783HM1	2943672BRIVO
00000286892HM5	MRR8333
00000002620M23	MRR8587
00000332881HM2	MRR9196
00000332884HM6	MRR9174
00000340717HM8	MRR9358
00000340794HM7	MRR9372
00000346339HM5	MRR9496
00000003978M24	MRR9031
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00000002387M29	MRR8316
00000003032M20	MRR8724
00000003036M21	MRR8727
00000005051M28	MRR9448
00000002326M27	MRR8312
00000003420M27	MRR8813
00000293086HM5	MRR8394
00000307364HM0	MRR8647
00000002208M27	MRR8258
00000002265M27	MRR8286
00000002857M21	MRR8550
00000003199M27	MRR8685
00000003308M24	MRR8755
00000005112M28	MR1128SX8
00000002330M29	MRR8310
00000001652M27	MR332876HM2
00000281425HM9	PC5018
00000286649HM9	PC5021
00000000919M21	PC5001
00000001002M25	PC5010
00000001033M20	PC5003
00000001094M22	PC5002
00000001210M24	PC5050
00000001239M23	PC5006
00000001298M29	PC5004
00000001299M27	PC5100
00000001385M24	PC5012
00000001544M26	PC5007
00000001559M24	PC5015
00000001573M25	PC5009
00000001590M29	PC5008
00000001871M23	PC5016
00000001953M29	PC5025
00000001976M20	PC5011
00000001996M28	PC5022
00000002193M21	PC5030
00000002239M22	PC5013
00000002469M25	PC5077
00000002481M20	PC5023
00000002499M22	PC5017
00000002559M23	PC5014
00000002560M21	PC5019
00000002597M23	PC5027
00000002747M24	PC5024
00000002830M28	PC5031
00000002854M28	PC5026
00000002855M25	PC5033
00000002921M25	PC5032
00000003034M26	PC5035
00000003039M25	PC5034
00000003072M26	PC5037
00000003079M21	PC5055
00000003133M26	PC5028
00000003202M29	PC5040
00000003206M20	PC5036
00000003331M26	PC5029
00000003408M22	PC5045
00000003460M23	PC5038
00000003520M24	PC5039
00000003606M21	PC5051
00000003617M28	PC5043
00000003623M26	PC5042
00000003647M25	PC5048
00000003666M25	PC5046
00000003671M25	PC5041
00000003690M25	PC5060
00000003834M29	PC5054
00000003844M28	PC5049
00000003871M21	PC5052
00000003872M29	PC5047
00000003952M29	PC5020
00000003955M22	PC5056
00000003996M26	PC5057
00000004173M21	PC5053
00000004182M22	PC5061
00000004211M29	PC5059
00000004306M27	PC5063
00000004358M28	PC5058
00000004558M23	PC5062
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00000004588M20	PC5064
00000004610M22	PC5070
00000004701M29	PC5090
00000004735M27	PC5080
00000004738M21	PC5067
00000004788M26	PC5065
00000004841M23	PC5150
00000004846M22	PC5044
00000004876M29	PC5066
00000004977M25	PC5075
00000005121M29	PC5068
00000005302M25	PC5069
00000005308M22	PC5071
00000005457M27	PC5076
00000005458M25	PC5140
00000005466M28	PC5072
00000005512M29	PC5073
00000005642M24	PC5078
00000005643M22	PC5151
00000005681M22	PC5079
00000005692M29	PC5081
00000004927M20	MRR9475
00000005838M28	MRR9800
00000005309M20	MR1461SX3
00000006083M20	MRR9879
00000005144M21	MRR9539
00000005310M28	MRR9587
00000005093M20	MR1235SX1
00000174285MR7	83027590010056
	336765WFBIMRI
00000291189YM9	34874SIGNA
00000439308YM8	376270003
00000346712YM3	5277CONTOUR
0000098-0608-1	JC8122
002002-0919-02	JC0203
00000325385YM3	JC8097
00000325392YM9	JC8102
00000393751YM3	JC8113
00000393758YM8	JC7089
00000393789YM3	JC8111
00000393790YM1	JC8114
00000393792YM7	JC8119
00000521006YM7	JC8129
00000521023YM2	JC9137
00000521024YM0	JC9139
00000521025YM7	JC9134
00000521027YM3	JC9135
00000521045YM5	JC9152
00000521065YM3	JC9158
00000521067YM9	JC9156
00000521089YM3	JC9159
00000521091YM9	JC0184
00000521095YM0	JC0175
00000521097YM6	JC0204
00000659435YM2	JC0163
00000678380YM7	JC0165
00000678386YM4	JC0188
00000678390YM6	JC0189
00000678409YM4	JC0177
00000678414YM4	JC0193
00000678418YM5	JC0194
00000678474YM8	JC0202
00000678417YM7	JC0179
00000678453YM2	JC0232
000095-0427-10	DC5186
00000521069YM5	JC9162
00000678412YM8	CC0058
00000295121YM8	JC6018
00000295130YM9	JC5005
00000295156YM4	JC5013
00000295185YM3	JC6040
00000295202YM6	JC6043
00000295206YM7	JC6041
00000325300YM2	JC6025
00000325322YM6	JC9991
00000325351YM5	JC7084
00000325390YM3	JC8104
00000393757YM0	JC7075
00000393769YM5	JC7079
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00000521022YM4	JC9133
00000678406YM0	JC0171
00000325382YM0	JC8099
0000093-0301-2	DC3092
0000094-1006-2	DC4173
00000325340YM8	CC0030
00000325388YM7	DC4147
00000393776YM0	CC0021
00000521083YM6	CC2121
00000678389YM8	CC1092
00000393762YM0	JC6019
00000502652YM1	JC8120
00000521026YM5	JC9140
00001007BD6494	Z001MR03
00000309092MR5	MRUA0272
00001308FMM048	853270141
00000845BD51B5	FI1128MR01
00001106XF5052	853270113
00001026XF5196	2948529MR
00001250FMM02V	MR102094WH0
00000926BD5D00	2806034DVR750
00000305118MR2	MR16061YR4
0000000UA0199A	82427040146
00000301753MR0	82427040121
00000306731MR1	82427310057
00000306732MR9	82427040133
00000306734MR5	82427140094
00000307111MR5	82427040142
00000307131MR3	82427310062
00000308161MR9	82427090202
00000308162MR7	82427040137
00000308210MR4	82427160114
00001009BD65AC	82427230048
00001009BD65A1	82427210068
00001012BD6696	82427230051
00001026XF518E	82427180022
00001048XF500F	82427210091
00001105XF5030	82427040143
00001106XF5105	82427260003
00001106XF512A	82427120097
00001106XF5125	82427120092
00001018XF5019	82427040119
00001044XF5030	82427140074
00001101XF5016	82427040123
00001101XF5019	82427020036
00001101XF5027	82427100147
00001101XF5033	82427130057
00001101XF5035	82427070075
00001105XF502F	82427160088
00001106XF50B0	82427030076
00001106XF50B4	82427050028
00001106XF50B6	82427270037
00001106XF50C3	82427140076
00001106XF50C5	82427020042
00001106XF50DD	82427210081
00001106XF50DF	82427040132
00001106XF50D0	82427140087
00001106XF50D7	82427010056
00001106XF502D	82427090148
00001106XF504D	82427090169
00001106XF5042	82427150038
00001106XF5043	82427040127
00001106XF5055	82427040116
00001106XF506B	82427230055
00001106XF507A	82427100149
00001106XF507B	82427060042
00001106XF5073	82427040120
00001106XF508A	82427150047
00001106XF508B	82427040128
00001106XF508E	82427070079
00001106XF5089	82427050029
00001106XF5090	82427020039
00001106XF5104	82427100184
00001201FMM089	82427040153
00001236FMM01N	82427210109
00001245FMM03L	82427010072
00001245FMM03W	82427130071
00001245FMM04H	82427210121
00001245FMM04P	82427210111
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00001245FMM04R	82427100202
00001246FMM03C	82427120107
00001251FMM01L	82427120116
00001251FMM013	82427040135
00001301FMM04N	82427120110
00001302FMM04A	82427040114
00001302FMM04C	82427140098
00001302FMM04F	82427040148
00001302FMM04J	82427050033
00001302FMM04M	82427040141
00001302FMM04U	82427160101
00001302FMM04W	82427210116
00001302FMM04Y	82427130072
00001302FMM044	82427150058
00001302FMM050	82427310059
00001302FMM052	82427180027
00001302FMM053	82427010073
00001302FMM056	82427100215
00001302FMM057	82427120101
00001307FMM04C	82427200058
00001307FMM07V	82427020056
00001307FMM07W	82427040154
00001307FMM08G	82427160118
00001307FMM084	82427040163
00001308FMM04N	82427120124
00001308FMM047	82427060052
00001308FMM059	82427100219
00001318FMM006	82427040161
00001318FMM009	82427030092
00001406NMM02Y	82427120129
00001406NMM03H	82427030094
00000005271M22	82427210118
00000300792MR9	853270117
00000931BD5D88	853270103
00000944BD6163	853270104
00001009BD65E7	853270109
00001101XF5037	853270111
00001106XF5035	853270118
00001106XF5078	853270119
00001106XF50C6	853270125
00001236FMM04T	T002MR01
00001251FMM00J	M004MR01
00001251FMM014	O009MR03
00000306902MR8	83027200005613
00001142FMM090	10639MRS01
00001142FMM094	10678MRS01
00001309FMM09M	AC001MR02
00001308FMM04R	120810MR03
00000004968M24	83027600026013
00000005126M28	83027204133914
00000005131M28	83027840425814
00000005206M28	83027805512314
00000001661GQ8	PC2289MR01
00000013856GQ0	GF1002MR01
	715241CHILLER
00000010868GQ8	44EXCITE2550834
000000000R1631	YM0779
002002-1021-44	YM3035
002003-0811-15	YM3073
002003-1006-15	YM3091
002004-0206-04	YM4103
002004-0930-17	YM4154
00000074125MR6	YM0121
00000115083MR8	YM0243
00000119783MR9	YM0265
00000128548MR5	YM0292
00000128866MR1	YM0294
00000129569MR0	YM0295
00000136252MR4	YM0321
00000137298MR6	YM0336
00000154977MR3	YM3068
00000156474MR9	YM0386
00000159111MR4	YM0415
00000168529MR6	YM0445
00000189267MR8	YM0736
00000196395MR8	YM0611
00000199336MR9	YM0620
00000204796MR7	YM0726
00000207506MR7	YM0060
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00000211338MR9	YM0780
00000226689MR8	YM0113
00000229733MR1	YM0854
00000232446MR5	YM2011
00000236138MR4	YM2019
00000252656MR4	YM0326
00000253154MR9	YM0459
00000000419M22	YM4211
00000000639M25	YM4195
00000001464M27	YM4203
00000002226M29	YM3039
00000004396GQ8	YM2017
00000004637GQ5	YM2029
00000005321GQ5	YM0919
00000005344GQ7	YM2024
00000005554M21	YM4194
00000005664GQ8	YM2006
00000005734GQ9	YM2022
00000006922GQ9	YM3033
00000007349GQ4	YM3053
00000007352GQ8	YM3049
00000007479GQ9	YM3043
00000007623GQ2	YM3058
00000008177GQ8	YM3061
00000008479GQ8	YM3059
00000008486GQ3	YM4108
00000008609GQ0	YM3066
00000008800GQ5	YM3064
00000008813GQ8	YM3065
00000009034GQ0	YM3093
00000009178GQ5	YM3062
00000009215GQ5	YM3071
00000009357GQ5	YM3100
00000009517GQ4	YM3072
00000009541GQ4	YM3095
00000009741GQ0	YM3094
00000009828GQ5	YM3092
00000009830GQ1	YM3077
00000009837GQ6	YM3074
00000009839GQ2	YM3083
00000009845GQ9	YM3087
00000009979GQ6	YM3079
00000010072GQ7	YM0132
00000010090GQ9	YM4120
00000010097GQ4	YM0087
00000010098GQ2	YM3098
00000010100GQ6	YM3090
00000010170GQ9	YM4123
00000010226GQ9	FC3012
00000010244GQ2	YM3089
00000010250GQ9	YM4114
00000010281GQ4	YM4104
00000010295GQ4	YM4111
00000010297GQ0	YM4116
00000010368GQ9	YM4115
00000010395GQ2	YM4107
00000010417GQ4	YM4109
00000010458GQ8	YM4118
00000010505GQ6	YM4113
00000010513GQ0	YM4157
00000010556GQ9	YM4148
00000010592GQ4	YM4156
00000010603GQ9	YM4160
00000010604GQ7	YM4145
00000010612GQ0	YM4170
00000010679GQ9	YM4149
00000010709GQ4	YM4164
00000010731GQ8	YM4177
00000010768GQ0	YM4169
00000010797GQ9	YM4161
00000010798GQ7	YM4162
00000010802GQ7	YM4158
00000010946GQ2	YM4200
00000010951GQ2	YM4181
00000010981GQ9	YM4163
00000011012GQ2	YM4165
00000011032GQ0	YM4166
00000011082GQ5	YM4168
00000011158GQ3	YM4174
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00000011191GQ4	YM4244
00000011223GQ5	YM4182
00000011321GQ7	YM4222
00000011569GQ1	YM4210
00000011592GQ3	YM4176
00000011626GQ9	YM4179
00000012426GQ3	YM4183
00000013097GQ1	YM4199
00000015179GQ5	YM4189
00000015369GQ2	YM3097
00000015446GQ8	YM4187
00000015519GQ2	YM4198
00000015618GQ2	YM4184
00000015625GQ7	YM4186
00000015633GQ1	YM0208
00000016240GQ4	YM4191
00000261060MR8	YM4178
00000265781MR5	YM0359
00000265783MR1	YM0669
00000286980MR8	YM0190
00000287359MR4	YM0045
00000292024MR7	YM4201
00000292215MR1	YM4242
00000296261MR1	YM4196
00000296819MR6	YM4202
00000298103MR3	YM4197
00000010588GQ2	LB1049MR02
00000273267MR5	YM1408
00000267200MR4	YM1396
00000267203MR8	YM1397
00000268417MR3	YM1414
00000269575MR7	YM1403
00000270026MR8	YM1405
00000272070MR4	YM1407
00000272969MR7	YM1406
00000260628MR3	2560124
00000263264MR4	2571790EXCITE
00000280570MR3	910273001
00000268501MR4	IL1194MR01
00000303379MR2	HBLUCOMR01
00000276682MR2	5606SIGNA
00000284569MR1	00473MRS01
000000000R2402	YM2023
02003-0128-30	YM2008
002002-1030-13	YM2012
002003-0124-04	YM2013
002003-0128-26	YM2021
002003-0205-09	YM2015
002003-0619-03	YM3036
002003-1210-05	YM3050
002004-0128-09	YM2030
002004-0520-19	YM3038
000000HDMR4144	YM2028
00000267288MR9	YM2001
000000000R7508	GEHANGWEI
00000298382MR3	MRR6664
000000000R4968	4224INFINITY
00000011499GQ1	H4079MR03
00000000980M23	2745752
00000001141M21	1337081
00000001730M21	MRR2840
00000001052M20	MRR7674
00000299562MR9	MRR8093
00000299571MR0	83027602171311
00000001608M29	MR280580MR2
00000006147M23	1347499
00000169512MR1	2686099
00000173763MR4	2685572
00000010380GQ4	2663051
00000013788GQ5	2631456
00000013854GQ5	2631482
00000013860GQ2	2631480
00000014934GQ4	2626380
00000014325GQ5	2658698
00000014369GQ3	2613126
00000014937GQ7	2682089
00000014460GQ0	1218275-1
00000015064GQ9	2682131
002004-0617-18	2535122
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00000164788MR2	2599138
00000010256GQ6	2570219
00000011144GQ3	2541440
00000014456GQ8	2642447
00000011806GQ7	1153251
00000012617GQ7	2588055
00000013018GQ7	1199207
00000013511GQ1	2626827
00000014012GQ9	2628956
00000014673GQ8	2659961
00000203879MR2	1200954
00000010223GQ6	1185783
00000014676GQ1	1222618
00000014908GQ8	2681079
00000000540M25	83027846014410
00000012532GQ8	MRR1733
00000198474MR9	686MRI2728193
00000001209M26	MR236696MR1
000000000R1050	MRR1050
000000000R7938	MRR7938
000000HDMR6209	422SIGNA3T
00000015150GQ6	1238483
00000015657GQ0	341SIGNA15
00000300668MR1	MRR6353
00000180404MR6	1185787
00000014269GQ5	48MRE2744667
00000001073M26	MR228777MR9
00000000781M25	2841871MR
00000000878M29	2854851
000000000R7118	2824773LX
00000172167MR9	GS2734066RM
00000178162MR4	2784258GSHRZ
00000300460MR3	2932192EX2
00000014907YR0	BD-2942953-MR
000000000R6764	299SIGEXC
00000000438M22	2817680
00000000485M23	2839886
00000003817M24	MRR4116
00000299621MR3	MRR7323
00000000757M25	2857131MR
00000293239MR0	2843543GSMR
0002001-0323-6	TE1056
00000013698YR6	83027596133882
	620221WINMR
	402375HDE
	AM12O9T294
00000015836GQ0	PL1515MR03
00000012938GQ7	ZA2198MR01
00000159114MR8	910272023
00000205415MR3	190073MR01
00000002047M29	MRR8267
00000301223MR4	2918179MR
00000002339M20	MRR8325
00000003155M29	MRR8701
000002-1021-52	YM0831
002001-0206-15	YM0678
00000118433MR2	YM0285
00000120330MR6	YM0275
00000131945MR8	YM0302
00000134700MR4	YM0320
00000137201MR0	YM0341
00000149131MR5	YM0364
00000158382MR2	YM0412
00000158403MR6	YM0399
00000160046MR9	YM0416
00000169161MR7	YM0357
00000173711MR3	YM0462
00000175305MR2	YM0513
00000176670MR8	YM0468
00000177114MR6	YM0517
00000186658MR1	YM0529
00000191221MR1	YM0530
00000194231MR7	YM0648
00000196417MR0	YM0515
00000197335MR3	YM0646
00000198473MR1	YM0557
00000199378MR1	YM0569
00000199610MR7	YM0670
00000205096MR1	YM0674



Class 1 Device Recall SYSTEM, NUCLEAR MAGNETIC RESONANCE IMAGING

http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?id=132519[2/24/2015 4:13:14 PM]

00000205445MR0	YM0676
00000207509MR1	YM0742
00000210997MR3	YM0748
00000213817MR0	YM0819
00000214959MR9	YM0816
00000215749MR3	YM0822
00000216072MR9	YM0814
00000216612MR2	YM0818
00000217374MR8	YM0820
00000223522MR4	YM0830
00000223932MR5	YM0821
00000230463MR2	YM0825
000009943-0147	YM0461
00000009593GQ5	YM0827
00000009608GQ1	YM1201
00000009733GQ7	YM0829
00000010232GQ7	YM1313
00000011011GQ4	YM0649
00000147993MR0	132HORIZON
000000000R2030	YM0848
00000002-506-7	YM0849
0002001-0303-5	YM0758
0002001-0425-7	YM0739
002001-0323-24	YM0727
002002-0517-13	YM0847
002002-0717-17	YM0856
00000104663MR0	YM0185
00000124861MR6	YM0268
00000126168MR4	YM0288
00000133319MR4	YM0311
00000134711MR1	YM0316
00000137193MR9	YM0318
00000137225MR9	YM0325
00000137805MR8	YM0342
00000137810MR8	YM0331
00000143058MR6	YM0352
00000151989MR1	YM0375
00000152324MR0	YM0370
00000152593MR0	YM0099
00000154582MR1	YM0858
00000154903MR9	YM0405
00000156439MR2	YM0390
00000156481MR4	YM0392
00000157265MR0	YM0395
00000157363MR3	YM0368
00000157438MR3	YM0031
00000157614MR9	YM0413
00000157698MR2	YM0391
00000158745MR0	YM0398
00000162975MR7	YM0427
00000164240MR4	YM0079
00000165499MR5	YM0435
00000166699MR9	YM0444
00000167855MR6	YM0439
00000168270MR7	YM0446
00000171808MR9	YM0456
00000172100MR0	YM0457
00000172337MR8	YM0458
00000172436MR8	YM0067
00000175318MR5	YM0119
00000177107MR0	YM0467
00000177784MR6	YM0534
00000181575MR2	YM0065
00000182152MR9	YM0547
00000183555MR2	YM0545
00000185708MR5	YM0564
00000186642MR5	YM0562
00000189961MR6	YM0632
00000193325MR8	YM0609
00000193394MR4	YM0073
00000195499MR9	YM0610
00000195605MR1	YM0738
00000196414MR7	YM0663
00000198373MR3	YM0621
00000198375MR8	YM0619
00000198780MR9	YM0654
00000201075MR9	YM0039
00000201079MR1	YM0668
00000202365MR3	YM0651
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00000203874MR3	YM0662
00000203920MR4	YM0659
00000204130MR9	YM0665
00000204604MR3	YM0667
00000205016MR9	YM0730
00000206102MR6	YM0728
00000206902MR9	YM0729
00000207510MR9	YM0760
00000208430MR9	YM0762
00000209256MR7	YM0761
00000210376MR0	YM0042
00000211299MR3	YM0767
00000212855MR1	YM0769
00000213584MR6	YM0839
00000215756MR8	YM0772
00000216268MR3	YM0785
00000218083MR4	YM0781
00000219185MR6	YM0843
00000219345MR6	YM0803
00000219348MR0	YM0787
00000219803MR4	YM0789
00000219811MR7	YM0783
00000221494MR8	YM0806
00000222721MR3	YM0837
00000223016MR7	YM0810
00000223686MR7	YM0842
00000225021MR5	YM0853
00000225032MR2	YM0850
00000225442MR3	YM0845
00000227748MR1	YM0852
00000232646MR0	YM0911
00000001377M21	YM0322
00000001998M24	YM0303
00000002801GQ9	YM0855
00000002969GQ4	YM0846
00000003551GQ9	YM0862
00000004121GQ0	YM0864
00000004438GQ8	YM0909
00000004956M29	YM0550
00000005822GQ2	YM0917
00000005906GQ3	YM0907
00000006120GQ0	YM0904
00000006354GQ5	YM0906
00000006915GQ3	YM0908
00000008141GQ4	YM0913
00000008182GQ8	YM0910
00000008723GQ9	YM0912
00000010008GQ1	YM0915
00000010084GQ2	YM3084
00000010089GQ1	YM0914
00000010803GQ5	YM0916
00000011088GQ2	YM1280
00000011869GQ5	YM0925
00000012092GQ3	YM1281
00000013455GQ1	YM1300
00000287641MR5	910275003
00000112352MR0	A020MR02
00000175300MR3	10079MRM42
00000180852MR6	4406SIGNAMRI
00000175298MR9	81616MRI
00001740006MR7	558032MRI
00000265844MR1	5272MRSIGNA4X
	713789HMR
	414C4495
	706974UMR
	414MC2568
	GECX1
	SHIMR509
0000092-0615-5	376270001
	414D1068
	714963MRMAX
	414D1954
	608833LNR3
	314785LLMR
	414C3669
	414F0087
	MICAMR503
	414MC5278
	MMIMR69
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	GEARCX164
	ALCMANMR1
	GECX148
	414MC2786
	414MC3386
	USGE2
	501972MJMR
	EDUCTRMR7C
	EDUCTRMR7
	MAXUMMR1052A
	MCIMR3OLD
	201833MAX
	MTIMR41
	216499MR2
	414MD1823
	214637MR1
	304256SMR
	414MC3672
	414MDC4998
	414C3258
	608836VMI
	414MC4491
	404267MR
	MIDATLMAX31
	703478MAX3
	714582MRMAX11X
	414MD1059
	414MC3929
	414MC2248
	414MC5167
	ALLIANCEMR16
	414MC2781
	919789NMR
	714476MR1
	GECX58Z
	GECX58
	817572MMR
	713947MMR
	414MC3078
	414MD1500
	414C3317
	414MC4740
	414MC3711
	414MD1392
00000169178MR1	930042246
00000010581YR7	3882729658MRAND
00000000544M27	PL1772MR01
00000262065MR6	FPG33602
00000014915GQ3	21007MRS01
00000014718GQ1	RO1115MR01
000000000R5885	63009MRS01
00000280903MR6	16024MRS01
00000285023MR8	38013MRS01
00000286267MR0	40002MRS01
00000013738GQ0	66004MRS01
00000015006GQ0	38005MRS01
00000015154GQ8	35021MRS02
00000275580MR9	67002MRS02
00000277195MR4	64001MRS01
00000280676MR8	22008MRS01
00000015109GQ2	UK1111MR01
00000278307MR4	FPG71104
00000281313MR7	DEN27253
00000011568GQ3	DEN01100
00000014267GQ9	DEN00600
00000014531GQ8	DEN01000
00000014702GQ5	FPG57127
00000268418MR1	FPG86404
00000277582MR3	NPV31703
00000280734MR5	DEN01200
00000014699GQ3	B5367312
00000266464MR7	JO1029MR01
00000268012MR2	809780SIGNA2
00000288774MR3	2741697
00000273343MR4	HU1099MR01
00000013488GQ2	A5356924
00000014851GQ0	B5357635
00000268284MR7	RU2048MR01
00000262792MR5	ZA1090MR01
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00000283317MR6	06072MRS01
00000285384MR4	34269MRS01
00000014931GQ0	34268MRS01
00000015013GQ6	34398MRS01
00000266757MR4	06074MRS01
00000274830MR9	34125MRS01
00000278667MR1	06136MRS01
00000014463GQ4	UK1015MR02
00000275473MR7	DPN88405
00000279800MR7	DEN00800
00000014556GQ5	DEN00700
00000000558M27	2850446
000000000R7402	PPR94108
00000293279MR6	PPR109400
00000290550MR3	FE443883
00000290571MR9	FPE43A09
00000016235GQ4	2776713
00000006541YR7	52004MRS01
00000016022GQ6	CE165329
00000283546MR0	910273026
00000005668GQ9	82427100148
00000015551GQ5	2698920
00000015566GQ3	2730882
00000005221GQ7	PPR23104
00000006533YR4	09010MRS01
00000009577GQ8	DEL26400
00000003189M28	A5912915
00000013891GQ7	A257820801
00000000021M26	YP567303
00000262455MR9	DPN26320
00000001763M22	DEN00933
00000280700MR6	DEN00915
000000000R6181	DP226709
00000157703MR0	YE168718
00000030878MR6	PPR31730
00000223520MR8	EE266718
00000309646MR8	CS1065MR01
00000308781MR4	SK1056MR01
00000309599MR9	MPX15607
00000309309MR3	600151MR01
000000HDMR5247	DZ1009MR02
00000013118GQ5	44008MRS01
00000013287GQ8	35045MRS01
00000266746MR7	34222MRS01
00000003526M21	FPG23603
00000295560MR7	FPG84701
00000291406MR7	1292548
00000217106MR4	2713328
00000290548MR7	2762011
00000262198MR5	828270025
00000264616MR4	0828270022IB01
00000276199MR7	DPB15815
00000268476MR9	DED64767
00000272099MR3	DE492A38
000000000R4763	H4443MR04
00000283754MR0	FPG30543
00000297405MR3	CS1275MR02
00000298647MR9	ZA2159MR02
00000218082MR6	CP785804
00000015989GQ7	2753200
00000156832MR8	1199233XXX
00000179915MR4	2731469
00000190314MR5	2730951
00000007359GQ3	2745813
00000016131GQ5	2758029
00000015318GQ9	1238481
00000016127GQ3	2713162
00000287619MR1	2728519
00000015169GQ6	2718385
00000015443GQ5	2718508
00000267206MR1	A6134706
00000285222MR6	82427120058
00000014959GQ1	82427090079
00000014993GQ0	82427100086
00000015146GQ4	82427030038
00000015162GQ1	82427200022
00000015164GQ7	82427210040
00000015237GQ1	82427130035
00000015376GQ7	82427140049
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00000015396GQ5	82427230031
00000015467GQ4	82427030041
00000015487GQ2	82427210043
00000015578GQ8	82427160066
00000267809MR2	82427210034
00000272336MR9	82427030031
00000272893MR9	82427100065
00000279159MR8	82427040072
00000008560YR5	82427270014
00000281603MR1	82427310017
00000282858MR0	82427210038
00000284787MR9	82427120057
00000285172MR3	82427080019
00000180937MR5	82427230010
00000013272GQ0	82427040065
00000013736GQ4	82427030032
00000013878GQ4	82427160048
00000014019GQ4	82427130032
00000014062GQ4	82427240011
00000014534GQ2	82427220013
00000014764GQ5	82427120054
00000014903GQ9	82427090072
00000015097GQ9	82427150030
00000265179MR2	82427040051
00000277487MR5	82427150027
00000279458MR4	82427170003
00000279802MR3	82427140041
00000272436MR7	FPG93004
00000284717MR6	MRR5824
00000013453GQ6	BG4549MR01
00000268474MR4	ZA1442MR01
00000014057GQ4	82427030054
00000278842MR0	82427030055
00000283378MR8	82427130073
00000273676MR7	82427130058
00000270970MR7	HU1039MR03
00000278465MR0	853270081
000000HDMR5294	853270095
000000000R6013	82427310019
000000000R6290	82427210045
000000000R6647	82427310027
002003-0603-07	82427130018
00000285303MR4	82427140045
00000286392MR6	82427030039
00000288244MR7	82427090088
00000288811MR3	82427100099
00000289004MR4	82427040074
00000015815GQ4	NPV79300
00000308253MR4	FEG35037
00000002925M26	PER18426
00000004243M22	BG4571MR01
00000004253M21	BG4004MR01
00000004498M22	BG4655MR01
00000004559M21	BG4553MR01
00000004567M24	BG4521MR01
00000004574M20	BG4576MR01
00000004714M22	BG4656MR01
00000004850M24	BG4554MR01
00000004949M24	BG4609MR01
00000004692M20	HU1162MR02
00000003634M23	RU8159MR01
00000004586M24	RU1144MR02
00000004873M26	RU1920MR01
00000288711MR5	A5129119
00000000492M29	PL1776MR01
00000000649M24	MEX68601
00000003006M24	82427090188
00000015152GQ2	82427230083
00000005785M21	DK1306MR02
00000302474MR2	82427120089
00000002292M21	82427100150
00000002316M28	82427010049
00000002404M22	82427210080
00000002412M25	82427010050
00000002523M29	82427030066
00000002569M22	82427230053
00000002636M29	82427070078
00000002650M20	82427220024
00000002744M21	82427170014
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00000002914M20	82427140079
00000002923M21	82427250031
00000002932M22	82427010053
00000002972M28	82427160085
00000002977M27	82427160091
00000003098M21	82427180023
00000003101M23	82427250029
00000003115M23	82427150045
00000003188M20	82427100165
00000003201M21	82427160095
00000003394M24	82427010055
00000003398M25	82427240023
00000003439M27	82427010061
00000003674M29	82427070083
00000003680M26	82427120098
00000003710M21	82427020044
00000003951M21	82427090193
00000003975M20	82427010064
00000004048M25	82427120103
00000004062M26	82427220031
00000004099M28	82427020045
00000004127M27	82427230063
00000004172M23	82427030078
00000004195M24	82427210101
00000004338M20	82427030079
00000004350M25	82427260002
00000004412M23	82427120106
00000004444M26	82427150059
00000004449M25	82427230064
00000004457M28	82427080038
00000004611M20	82427160107
00000004694M26	82427240031
00000004708M24	82427240035
00000004732M24	82427310061
00000004736M25	82427210113
00000004776M21	82427120112
00000004779M25	82427190065
00000004787M28	82427210110
00000004810M28	82427230067
00000004816M25	82427120114
00000004831M24	82427160104
00000005151M26	82427140072
00000005398M23	82427250034
00000005565M27	82427230075
00000005618M24	82427160106
00000005704M22	82427080043
00000005708M23	82427210120
00000005779M24	82427200071
00000005833M29	82427070110
00000005840M24	82427090231
00000005879M22	82427210123
00000005910M25	82427240045
00000005958M24	82427250037
00000005963M24	82427250040
00000005970M29	82427240043
00000006044M22	82427140105
00000006233M21	82427190079
00000006312M23	82427250039
00000006314M29	82427010088
00000006315M26	82427290017
00000006408M29	82427010090
00000001558M26	853270112
00000001517M22	82427120079
00000001694M29	82427130055
00000001991M29	82427240016
00000002342M24	82427120075
00000002704M25	82427150044
00000002928M20	82427020038
00000003414M20	82427240022
00000001029M28	82427050024
00000002076M28	MRR8257
00000015328GQ8	CS1020MR01
00000015741GQ2	EG1053MR01
00000015918GQ6	H2026MR13
00000015978GQ0	H17663MR01
00000000011M27	RU2513MR01
00000000107M23	RU1449MR01
00000003431M24	RU7692MR01
00000005585M25	RU3713MR01
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00000015929GQ3	RU1518MR01
00000016045GQ7	600152MR02
00000016069GQ7	RU1143MR01
00000000100M28	SA1283MR01
00000000153M27	SA1050MR03
00000000306M21	SA1064MR01
00000000564M25	SA1049MR02
00000001124M27	SA2215MR01
00000015835GQ2	SA2160MR01
00000015886GQ5	SA1056MR02
000000HDMR3203	ZA2222MR02
00000001228M26	ZA2255MR01
00000016253GQ7	MPX27501
00000292435MR5	06136MRS02
00000294510MR3	34308MRS01
00000295481MR6	47006MRS01
00000298827MR7	34311MRS01
00000298975MR4	50005MRS01
00000838BD4ECB	35055MRS01
00000919BD5B86	44012MRS01
00000934BD5E41	44013MRS01
00001010BD660D	43013MRS01
00001010BD6612	34324MRS01
00001011BD666D	49005MRS01
00000000298M20	23008MRS01
00000000338M24	42023MRS01
00000000381M24	52007MRS01
00000000621M23	02004MRS01
00000000963M29	27019MRS01
00000001171M28	34185MRS01
00000001467M20	46018MRS01
00000015502GQ8	01002MRS03
00000015581GQ2	56005MRS01
00000015614GQ1	28004MRS01
00000015668GQ7	55017MRS01
00000015757GQ8	64002MRS01
00000015803GQ0	33029MRS01
00000016219GQ8	34298MRS01
00000015096GQ1	1238487
00000015220GQ7	1235757
00000015283GQ5	2719171
00000015524GQ2	2740638
00000015685GQ1	2729021
00000015811GQ3	2749156
00000015839GQ4	2742120
00000016103GQ4	2761886
00000266345MR8	1159312
00000278668MR9	828270027
00000015535GQ8	2726027
00000001585M29	82427030063
00000002010M27	82427210075
00000005273M28	910273020
00000836BD4DB3	82427110024
000000HDMR2785	82427020024
000000HDMR5474	82427160060
00000000038M20	82427040091
00000000179M22	82427040093
00000000329M23	82427130043
00000000716M21	82427230039
00000000748M24	82427090128
00000000768M22	82427040104
00000000787M22	82427250024
00000000801M21	82427080028
00000000823M25	82427030053
00000000864M29	82427290009
00000000997M27	82427160073
00000001035M25	82427200035
00000001040M25	82427150036
00000001048M28	82427130049
00000001204M27	82427140060
00000001227M28	82427050023
00000001229M24	82427140059
00000001277M23	82427090135
00000001318M25	82427180021
00000001321M29	82427140058
00000001364M29	82427160075
00000001365M26	82427100122
00000001366M24	82427210062
00000001406M28	82427140061
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00000001407M26	82427310035
00000001501M26	82427110030
00000001552M29	82427120078
00000001577M26	82427030058
00000001680M28	82427160079
00000001733M25	82427040096
00000001798M28	82427070071
00000001799M26	82427200037
00000001825M29	82427230047
00000001827M25	82427070072
00000001866M23	82427020031
00000001896M20	82427040117
00000001939M28	82427030061
00000002011M25	82427140066
00000002017M22	82427120085
00000002040M24	82427190047
00000002345M27	82427120068
00000002741M27	82427040118
00000003010M26	82427160080
00000016124GQ0	82427040086
00000016138GQ0	82427160062
00000016180GQ2	82427130041
00000016242GQ0	82427090104
00000016243GQ8	82427030043
00000016276GQ8	82427210047
00000016278GQ4	82427030045
00000016323GQ8	82427040087
00000015606GQ7	82427160057
00000918BD5B43	MPX17700
000000HDMR5327	MPX25000
00000013610GQ1	DPN88602
00000015528GQ3	MPX19700
00000000158M26	82427210051
00000290691MR5	DZ1261MR01
000000HDMR5358	DZ1260MR01
00000015868GQ3	DZ1259MR01
00000278750MR5	910273031
00000015546GQ5	562225MR3
00000000258M24	82427120065
00000000350M29	82427120066
00000000358M22	82427030047
00000000684M21	82427040097
00000016169GQ5	600044MR03
00000016183GQ6	CS1239MR01
00000014911GQ2	RO1158MR01
00000015878GQ2	RO1162MR01
000000000R6878	MPX23700
00000015784GQ2	DPM32158
00000015830GQ3	MPX19200
00000275698MR9	MPX19100
00000014318GQ0	853270086
00000277957MR7	06052MRS01
000000HDMR3706	06051MRS01
00000000389M27	17005MRS01
00000014920GQ3	34101MRS02
00000015950GQ9	45001MRS01
00000014039GQ2	SA1129MR02
00000000108M21	2807539
00000015239GQ7	MPX21000
00000280736MR0	NPV73800
00000014743GQ9	SA2118MR01
00000015019GQ3	RU1550MR01
00000015939GQ2	RU1550MR03
00000015455GQ9	BG4538MR01
00000015799GQ0	BG4009MR01
00000000136M22	82427100110
00000000361M26	82427040095
00000000372M23	82427080025
00000000382M22	82427160069
00000000388M29	82427210054
00000000586M28	82427060029
00000000685M28	82427100117
00000000688M22	82427310031
00000283125MR3	EG1526MR04
00000014696GQ9	A172609304
00000015151GQ4	JO1080MR01
00000015210GQ8	PL1690MR01
00000905BD5674	RO1205MR01
00000015222GQ3	RO1128MR01
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00000015250GQ4	RO1108MR02
000000HDMR3123	RU1348MR01
000000HDMR5894	RU3104MR01
00000015270GQ2	RU1326MR01
00000015449GQ2	RU1217MR01
00000015801GQ4	600100MR02
00000015965GQ7	RU1544MR01
00000016062GQ2	RU1695MR01
000000HDMR4350	ZA2240MR01
00000282582MR6	FE816175
00000015284GQ3	CEZ00300
00000015295GQ9	CEZ00303
000000HDMR4159	26015MRS01
000000HDMR3653	34275MRS01
000000HDMR4267	34283MRS01
00000015231GQ4	34396MRS01
00000015404GQ7	07015MRS01
00000015414GQ6	54010MRS01
00000015433GQ6	34280MRS01
00000015436GQ9	16030MRS01
00000015572GQ1	65017MRS01
00000015762GQ8	13003MRS01
00000015824GQ6	RU1279MR01
00000280630MR5	GE1004MR01
00000015966GQ5	2767032
00000290811MR9	82427130040
00000292090MR8	82427040088
00000292549MR3	82427120062
00000292591MR5	82427040094
00000299265MR9	82427160070
00000299507MR4	82427210063
00000299643MR7	82427300014
00000300747MR3	82427210058
00000301104MR6	82427170011
00000848BD5311	82427160065
00000912BD59B9	82427210049
00001007BD6487	82427270022
00001008BD6539	82427090115
000000HDMR5783	82427220016
00000273859MR9	910273030
00000913BD5A4B	82427280002
00001003BD6404	82427040100
000000HDMR3320	RU3067MR01
000000HDMR3643	RU1087MR01
00001012BD66B3	82427250022
000000HDMR3973	RU1067MR02
002004-0528-15	82427150040
00000291247MR5	82427020026
00000291672MR4	82427100181
00000292909MR9	82427210050
00000298328MR6	82427070069
00000299201MR4	82427130053
00000299328MR5	82427250026
00000299448MR1	82427130052
00000302356MR1	82427140068
00000302473MR4	82427310042
00000912BD59A3	82427020027
00000919BD5BA1	82427220020
00000937BD5EE0	82427040098
00000944BD6168	82427270019
00000950BD62BD	82427100115
00000950BD6293	82427130047
00001003BD6415	82427160071
00000216621MR3	82427210083
00000224457MR2	82427130056
00000000488M27	82427270021
00000000727M28	82427210059
00000000770M28	82427270026
00000016349GQ3	82427100208
00000002287M21	82427040122
00000002524M27	82427050025
00000002693M20	82427050026
00000003709M23	82427140082
00000003782M20	82427140086
00000003783M28	82427140084
00000003818M22	82427310053
00000004045M21	82427220027
00000004108M27	82427140090
00000004425M25	82427070087
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00000004852M20	82427120113
00000004928M28	82427140097
00000005043M25	82427140103
00000005083M21	82427050032
00000005097M21	82427140101
00000005152M24	82427140102
00000005396M27	82427120120
00000005464M23	82427070113
00000005782M28	82427160123
00000005904M28	82427150066
00000005916M22	82427270044
00000006442M28	82427200077
00000006443M26	82427090233
00000013904GQ8	PPS09401
00000299650MR2	DPB15820
00000294344MR7	0853270040IB1
000000HDMR3334	853270088
00000000614M28	853270106
00000000795M25	853270107
00000000982M29	853270110
00000002115M24	853270116
00000003103M29	853270121
00000003990M29	853270129
00000004854M26	853270136
00000004870M22	853270132
00000005680M24	853270138
00000015085GQ4	853270089
00000291453MR9	853270062
00000301750MR6	0853270058IB1
00000309691MR4	0853270059IB1
000000HDMR1115	MRR7870
00000171820MR4	MPX47002
00000298557MR0	0853270042IB1
00000001834M21	82427030065
00000002413M23	82427140073
00000002447M21	82427040124
00000002484M24	82427210082
00000002525M24	82427190050
00000002716M29	82427160087
00000002861M23	82427230056
00000002862M21	82427150043
00000003139M23	82427220026
00000003348M20	82427090180
00000003380M23	82427030069
00000003422M23	82427030070
00000003610M23	82427150050
00000003637M26	82427280009
00000003677M22	82427120099
00000003705M21	82427100170
00000003723M24	82427210102
00000003759M28	82427210099
00000003769M27	82427140085
00000003776M22	82427140069
00000003787M29	82427050030
00000003791M21	82427310050
00000003816M26	82427150053
00000003828M21	82427140089
00000004056M28	82427140075
00000004111M21	82427030073
00000004114M25	82427140091
00000004251M25	82427150057
00000004411M25	82427090204
00000004423M20	82427030081
00000004441M22	82427210108
00000004560M29	82427210106
00000004812M24	82427090196
00000004827M22	82427070107
00000004862M29	82427090212
00000004914M28	82427030084
00000004922M21	82427140100
00000005041M29	82427100211
00000005059M21	82427190067
00000005094M28	82427080042
00000005103M27	82427140025
00000005203M25	82427100210
00000005213M24	82427280011
00000005232M24	82427010075
00000005233M22	82427220033
00000005234M20	82427270042
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00000005266M22	82427020052
00000005268M28	82427010076
00000005399M21	82427230078
00000005442M29	82427020053
00000005475M29	82427210119
00000005483M23	82427190072
00000005514M25	82427100207
00000005516M20	82427140104
00000005520M22	82427230081
00000005522M28	82427100214
00000005524M24	82427230077
00000005562M24	82427250036
00000005566M25	82427290016
00000005567M23	82427120121
00000005580M26	82427060046
00000005595M24	82427200062
00000005651M25	82427010078
00000005705M29	82427140093
00000005709M21	82427150064
00000005733M21	82427160122
00000005740M26	82427210115
00000005741M24	82427310069
00000005775M22	82427120118
00000005791M29	82427230080
00000005810M27	82427090220
00000005835M24	82427210124
00000005877M26	82427240042
00000005911M23	82427060049
00000005950M21	82427190077
00000006020M22	82427100221
00000006026M29	82427040160
00000006090M25	82427200065
00000006092M21	82427250038
00000006108M25	82427090228
00000006110M21	82427100224
00000006205M29	82427040162
00000006288M25	82427150067
00000006316M24	82427310075
00000006411M23	82427160130
00000006445M21	82427020054
00001009BD6575	82427030057
00000000974M26	82427140055
00000000981M21	82427140056
00000001578M24	82427070070
00000001630M23	82427100131
00000002805M20	82427040129
00000001023M21	856270045
00000000217M20	UPW00400
00000001374M28	YE600100
00000001475M23	NPV85600
00000000591M28	CS1324MR01
00000000664M23	CS1326MR01
00000002750M28	CS1338MR01
00000297372MR5	PC2629MR02
00000000962M21	PP0034MR02
00000000848M22	HU1038MR03
00000000953M20	JO1034MR02
00000007012GQ8	PER01511
00000000323M26	RU2050MR01
00000002288M29	RU2679MR01
00000003033M28	600123MR01
00000295700MR9	SA1005MR03
00000000496M20	SA2129MR01
00000000536M23	SA1028MR01
00000000467M21	FE387821
00000001250M20	NPV84506
00000001425M28	NPV84504
00000003529M25	FPG08000
00000000373M21	34118MRS01
00000000551M22	34209MRS01
00000000578M25	82427030049
00000930BD5D39	EG1060MR03
00001012BD66C2	KA1173MR01
00000000612M22	KA1155MR01
00000003208M26	PL2857MR01
00000000343M24	RU2751MR01
00000000394M27	RU3453MR01
00000000512M24	RU3451MR01
00000000754M22	RU1556MR02
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00000000960M25	RU2216MR01
00000001128M28	RU3600MR01
00000001751M27	RU3778MR01
00000002117M20	600109MR01
00000000161M20	SA1072MR01
00000000218M28	GEE34059
00000000171M29	06129MRS01
00000000237M28	00013MRS01
00000000637M29	06090MRS01
00000003393M26	RU1031MR01
00000000295M26	CS1319MR01
00000005594M27	A5251312
00000120328MR0	FPG30502
00001012BD66A2	0853270074IB1
002004-1209-02	82427130067
002005-1201-19	82427100220
00000302679MR6	82427250030
000000000R4402	82427140083
00000301773MR8	82427160094
00000011186GQ4	82427090181
00000012034GQ5	82427100187
00000012266GQ3	YP158315
00000162976MR5	CP223906
000000000R3618	BG4641MR01
00000005095GQ5	H3943MR01
00000007014GQ4	SK1130MR01
00000005590M25	ZA2145MR02
00000218199MR8	ZA2103MR01
00000002766M24	FEC800209
00000003305M20	DPN95902
00000001253M24	SA1056MR03
00000257543HM9	RO1198MR01
00000252399HM1	MEX68911
00000266891HM1	MPX82245
00000316277HM3	MPX09800
00000001213M28	NPV84500
00000001230M22	UPW07802
00000001714M25	MPX98004
00000001795M24	GPQ13902
00000001951M23	UP925712
00001026XF514E	CPZ43620
00001004BD6449	CS1006MR04
00001118FMM0W6	NEV13613
00001009BD656B	H1943MR12
00001101XF5070	RU2580MR02
00000299140MR4	ZA2195MR01
00001102XF5002	NP739728
00001102XF5030	DPN25113
00001203FMM0VV	MEX68909
00001118FMM0WV	DPN88623
00000001749M21	843270022
00000004043M26	UP123614
00000005262M21	UEW18812
00000259651HM8	RO1105MR01
00000298072MR0	MRR4173
00000298377MR3	PPR67317
00000005074YR0	10007MRS2
00000004950M22	82427150061
00000005509M25	82427230084
00000003925M25	82427070090
00000004046M29	82427140088
00000004760M25	82427140099
00000006098M28	82427010083
00000006658YR9	828270032
00000001300M23	828270031
000000000R1732	H5531MR01
00000012582YR3	82427250021
00000013577YR2	82427210057
00000013622YR6	82427280004
00000013916YR2	82427100123
00000014802YR3	82427070074
00000014804YR9	82427120081
00000015536YR6	82427230052
00000015746YR1	82427090176
00000000180M20	82427190042
00000000590M20	82427120069
00000000638M27	82427210056
00000000701M23	82427020029
00000000702M21	82427060030
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00000000705M24	82427100118
00000000736M29	82427230037
00000000737M27	82427040103
00000000739M23	82427270024
00000000761M27	82427090121
00000000773M22	82427220021
00000000785M26	82427230038
00000000798M29	82427030052
00000000804M25	82427030051
00000000826M28	82427010042
00000000853M22	82427010043
00000000883M29	82427090122
00000000890M24	82427120073
00000000918M23	82427220022
00000000957M21	82427230043
00000000958M29	82427060033
00000001000M29	82427080029
00000001004M21	82427070068
00000001013M22	82427140057
00000001018M21	82427120071
00000001034M28	82427090129
00000001036M23	82427120074
00000001038M29	82427010044
00000001064M25	82427210061
00000001093M24	82427130051
00000001178M23	82427070065
00000001208M28	82427070067
00000001222M29	82427190045
00000001226M20	82427010045
00000001232M28	82427180020
00000001244M23	82427190044
00000001247M26	82427090136
00000001249M22	82427100120
00000001274M20	82427080030
00000001280M27	82427160074
00000001291M24	82427170009
00000001305M22	82427100125
00000001306M20	82427100129
00000001331M28	82427110029
00000001379M27	82427020030
00000001383M29	82427030059
00000001395M23	82427090131
00000001408M24	82427040112
00000001426M26	82427080031
00000001484M25	82427010046
00000001506M25	82427210064
00000001525M25	82427310038
00000001537M20	82427100127
00000001543M28	82427100132
00000001589M21	82427140064
00000001591M27	82427030060
00000001592M25	82427310036
00000001604M28	82427300013
00000001662M26	82427090143
00000001689M29	82427120080
00000001750M29	82427200038
00000001777M22	82427240015
00000001781M24	82427160077
00000001807M27	82427090138
00000001830M29	82427200040
00000001835M28	82427230049
00000001868M29	82427100136
00000001872M21	82427160083
00000001875M24	82427160082
00000001882M20	82427230045
00000001887M29	82427100134
00000001922M24	82427230050
00000001923M22	82427250025
00000001935M26	82427070073
00000001990M21	82427090147
00000002045M23	82427100135
00000002074M23	82427240018
00000002080M20	82427090149
00000002087M25	82427120084
00000002096M26	82427270027
00000002113M29	82427200041
00000002129M25	82427100137
00000002132M29	82427100142
00000002137M28	82427240020
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00000002154M23	82427150039
00000002155M20	82427100141
00000002158M24	82427230046
00000002161M28	82427210076
00000002163M24	82427100139
00000002206M21	82427100146
00000002219M24	82427210071
00000002224M24	82427100138
00000002272M23	82427190048
00000002290M25	82427110033
00000002293M29	82427020033
00000002381M22	82427170013
00000002390M23	82427210073
00000002392M29	82427280006
00000002398M26	82427200042
00000002407M25	82427100145
00000002411M27	82427240017
00000002436M24	82427110032
00000002563M25	82427090145
00000002595M27	82427200047
00000002632M28	82427130050
00000002688M20	82427100159
00000002717M27	82427010048
00000002746M26	82427250027
00000002835M27	82427250028
00000002950M24	82427100168
00000002970M22	82427040115
00000003118M27	82427190053
00000003303M25	82427230040
00000003304M23	82427090168
00000003332M24	82427210094
00000003347M22	82427210097
00000003502M22	82427100175
00000003521M22	82427280010
00000003681M24	82427240025
00000003758M20	82427100156
00000003763M20	82427090189
00000003808M23	82427160097
00000003820M28	82427240028
00000003936M22	82427230061
00000004101M22	82427100189
00000004122M28	82427010066
00000014670GQ4	82427150028
00000012458GQ6	FPG95800
00000000596M27	82427100116
00000006509YR4	EG1542MR01
00000012759YR7	EG1037MR02
00000014667GQ0	GE1009MR01
00000000089M23	H10391MR10
00000000098M24	H5025MR04
00000013619GQ2	A5389812
00000014013GQ7	A159405601
00000013583YR0	JO1129MR01
00000000147M29	PPR104800
00000000822M27	PPR97310
00000000588M24	RO1194MR01
00000000225M23	RU3429MR01
00000001126M22	RU3644MR01
00000002212M29	RU7172MR01
00000015456GQ7	RU3205MR01
00000016135GQ6	RU3303MR01
00000012547YR6	SA2003MR01
00000005072YR4	55008MRS01
00000006523YR5	34239MRS01
00000006542YR5	34292MRS01
00000000856M25	07023MRS01
00000013627GQ5	41018MRS01
00000014509GQ4	55018MRS01
00000014707GQ4	80002MRS01
00000015564GQ8	56004MRS01
00000016321GQ2	28005MRS01
00000000195M28	82427230036
00000013376YR9	MPX94003
00000011838YR0	UK1138MR01
00000006196YR0	CPZ35307
00000000443M22	MPX04212
00000011535YR2	DZ1060MR02
00000000332M27	BG4000MR01
00000012551YR8	82427120064
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00000000050M25	82427100112
00000000200M26	82427270018
00000000204M28	82427160067
00000000357M24	82427120067
00000000363M22	82427080024
00000000369M29	82427030046
00000000380M26	82427090112
00000000403M26	82427150033
00000000489M25	82427270020
00000000565M22	82427150034
00000000569M24	82427100114
00000000577M27	82427250019
00000000599M21	82427080027
00000000643M27	82427130048
00000000698M21	82427070064
00000000745M20	82427150035
00000000794M28	82427270023
00000000947M22	82427250023
00000001536M22	82427170007
00000002702M29	82427270034
00000013855GQ2	82427210036
00000015094GQ6	82427230029
00000015255GQ3	82427270015
00000015345GQ2	82427190034
00000001041M23	EG1826MR01
00000013566GQ5	EG1194MR01
00000006167YR1	H17644MR04
00000000059M26	H17666MR1
00000000627M20	H4517MR03
00000014516YR9	835270021
00000015503GQ6	A5803203
00000016160GQ4	A148242805
00000014062YR4	2912069MRHDE
00000013381YR9	PPR11319
00000014063YR2	787848HDE
00000011035YR3	RO1154MR01
00000011989YR1	RO1228MR01
00000000587M26	RO1184MR01
00000015787GQ5	RO1160MR01
00000015852GQ7	RO1102MR02
00000008719YR7	600105MR01
00000008721YR3	RU1204MR01
00000001125M24	RU3623MR01
00000012942GQ9	RU3123MR01
00000015087GQ0	RU3118MR01
00000000375M26	SA2190MR01
00000008713YR0	ZA1006MR02
00000013659GQ8	ZA1071MR01
00000014602GQ7	ZA2100MR01
00000014976GQ5	ZA2224MR01
00000014999GQ7	ZA1000MR03
00000015746GQ1	ZA2015MR02
00000012823YR1	FPG42305
00000015264GQ5	FEC800135
00000015001YR1	853270115
00001011BD662B	853270105
00000000085M21	853270102
00000000672M26	853270108
00000001874M27	853270114
00000003334M20	853270122
00000010976YR9	63010MRS01
00000012552YR6	34306MRS01
00000012553YR4	34305MRS01
00000012574YR0	42014MRS01
00000012794YR4	34022MRS01
00000013378YR5	34244MRS01
00000000250M21	50004MRS01
00000000341M28	24005MRS01
00000000435M28	48013MRS01
00000001535M24	34330MRS01
00000014380GQ0	34241MRS01
00000015595GQ2	06124MRS01
00000014413GQ9	AE1160MR01
00000015199GQ3	AE1012MR02
00000015844GQ4	UZ1002MR01
00000010225YR1	SA2128MR01
00000270466MR6	MR3T2600554
00000110530MR3	RU1089MR01
00000003870M23	RU1457MR01
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00000003345M26	RU3396MR01
00000003436M23	RU3880MR01
00000003627M27	RU2608MR02
00000004175M26	RU1965MR01
00000004183M20	RU8162MR01
00000004964M23	RU7612MR01
00000004982M25	RU7545MR01
00000005615M20	RU8684MR01
00000004492M25	KA2839MR01
00000003423M21	RU7187MR01
00000004029M25	RU2967MR01
00000003100M25	ZA2250MR01
00000003509M27	RU1173MR01
00001236FMM00K	UPW07915
00001307FMM09P	DPN26335
00001309FMM09K	MP720808
00000273539MR7	570844HCM3T
000000HDMR5684	CEN03406
00000270245MR4	828270023
00000265005MR9	DPM32124
00000287879MR1	82427040076
00000262931MR9	82427040047
00000266147MR8	82427040061
00000267973MR6	82427040052
00000271233MR9	82427040046
00000273229MR5	82427120044
00000277189MR7	82427160049
00000282790MR5	82427090083
00000285380MR2	82427100084
00000286559MR0	82427090090
00000286800MR8	82427100089
00000288667MR9	82427070050
00000289798MR1	82427100093
00000261198MR6	82427210039
00000262803MR0	82427070034
00000265593MR4	82427160041
00000270974MR9	82427100064
00000272894MR7	82427140039
00001002BD637F	MEX68900
00000299540MR5	82427130060
00000299963MR9	82427130062
00000300952MR9	82427160081
00000300953MR7	82427310034
00000301928MR8	82427040113
00000302534MR3	82427310046
00000288463MR3	82427050020
00000290489MR4	82427100102
00000291137MR8	82427060026
00000291970MR2	82427020025
00000292027MR0	82427160064
00000292030MR4	82427060025
00000296468MR2	82427200039
00000298911MR9	82427100126
00000298934MR1	82427300012
00000298935MR8	82427120070
00000299191MR7	82427060032
00000299192MR5	82427140062
00000299312MR9	82427150037
00000299313MR7	82427090139
00000300483MR5	82427010047
00000300682MR2	82427120083
00000300859MR6	82427120077
00000903BD55EA	82427270016
00000903BD55FC	82427060028
00000905BD567A	82427130044
00000914BD5A77	82427220018
00000914BD5A82	82427070062
00000919BD5BB7	82427220019
00000919BD5BC2	82427070054
00000922BD5C3C	82427130042
00000948BD61E4	82427010038
00000950BD62B5	82427100119
00000950BD629C	82427090096
00001002BD6360	82427010041
00001003BD6433	82427110027
00001006BD6457	82427090124
00001008BD651E	82427210060
00001008BD653C	82427070063
00001009BD65DF	82427030056
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00001009BD657F	82427170008
00001010BD6606	82427090126
00001012BD66A6	82427120072
00001012BD66CC	82427040101
00001046XF5006	82427040105
000000HDMR5413	82427010036
000000HDMR5530	82427040080
000000HDMR3086	82427140051
000000HDMR5345	82427250017
000000HDMR5356	82427130038
000000HDMR5896	82427030042
00000280302MR1	82427040085
00000HDMR10281	82427040073
000000HDMR3874	82427130037
000000HDMR5478	82427120060
000000HDMR5991	82427070055
00000275644MR3	DEN51500
00000905BD5673	82427110025
00000937BD5ED9	82427110026
00000937BD5EFD	82427030048
00000939BD5F50	82427210053
00001003BD6436	82427030050
00001008BD653D	82427040099
000000HDMR5511	82427310029
000000HDMR5757	82427040092
000000HDMR6035	82427140054
000000HDMR6163	82427130046
00000292524MR6	H10392MR03
000000HDMR4243	C5323526
000000HDMR5306	RU1588MR01
000000HDMR5821	RU1089MR04
000000HDMR5973	ZA2169MR01
000000HDMR3229	DPN88605
00000279457MR6	CS1006MR03
000000HDMR3496	RU1884MR01
00000HDMR10291	910274020
00001003BD640C	82427080026
000000HDMR3860	AE1190MR01
00000288901MR2	82427060034
00000290488MR6	82427090134
00000938BD5F17	82427190069
000000HDMR3686	82427130069
000000HDMR5459	82427100182
00000301183MR0	82427120086
00000009454YR0	DPC79014
00000279146MR5	ZA2222MR01
00000299539MR7	82427140077
00000299964MR7	82427140067
00000300770MR5	82427270032
00000301929MR6	82427100153
00000301930MR4	82427110034
00000302532MR7	82427240019
00000302533MR5	82427020037
00000289162MR0	853270094
000000HDMR3898	853270090
00000299275MR8	82427200036
00001012BD66D9	82427160072
00002951219MR0	82427310032
00000300683MR0	PER19516
00000299190MR9	FPG12200
00000001526M23	PER08626
00000292316MR7	RU1971MR02
00000299314MR5	NPV84502
00001006BD6463	DEL26444
00001003BD640D	PER28007
00000938BD5F14	RO1189MR01
00000293651MR6	RU1688MR01
00000277601MR1	82427100161
00001101XF5018	CPZ43623
00001204FMM04P	DPN26332
00001142FMM096	MPX94401
00001010BD6607	600110MR01
00001007BD6471	RU3508MR01
00001106XF502F	RU1857MR03
00000836BD4DB5	475290MR01
00001101XF501C	SA1012MR02
00000266826MR7	853270071
00000269581MR5	853270072
00000265969MR6	82427040042
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00000257756MR7	82427230015
00000279423MR8	82427310015
00000280319MR5	82427160051
00000280898MR8	82427100075
00000282686MR5	82427010032
00000283076MR8	82427300008
00000283386MR1	82427070048
00000279752MR0	82427160050
00000277190MR5	82427130033
00000296291MR8	EG1000MR03
00000293710MR0	H10645MR17
00000919BD5B81	SA2180MR02
00000300685MR5	ME051580
00001309FMM08R	UE929526
00000001700M24	DPL32939
00000275845MR6	RU1283MR01
00001001BD631C	2744287
00000004060M20	MRR9131
00000294141HM7	82427210067
00000297816HM1	82427220025
00000307351HM7	82427090153
00000307370HM7	82427210092
00000319866HM0	82427110037
00000320061HM5	82427090184
00000320073HM0	82427090186
00000330651HM1	82427070091
00000336977HM4	82427190058
00000336985HM7	82427310055
00000373541HM2	82427190073
00000373556HM0	82427200069
00000373559HM4	82427200067
00000002241M28	82427070076
00000002266M25	82427200044
00000002317M26	82427090154
00000002334M21	82427100151
00000002471M21	82427090156
00000002555M21	82427090155
00000002581M27	82427090162
00000002590M28	82427210085
00000002662M25	82427210086
00000002691M24	82427070077
00000002721M29	82427090152
00000002742M25	82427230054
00000002751M26	82427100167
00000002786M22	82427210088
00000002804M23	82427060037
00000002825M28	82427100155
00000002826M26	82427100160
00000002834M20	82427100157
00000002836M25	82427100162
00000002850M26	82427150046
00000002870M24	82427100163
00000002930M26	82427100166
00000002957M29	82427220028
00000002960M23	82427090167
00000003015M25	82427190051
00000003024M27	82427320001
00000003138M25	82427090172
00000003165M28	82427270035
00000003196M23	82427190052
00000003246M26	82427010058
00000003292M20	82427160096
00000003293M28	82427090158
00000003317M25	82427020046
00000003320M29	82427010059
00000003329M20	82427190054
00000003335M27	82427110039
00000003343M21	82427290012
00000003386M20	82427150049
00000003403M23	82427020040
00000003433M20	82427100183
00000003527M29	82427020043
00000003633M25	82427240027
00000003646M27	82427110038
00000003649M21	82427030068
00000003652M25	82427170015
00000003659M20	82427220029
00000003679M28	82427200051
00000003684M28	82427090177
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00000003685M25	82427230060
00000003686M23	82427230062
00000003762M22	82427090191
00000003778M28	82427160099
00000003784M26	82427170017
00000003792M29	82427190056
00000003807M25	82427090197
00000003815M28	82427200055
00000003827M23	82427090185
00000004040M22	82427220032
00000004058M24	82427150052
00000004119M24	82427210095
00000004178M20	82427190057
00000004188M29	82427240032
00000004215M20	82427310067
00000004245M27	82427220030
00000004315M28	82427150054
00000004357M20	82427240033
00000004419M28	82427020048
00000004459M24	82427090199
00000004491M27	82427030077
00000004696M21	82427200064
00000004723M23	82427230071
00000004729M20	82427210079
00000004746M24	82427190060
00000004774M26	82427200059
00000004843M29	82427200061
00000004847M20	82427090183
00000004855M23	82427200063
00000004863M27	82427070092
00000004916M23	82427200054
00000004952M28	82427160120
00000004965M20	82427170018
00000005002M21	82427240040
00000005061M27	82427190068
00000005123M25	82427090216
00000005299M23	82427150055
00000005644M20	82427200070
00000005707M25	82427200079
00000005729M29	82427120127
00000005734M29	82427210126
00000005776M20	82427200060
00000005991M25	82427110057
00001309FMM02A	083027605456914
00001402NMM026	083027601000614
00001406NMM00L	083027608914014
00001406NMM04J	083027605463214
00000914BD5A79	835270017
00001117FMM0CP	PC9595MR01
00000266675MR8	A126322002
0002005-0725-4	5360MREXCITE3
00000010704GQ5	82427150031
00000013807GQ3	82427040067
00000014374GQ3	82427090071
00000014411GQ3	82427010031
00000014981GQ5	82427150029
00000013467GQ6	4716MREXCITE
00000001681M26	DPN08300
00000012103YR8	82427030044
00000013055YR9	82427060027
00000000004M22	82427080022
00000000063M28	82427190038
00000000068M27	82427070053
00000000080M22	82427090108
00000000087M27	82427250020
00000000090M21	82427190041
00000000093M25	82427150032
00000000109M29	82427190037
00000000112M23	82427200032
00000000364M20	82427070057
00000000459M28	82427180016
00000000581M29	82427020028
00000000789M28	82427180018
00000000859M29	82427040102
00000002240M20	82427300015
00000002289M27	82427080032
00000002377M20	82427060035
00000002419M20	82427310045
00000002420M28	82427220023
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00000002476M20	82427200046
00000002527M20	82427290011
00000002539M25	82427310041
00000002568M24	82427120088
00000002645M20	82427270033
00000002647M26	82427120087
00000002763M21	82427240021
00000003026M22	82427310044
00000003156M27	82427200050
00000003296M21	82427140081
00000003300M21	82427210096
00000003307M26	82427280007
00000003397M27	82427150041
00000003401M27	82427090178
00000003676M24	82427130064
00000004121M20	82427010070
00000004123M26	82427120095
00000013808GQ1	82427200016
00000013880GQ0	82427050018
00000014574GQ8	82427010034
00000014769GQ4	82427120043
00000014927GQ8	82427040081
00000014932GQ8	82427100077
00000014933GQ6	82427190035
00000014954GQ2	82427100092
00000015005GQ2	82427140044
00000015142GQ3	82427020022
00000015156GQ3	82427100087
00000015279GQ3	82427100090
00000015308GQ0	82427290007
00000015321GQ3	82427040075
00000015348GQ6	82427040089
00000015355GQ1	82427170005
00000015507GQ7	82427100094
00000015552GQ3	82427040082
00000015601GQ8	82427160055
00000015662GQ0	82427010035
00000015672GQ9	82427210044
00000015682GQ8	82427140048
00000015684GQ4	82427100095
00000015688GQ5	82427120061
00000015699GQ2	82427310024
00000015725GQ5	82427070052
00000015732GQ1	82427130039
00000015765GQ1	82427160058
00000015807GQ1	82427010037
00000015841GQ0	82427100100
00000015880GQ8	82427190036
00000015889GQ9	82427100104
00000015909GQ5	82427180014
00000015921GQ0	82427100103
00000015985GQ5	82427090098
00000015991GQ3	82427040083
00000016001GQ0	82427100101
00000016063GQ0	82427210046
00000016091GQ1	82427090094
00000016099GQ4	82427160063
00000016106GQ7	82427160061
00000016184GQ4	82427170004
00000016256GQ0	82427170006
00000016257GQ8	82427250018
00000016262GQ8	82427110023
00000016302GQ2	82427210048
00000013212GQ6	7771MREXCITE3
00000252915MR4	853270064
00000010696GQ3	853270065
00000009527GQ3	82427220036
002003-1124-03	82427130019
002004-0713-19	82427040041
002004-1130-13	82427160033
00000252435MR3	82427160056
00000252663MR0	82427180009
00000002799GQ5	82427100081
00000004119GQ4	GS27100018
00000005820GQ6	82427100024
00000007680GQ2	82427140021
00000009207GQ2	82427070026
00000009428GQ4	82427160025
00000010071GQ9	82427100042
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00000010495GQ0	82427120032
00000010646GQ8	82427090060
00000010693GQ0	82427180011
00000010975GQ1	82427120033
00000010986GQ8	82427160036
00000010994GQ2	82427100055
00000010995GQ9	82427050016
00000011028GQ8	82427160037
00000011374GQ6	82427040070
00000011633GQ5	82427140037
00000011877GQ8	82427120052
00000011915GQ6	82427080016
00000012007GQ1	82427160043
00000012029GQ5	82427040049
00000012095GQ6	82427130028
00000012212GQ7	82427140033
00000012484GQ2	82427140035
00000012567GQ4	82427120038
00000012626GQ8	82427140036
00000012841GQ3	82427120045
00000012931GQ2	82427200020
00000014120GQ0	82427100072
00000270384MR1	82427030029
00000271126MR5	82427040058
00000274996MR8	82427120049
00000277194MR7	82427070045
00000280299MR9	82427200019
002005-0301-20	82427140026
00000006884GQ1	82427080012
00000008655GQ3	82427010021
00000009686GQ7	82427100053
00000010486GQ9	82427180010
00000010528GQ8	82427150023
00000010673GQ2	82427100047
00000010958GQ7	82427160038
00000011013GQ0	82427140027
00000011057GQ7	82427190026
00000011266GQ4	82427250012
00000011694GQ7	82427090069
00000012001GQ4	82427230017
00000012219GQ2	82427230023
00000265632MR0	82427240009
00000275091MR7	82427160046
00000276370MR4	82427160052
00000293706MR8	NP334301
00000282501MR6	82427070049
000000000R2810	82427160021
0002005-0914-1	82427040053
0002005-1201-2	82427120041
002002-0605-19	82427200003
002002-1015-33	82427040024
002002-1126-08	82427170002
002002-1217-05	82427050008
002003-0313-05	82427130017
002003-0611-02	82427140018
002003-0721-16	82427120027
002003-1210-16	82427040038
002003-1211-25	82427040037
002004-0311-11	82427130022
002004-0528-18	82427150019
002004-0729-08	82427150022
002004-0805-02	82427090035
002004-1102-18	82427160031
002004-1117-05	82427090044
002005-0503-11	82427270011
002005-0519-20	82427120042
002005-0907-13	82427270012
00000280002MR7	82427250016
00000280621MR4	82427140043
00000280768MR3	82427030037
00000281704MR7	82427020020
00000252429MR6	82427120031
00000252431MR2	82427120029
00000252920MR4	82427130029
00000010689GQ8	82427150018
00000260625MR9	82427130025
00000261200MR0	82427040044
00000264089MR4	82427150025
00000264741MR0	82427040050
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00000265590MR0	82427130027
00000267037MR0	82427040066
00000267650MR0	82427220010
00000274688MR1	82427150026
00000277583MR1	82427140040
00000279751MR2	82427070046
00000015549GQ9	4291EXC15T
00000440400YM0	8302700239810
00000153577MR2	83027005104837
000000000R1561	083027066903957
000000000R7983	MRR7983
00000308189MR0	1111407-2
00000297863MR3	LB1041MR02
00000291833MR2	PL1016MR01
00000292364MR7	PL1752MR01
00000014966GQ6	FPG29110
00000170588MR8	83027828138939
000000000R3140	MRR3140
00000012864GQ5	MR255906MR0
00000012946GQ0	4127SIGNA15
00000000471M23	221HORIZONLX
00000000965M24	2875727MR
00000011311GQ8	2214SIGNA15
00000006381GQ8	910276003
0000000000R470	2817679
0000000000R559	2833969
00000174489MR5	2789864
00000186630MR0	2807598
00000214719MR7	2810285
00000000517M23	2817690
00000000549M26	2834124
00000000817M27	2834117
00000001136M21	2834711
00000006377GQ6	2796256
00000010467GQ9	2817682
00000011885GQ1	MRR1683
00000014893GQ2	2643420
00000000R2036A	083027608143799
00000296056MR5	910277004
00000298851MR7	PL1517MR05
00000010993GQ4	YP109800
00000VALUE1176	828270028
	870863MR1
	956LMJHFO
	912754HFO
00000173706MR3	2668624
00000151928MR9	2689428
00000166258MR4	2769055
	478743GNMR
	316689WCMBL
	843234MR
	SMGMR31
	405262MMR
	253474MR
	OLCMOBILE
	770536NGDCMR
	404296MR
	843770LMR
	215659MR
	860928MR
	817295MR1
00000216613MR0	22106MR1
00000175296MR3	INTAMR01-1
00000015636GQ4	2707330
00000014467GQ5	2673175LXMR
	208743SMR3
	765281AHNMR
	740393MR
	765AHNMR
	918825MR
	AM11YGD00ZZ
	843556MR
	253833CMR
	615473MR1
	203276MR
	765494PURMR
	717761MR
	210ALMRI
	215VETMR
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	931BEDMR
	315CNYMICMR
	SHIMR589
	407WCRMR
	864582OAMR
	912367MR
	405947OMR
	727522MR
	770312LMR
	716250MR1
	407HIMR
	630856WMRI
0000000000R754	083027608279899
00000009583GQ6	5606LXMR
00000000743M25	83027861003910
00000001145M22	83027209918410
00000296314MR8	83027806956710
00000297862MR5	83027249207310
00000299537MR1	83027062894111
00000299961MR3	83027002129511
00000298373MR2	PL1087MR01
00000299570MR2	83027062176711
00000299538MR9	ILSMR1
00000299960MR5	MRR8022
00000015082GQ1	H17659MR1
	207MCFH
	207778MR
	ALLIANCESIG444
	DMSIMR146
	SHIMR563
	ALLIANCESIG447
	SAFESCANMR2
	BTF2659
	513867FHMR
	330834GSMR
	518445PCMR
	630933MRI
	412809MR
	406782SWMR
	317736MR1
	317415MR1
	205206MR1
	601853MR1
	518435MR
	901767MR
	212ADVANCED
	847NBMR
	814946MR611
	405737MMR
	386917MR
00000014766GQ0	4127SIGEXCITE
00000000951M24	910273040
00000011438GQ9	910273039
00000015206GQ6	2679752
00000014321GQ4	H4562MR01
00000015495GQ5	H10634MR08
00000296463MR3	3882872996MRCTR
	954385MR1
	SHIMR560
	ALLIANCESIG442
	BPMOBILEMR7
	910341DNMR
	SHIMR565
	BPMOBILEMR8
	ALLIANCESIG449
	SHIMR507
	BPMOBILEMR10
	SMSCIS1
	303242VAMR
	530934MR
	704CISMOB2
	704339MOB1
	985OCHMR2
	504OCHMR2
	804WOMRA
	ALLIANCESIG464
	MEDQUEST1
	352688MR
00000298579MR4	MRR8015
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00000300573MR3	OESTEMR1
00000297885MR6	771MR2891120
	330746MR
	912644MRI
	912557MR
	239936MR
	479936MRHOG
	973721MR
	407PIHMR
	602512MR2
	706OOAMR
	281837MR1
	404355POCMR
	912681MR
	214265MINVMR1
	419TORTHOMR
	407PIMRK
	262395MR1
	212860MRLX
	954983MR1
	504OCHMR1
	480306MR1
	315ORTHOEASTMR
	615MTMR2
	432362MR
	614431MR
	4094664
	4205432
00000012111GQ1	2584646
00000298840MR0	MRR7919
00000000R0741A	083027806956111
00000299333MR5	83027062173611
00000300574MR1	6622MRGENERAL
00000299516MR5	MR259430MR7
	605217MR
	916RASSMR
	RADNETMR1548
	864216ICMR
	724284MR1
	ALLIANCESIG441
	262522MR1
	317344MR1
	310740MR
	401455MR1
	RADNETMR1507
	260425MR
	847NIMCMR
	606678LCN
	916783MR2
	208706SLEGL
	410604MR
	253630VMR
	815942MR
	281341MR1
	302744MR2
	915533TIMR1
	740423MR
	214575FPMR1
	916RASCMR
	256543MR
	765552MR1
	215663HD
	716839MR1
	815758MRI
	713461MEMR1
	732248MR
	770985MR
	770718GEMR
	858SYNERGENMR1
	404350PMR4
	970624MR
	405751SMR2
	425899NMR
	937558SMR
	574223MR
	765646MR
	949417MR1
	717735MR
	260469FCMR



Class 1 Device Recall SYSTEM, NUCLEAR MAGNETIC RESONANCE IMAGING

http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?id=132519[2/24/2015 4:13:14 PM]

	765447AHNMR
	928699MR
	503399MR1
	601824MR2
	360413ONMR
	561795MR1
	505863NMR
	909352MRI
	563387MR1
	615264MRHD
	480987MR
	480655MR
	623302MR
	623234MR
	402SIMONMR
	928772MR
	602688MR1
	480SMMESA
	904696MR1
	928649MR
	407SMASMR1
	4216549
00000301098MR0	AL4023MR01
00000290570MR1	RO1173MR01
00000291505MR6	RO1171MR01
	504PSMR
	580931DMR
	203576MR2
	937229MR
	716675STMR
	423224HVICMR2
	515294MR
	SHIMR577
	951551MR
	602745MR1
	941629MR
	478953MR
	602277MR1
	972548MR1
	281OAKMR1
	727577MR
	315BONEJOINTMR
	520723MR1
	317874MR1
	956728MR1
	918567MR
	563252MR
	425486EVMR
	570836MR1
	502633MR1
	317228MR1
	518793MRI
	718226MR2
	760724MR1
	AMCMR
	615735MR1
	352564MR
	303790MR
	512RPMMR
	469420EMMR1
	860489MR1
	478743MR
	314434LWMR4
	907VNSMR
	307382FRONTMR
	4106390
	4216367
	4169092
	4216890
	4216738
00000224462MR2	910272062
00000295840MR3	2859394
00000296628MR1	2871647
00000005477M25	MRR5840
00000003382M29	83027200018913
00000299561MR1	83027002117211
0000000000R294	MRR294
00000014802GQ3	RO1121MR01
	770631MR
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	561577MR1
	979830BCMR
	480820MR1
	609953MR1
	901757MR2
	901285MR1
	530SNMR
	INSIGHTMR3121
	720932MR
	706322CMR
	518688CPMR
	562789MR
	916733MR2
	716675MR
	903MRICENTRAL
	318398MR
	615302TMR1
	RIMIMR
	270965MR1
	708493CIMR
	201773MR
	239MEIMR1
	813782MR
	972289TSMR
	909390MR
	361570LXMR
	361CCMRI
	706210ASMMR
00000226244MR2	H4345MR01
	530888SMR
	530UCVETMR
	1071MR
	828883MR
	626793MR
	870735MR
	570645MR
	MILWMR
	DMSMR159
	SMSXIM1
	530BGMR
	435623MR
	508825NMR
	775751MR
	605322MMR2
	858657MR3
	4024598
	LGMR180
	4216711
	717267MR3
	715234MR2
	626570MR
	SMSDML2
	989583MRMOB
	805DBMR1
	630545GOMR
	845897OADCMR
	907561AIMR
	407333MR
	740382MR
	302575MR
	740455MR
	502222MR
	770622MQMR
	970927MR
	912748MRI
	520568MR1
	714968MR1
	602AZTECHMR
	973589MR
	936329MR1
	210921GMR
	518292MRI
	772878MR
	478240MR1
	636555CDIMR1
	803462MRI
	954433MR1
	0830010015C
	RADNETMR589
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	770270NLMR
	253219RMR
	205838AOSCMR
	609896MR
	516365MR2
	573000BIMR
	727461MR
	916783RHMR
	205251MR1
	615320MR1
	806SLEEP
	618998HMR
	RADNETMR1517
	970565MR
	813964MR
	814833MR1
	309451MR
	580254WMR
	334244MR
	916RAFMR
	936275SAMR1
	816932MR
	513860MR
	205991MR1
	406222LMR
	LGMR161
	SMSPHL1
	SMSPIC3
	SMSVMS2
	INSIGHTMR1279
	ALLIANCESIG453
	502899LIA1
	SMSPBS1
	SMSMCD2
	DMSIMR109X
	BPMOBILEMR2X
	INSIGHTMR1275
	252261LX
	SMGMR16
	SMSKLL1
	SMGMR17
	ALLIANCESIG282
	ALLIANCESIG266
	337363MR1
	ALLIANCESIG281
	724627MRI
	208367LX7
	601835MR1
	SMSHMS1
	SMSMSS3
	SMGMR19
	701530MR1
	910362MQMR2
	SHIMR540
	ALLIANCESIG292
	ALLIANCESIG291
	574296MR
00000157288MR2	3722SIG15T
00000147586MR2	2722620SIG15
00000010820GQ9	H4222MR01
00000004603GQ7	RU1111MR01
	SMSIML1
	SMSMIL1
	SMSWRL1
	SMSCMS1
	SMSCMS2
	404851NMOB1
	SMSMRL1
	SMSNEL1
	DMGMR9
00000015208GQ2	2708867
00000015541GQ6	2713415
00000016137GQ2	2819682SIGNA000
00000146394MR2	MA1357MR01
00000011449GQ6	PL1396MR01
00000011871GQ1	PL1591MR01
00000012399GQ2	PL1713MR01
00000305856MR7	PL1544MR01
00000014682GQ9	787656SIGNA
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00000217687MR3	RU1095MR02
00000013495GQ7	3882684859MRMET
	INSIGHTMR1924
	DMSIMR130
	SHIMR548
	LGMR122
	760633MR1
	606237MR1
	DMSIMR111
	818WVMR1
	360449MR1
	949999MR1
	ALLIANCESIG419
	818PHMR2
	715
	606598MR
	606633WMR
	315CNYBRIT
	920560LXI
	828659MDMR
	541472MR
	425208RCMR
00000014220GQ8	910274022
00000174290MR7	2803433SEAL
000000000R7389	2839703GOLD
000000000R2257	LB1047MR02
	317834MR1
	937208BCKMR
	360397MR
	770644WHMR
	727791MR
	305820MR1
	334277SIS
	423626MR
	704739KMMR
	217753SMR1
	920531MR1
	251460MR1
	985ICMR
	501362MR1
	479587HOGMR
	417335MR2
	423698MR
	480964MR1
	606878MMR
	775ROCMR
	305828MR1
	719687MR1
	239AHCMR
	305231MR1
	718BBMR
	727787MR2
	941567MR
	813751MR
	813886MR
	760245MR
	270527MR
	803256MR
	814535MR1
	651426MR1
	812331MR1
	507372MR
	304522MR3
	219795MRI
	956389VBMR3
	731926MR
	903927M15
	714282MR1
	ALLIANCESIG410
	317468MR2
	207885MR
	317924MR
	864225MR
	813777MR
	503774MR2
	256997MRI
	SAFESCANMR5
	910763MR
00000015624GQ0	2745073
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00000016190GQ1	2767341
00000014106GQ9	CC1234MR01
00000013996GQ4	PL1657MR01
00000015117GQ5	PPR38907
00000165895MR4	NPV73200
00000014889GQ0	FPF44704
00000015289GQ2	NPV27708
00000010824GQ1	H1339MR03
00000015095GQ3	A5299209
00000010950GQ4	LT4048MR01
00000011691GQ3	H1141MR10
00000012937GQ9	H10635MR09
00000014313GQ1	RO1109MR01
00000189266MR0	FPG46909
00000011505GQ5	FPG57117
00000012354GQ7	FPG92100
00000012750GQ6	NPV44401
	501833MR1
	509525LX3
	215707EP
	208367LX4
	308345MR
	208367LX5
	770438EAMR
	605665MR71
	770AIMR209
	NNHMOBMR
	SSVETMR2
00000013111GQ0	H17655MR01
00000002639M23	MRR8461
000000000R4503	H4767MR02
00000003683M20	PL3141MR01
	208367LX8
	201967MR
00000000203M20	82427090111
00000000281M26	82427100113
00000000368M21	82427070060
00000293676MR3	82427040106
00000293715MR9	82427100124
00000294526MR9	82427120076
00000294570MR7	82427090175
	770591NMR
00000175279MR9	3882550989MROCC
00000279915MR3	83027003810411
00000265915MR9	83027820044112
00000267207MR9	83027844541711
00000269039MR4	83027041004413
00000270571MR3	83027607382111
00000272622MR2	83027068096411
00000263976MR3	MR262474MR0
000000000R4601	MRR4601
	814868MR
	530SUTAFMR
	479549HDMR
	570784MR
	760545MR
	805SCOIMR1
	970248MR
	941951MR1
	817341WIMR1
	540322LX
	912764MR
	4094895
00000010475GQ2	MRR2782
000000000R2393	083027845593711
00000004469M23	83027202550913
	MQMOB274MR
	323517MR
	828COSMRI
	313593MR02
	276546MR12X
	2853924
	LGMR141
00000284596MR4	1236631
	RADNETMR1585
	ALLIANCESIG85
	707823MR
	636625CDIMR1
	RADNETMR1643



Class 1 Device Recall SYSTEM, NUCLEAR MAGNETIC RESONANCE IMAGING

http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?id=132519[2/24/2015 4:13:14 PM]

	360754MRCM
	404365KMR
	706216MR
	201418MR2
	704384BALL
	503774MR4
	770237MR
	860574MR
	ALLIANCESIG256
	843431MR
	425288CMR
	910417FHMOB
	817261HDXT
	352333NFMR1
	312281HDXTMR
	4174178
00000006245M25	RU8776MR01
	760446HDMR
	636256SJCVMR
	419TCMR2
	770514CSMR
	423472MR
	865769MR2
	408550SRMR
	414638MR2
	352596MR
	SMSUSS2
	262646MR1
	RADNETMR1582
	2995852
	408733CMMR1
00000263975MR5	FI1452MR01
00000292666MR5	RU8744MR01
	714125MR
00000299883MR9	2939576HDXT
	301533MR
	520285MR1
	315MDRCROUSE
	843266MR2
	843266MR
	931363MR1
	314567BRMR
	972869MR1
	203483LX
	314743AMR
	210545SOMR
	740593MR3
	205428MR
	954746MR1
	520872MR
	480598MR1
	817421NTOMR1
	925210MR
	706316MR3
	205814MR1
	970668MR
	928453MWMRI
	678475NJCMR
	360692WSMR
	561638MR1
	503540MR1
	952736MR1
	EUFAULAMRLCC
	815399ROA
	225298MR
	314467SJSMR1
	928ABCNMR
	518453MR
	831757PMR2
	912355CMR
	812385MR
	407PIMR
	580774WMR
	815316MR
	330757MR
	636207TCMR1
	904381MR1
	563344MR
	830426MCMR
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	727815MR
	314849MEDFMR
	912692CMR2
	940349TSDMR1
	ORLORTHLX1
	352746MR
	706692PJMR
	407786MR
	727471MR
	660259LMR
	480563MR1
	813289MR
	912927MRP
	503906MR1
	310358MR2
	337898MR1
	318371MR
	972932KAUFMR1
	949559MR1
	562424MR1
	330342MR
	256761MR1
	954928MR1
	210572CIMR
	321LXMR1
	713795MR1
	501604MR2
	225261MR
	479709MR1
	256891MRI
	423283MR
	478746MR
	480984MR1
	281579KRMR1
	512RRORTMR
	513985MR
	407MFKMR
	478ORTHOMR
	407303AHM2
	407303FEMR
	985OMRI2
	SHIMR557
	919690MR
	217753MR1
	423698MMR
	SHIMR556
	SMSFRL1
	SMSPDL3
	262375MR2A
	SHIMR558
	SHIMR559
	SHIMR562
	605322MMR
	0002676847X
	408SLMR
	SHIMR571
	SHIMR595
	205242MRX
	910642WMR
	SHIMR574
	SHIMR576
	SHIMR579
	ALLIANCESIG458
	417235MR
	SHIMR587
	843374LX
	ALLIANCESIG470
	719846MR
	207255LXMR
	318435MR
	502484MR
	765675MR2
	SHIMR541
	SHIMR546
	SHIMR544
	817543ACMR1
	704ORIONMR
	DMSIMR129
	NMH100
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	ADI161
	SHIMR561
	INSIGHTMR1923
	414258MR1
	904730MR2
	864542LX1
	518793MR2
	306766MR3
	903870VM3TMR1
	PQTEST2
	OQTEST10
	TESTSMART1
	TESTSMART2
	901516U3T
00000261205MR9	83027828659711
	407BDIMR
	310623MR
	INSIGHTMR3233
	812450MR3
	RADNETMR620
	626359MR3
	602588CMR1
	480464MR1
	405CDIMR
	213387MR
	213777MR
	808AMIMR
	RADNETMR1659
	RADNETMR612
	631686MR3T
	RADNETMR615
	661AIMR2
	2821844
	RADNETMR1583
	951SWMR
	2953543
	4082500
	4094960
	4115795
	4214769
00000270465MR8	2901847MR3T
00000008327YR9	2871974-1
00001012BD6695	2885417
00001007BD6467	83027006495511
00000260694MR5	83027002730811
00000271248MR7	83027001106411
	901226SENT
	TRANSTATEMR1
	302744MR750
	713463MR1
00000009751GQ9	H1266MR05
	352344MR2
	660542CMR
00000002793M28	PL2770MR01
00000292439MR7	83027002824690
00000002043M28	PL2711MR01
00000171821MR2	24591119MR
00000010354GQ9	2809956
000000000R1854	MRR1854
00000266293MR0	83027040006014
00000016000GQ2	FPG72502
00000016214GQ9	A197998701
00000015806GQ3	828270030
00000270226MR4	828270026
00000015124GQ1	834270011
00000120993MR1	DPL83102
00000195608MR5	CPM80615
000000HDMR5960	834270010
000000HDMR3303	847270022
00000098842MR8	FPF44700
00001009BD6578	834270015
00000010729GQ2	C5165831
00001251FMM00K	NP473629
00000119781MR3	YP630007
00000015715GQ6	YP600200
00000004931M22	82427070105
00000002247M25	MRR8273
00000267204HM6	82427040126
00000305144HM8	82427160092
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00000308180HM9	82427040131
00000321162HM0	82427310052
00000321168HM7	82427070084
00000321877HM3	82427070082
00000329328HM9	82427120096
00000338045HM8	82427120108
00000353127HM4	82427040140
00000353136HM5	82427160116
00000355601HM6	82427270041
00000357860HM6	82427100212
00000363317HM9	82427120119
00000373574HM3	82427070085
00000002172M25	82427100152
00000002322M26	82427310043
00000002385M23	82427270031
00000002465M23	82427040125
00000002477M28	82427060036
00000002863M29	82427110035
00000003077M25	82427070080
00000003203M27	82427190055
00000003236M27	82427160093
00000003287M20	82427210093
00000003306M28	82427100177
00000003330M28	82427060039
00000003333M22	82427100174
00000003432M22	82427100178
00000003524M26	82427090182
00000003525M23	82427040130
00000003641M28	82427010067
00000003645M29	82427010057
00000003653M23	82427100179
00000003687M21	82427100180
00000003701M20	82427120094
00000003714M23	82427030075
00000003760M26	82427100171
00000003772M21	82427210089
00000003773M29	82427060041
00000003775M24	82427030072
00000003788M27	82427090203
00000003789M25	82427210100
00000003867M29	82427100186
00000003877M28	82427240026
00000003929M27	82427120105
00000003932M21	82427270036
00000003939M26	82427010068
00000003980M20	82427100188
00000003992M25	82427100191
00000004039M24	82427210104
00000004090M27	82427270038
00000004113M27	82427200057
00000004217M26	82427300017
00000004299M24	82427070086
00000004308M23	82427080035
00000004310M29	82427180024
00000004316M26	82427070093
00000004348M29	82427130068
00000004363M28	82427080037
00000004367M29	82427100195
00000004437M20	82427100196
00000004540M21	82427100193
00000004557M25	82427090209
00000004575M27	82427030083
00000004720M29	82427160111
00000004737M23	82427240036
00000004814M20	82427120111
00000004828M20	82427090210
00000004853M28	82427070106
00000004864M25	82427070088
00000004921M23	82427090217
00000004930M24	82427160102
00000004938M27	82427060044
00000004941M21	82427130070
00000004972M26	82427160112
00000004973M24	82427070118
00000005042M27	82427100206
00000005046M28	82427100203
00000005049M22	82427060047
00000005088M20	82427080039
00000005100M23	82427160119
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00000005132M26	82427040136
00000005147M24	82427120115
00000005267M20	82427210122
00000005270M24	82427090222
00000005285M22	82427090219
00000005345M24	82427030091
00000005354M26	82427090225
00000005449M24	82427070121
00000005450M22	82427060050
00000005456M29	82427090236
00000005513M27	82427060054
00000005564M20	82427210117
00000005586M23	82427040156
00000005639M20	82427270047
00000005641M26	82427160121
00000005687M29	82427120123
00000005728M21	82427100222
00000005732M23	82427040158
00000005744M28	82427100205
00000005781M20	82427060053
00000005814M29	82427040159
00000005830M25	82427070099
00000312373HM4	853270123
00000319312HM5	853270126
00000335444HM6	853270131
00000005446M20	853270139
00000006018M26	853270142
00000006194M25	853270146
00000006374M23	853270145
00001234FMM0KB	MRUA0136
	4104072
	626962MR
	AM12A5T398
	4110261
	4115835
	4216845
00000440398YM6	GPQ18700
00000169993MR3	MEX16909
00000010643GQ5	31MRE2540752
00000264096MR9	A5203213
00000290947MR1	PPR29305
00000013911GQ3	PPR00605
00000226688MR0	PER08728
00000075232MR9	GOLD000735
00000005337GQ1	23954MR1
000000000R2343	H1350MR03
00000011440GQ5	PPR02110
00000012075GQ8	PPR83704
00000290033MR0	PPR98700
0000092-0601-2	UEW06609
00000009537GQ2	FEB52052
00000015110GQ0	PPR10411
000000000R4553	DE528462
00000290038MR9	UP389021
000000000R3974	MPX65405
000000000R4165	UP506A13
000007-1012-12	GP000802
00000010386GQ1	MP230717
00000010502GQ3	MPX43106
00000010725GQ0	GPX22600
00000290355MR7	ME901015
00000290647MR7	UP285A39
00000000273M23	GE448020
00000290005MR8	2761824
00000290039MR7	2730504
00000290547MR9	2744677-1
00000293009MR7	2776720
00000293031MR1	2803426
00000303045MR9	2793555
000000000R3694	PER28125
00000291875MR3	PPR99406
000000HDMR2989	RU1086MR01
00000006356GQ0	CE229647
00000281865MR6	EE672844
00000282079MR3	ME051539
00000283150MR1	UPW27600
00000260026MR0	MPX48701
00000272416MR9	MPX33111
00000277921MR3	MPX82200



Class 1 Device Recall SYSTEM, NUCLEAR MAGNETIC RESONANCE IMAGING

http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?id=132519[2/24/2015 4:13:14 PM]

00000278210MR0	FPG11801
00000275016MR4	EP223304
00000275965MR2	EPP04103
00000015754GQ5	GPX25903
00000012175GQ6	MP825711
00000012845GQ4	MPX78900
00000005549M21	FEC80061
00000288012MR8	ME612442
00000015708GQ1	ME667531
00000015709GQ9	MEX34410
000000HDMR4309	UPW28900
00000015735GQ4	UE277509
00000280327MR8	UPW21605
00000279453MR5	YP601000
00000186652MR4	856270029
00000283516MR3	MPX99505
00000169564MR2	ME208331
00000306818MR6	NP413433
00000306956MR4	NPV15920
00000265869MR8	FPF35809
00000266715MR2	MPX43803
00000126637MR8	GEE34007
002005-1020-21	MEDSMR1
000000000R2311	DE641215
00000207807MR9	DE669614
00000008660GQ3	DE658884
00000131090MR3	EEF51518
00000207505MR9	UE535A57
00000211002MR1	EE672831
00000218203MR8	ME203033
00000223519MR0	MPX30212
000006-0731-34	GP927906
00000146387MR6	MPX80100
00000147583MR9	MPX02001
00000012655GQ7	MP385511
00000013559GQ0	MPX33403
00000197344MR5	MP284812
00000260627MR5	0828270020IB01
00000001400M21	NPV84508
00000HDMR10201	GP178328
00000281189MR1	EPP00302
00000838BD4EC9	A5103135
00000309597MR3	NO1011MR01
00000275642MR7	GEE34040
00000007134YR0	PBOC01MR04
00000269454MR5	NO1005MR02
00000126641MR0	RU1089MR02
000095-1023-13	A5188522
00000439302YM1	82427010020
00000439327YM8	82427060017
00000440459YM6	82427210014
00000439286YM6	82427090015
00000393816YM4	82427040012
00000291135YM2	82427080003
00000346699YM2	82427080002
00000439294YM0	82427100017
00000439309YM6	82427270008
00000439324YM5	82427010026
00000521056YM2	82427010003
00000603777YM4	82427110014
00000421235YM3	82427200001
00000440409YM1	82427090004
00000440417YM4	82427060005
00000440441YM4	82427020001
00000603717YM0	82427270007
00000603722YM0	82427250003
00000603729YM5	82427210021
00000603782YM4	82427240010
00000291128YM7	41779CONTOUR
00000439321YM1	853270063
00000439328YM6	853270068
00000291215YM2	SA1031MR01
00000291151YM9	328027CONTOUR
00000521063YM8	36493057MR
00000421244YM5	1191936MR1
002001-0906-15	H17641MR05
002001-0530-10	82427120009
002003-0205-02	82427290003
002000-1110-14	853270042
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00000165792MR3	853270034
00000196429MR5	853270041
00000231526MR5	853270057
00000010351GQ5	853270058
00000195509MR5	PPR23604
00000263952MR4	H1266MR03
00000140501MR8	EG1055MR02
00000015394GQ0	H17661MR01
000000000R3717	SY2012MR01
000000HDMR3167	81MR3T2715363
00000262460MR9	828270021
00000300710MR1	A5739706
00000267036MR2	DPM19607
00000014945GQ0	A171995601
00000273461MR4	C5822408
00000012568GQ2	PPR59000
000000000R3291	A5343804
00000122279MR3	A5547403
00000128857MR0	A5278401
00000191312MR8	A5121612
00000208228MR7	A5824008
00000236142MR6	A5306816
00000005330GQ6	A5192407
00000007476GQ5	B5131815
00000009342GQ7	A5110008
00000009725GQ3	B5809205
00000010453GQ9	A5144912
00000010510GQ6	A5735707
00000010560GQ1	A5196810
00000011785GQ3	A5244205
00000014077GQ2	B5376801
00000014079GQ8	A5739914
00000014822GQ1	A5403903
00000015065GQ6	A5193712
00000266070MR2	B5801712
00000266204MR7	A5158128
00000268114MR6	D5249912
00000268510MR5	D5354227
00000271780MR9	A5265807
00000272287MR4	A5163316
00000273622MR1	A5177217
00000303409MR7	A5214929
00000308503MR2	A5263505
00000309686MR4	A5152956
00000175313MR6	MT1014MR01
002003-0903-12	A5111732
00000266743MR4	A5215940
00000306958MR0	A5372504
00000265065MR3	A5684809
000000HDMR3685	99251SIGNAHD
00000015764GQ4	3882745697MRCTR
00000016220GQ6	PER08305
000000HDMR6124	2766544
00000278687MR9	NO1012MR01
00000280386MR4	NO1043MR01
00000014462GQ6	H1063MR18
00000015170GQ4	H1420MR14
00000292266MR4	0853270030IB1
00000001531438	0853270029IB1
00000013377GQ7	0853270057IB1
00000271239MR6	0853270034IB1
000000HDMR6005	DPL32911
00000003766GQ3	CPZ09609
00000008656GQ1	PER00417
00000010550GQ2	A5323807
002000-1013-15	A5632405
00000002229M23	MRR8295
00000002269M29	MRR8291
00000002291M23	MRR8289
00000268009MR8	PPR00155
00000301848MR8	787805HDXT
00000144083MR3	DPM32109
00000939BD5F70	A5745509
000000000R5927	6444MRDICO
00000223014MR2	NO1021MR02
00000001373M20	NO1052MR02
00000304212MR4	NO1050MR01
00000206580MR3	82427110008
00000148777MR6	EG1097MR01
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00000141902MR7	853270025
00000160755MR5	853270030
00000162351MR1	853270031
00000169909MR9	853270029
00000112551MR7	EG1116MR01
002001-0823-14	NPV25500
4266	856270020
104072	856270007
00000231523MR2	NPV26102
000009942-0146	H2197MR19
00000004754GQ8	RO1170MR01
00000164237MR0	34090MRS01
00000010290GQ5	H2009MR21
00000177780MR4	843270007
00000007368GQ4	FEG45915
00000196172MR1	82427190004
00000199250MR2	82427160008
00000208227MR9	82427090012
00000208879MR7	82427090011
00000217110MR6	82427190006
00000214515MR9	RU1152MR01
002004-0128-07	82427230013
00000153415MR5	82427110001
00000188456MR8	82427040013
00000192241MR8	82427140010
00000134297MR1	828270008
00000005324GQ9	853270056
00000010064GQ4	853270060
00000016165GQ3	82427090106
00000159981MR0	RU1488MR01
00000208231MR1	82427130010
00000002201GQ2	082427100016B
00000012116GQ0	82427120035
00000214513MR4	853270047
00000212572MR2	82427110009
00000004118GQ6	82427060011
00000006337GQ0	82427200004
00000008721GQ3	82427100029
00000009219GQ7	82427030020
00000169961MR0	853270036
00000189888MR1	853270040
00000208881MR3	853270039
000000000R1635	NE212415
00000191845MR7	CE268651
00000193972MR7	DE492A30
00000011888GQ5	GPQ23701
00000276261MR5	FPG36402
00000014998GQ9	853270100
00000016239GQ6	853270101
00000010703GQ7	DE619837
00000011942GQ0	PPR47506
00000012254GQ9	PPR65705
00000008189GQ3	809269EXCITE
000000000R4541	CEE15655
00000009347GQ6	MP601318
00000010499GQ2	FP512508
00000011041GQ1	FPG52604
00000011391GQ0	FPG61503
00000012489GQ1	CE671328
00000280999MR4	853270087
00000010796GQ1	853270066
00000013639GQ0	853270082
00000013743GQ0	853270083
00000015645GQ5	853270093
00000015742GQ0	853270097
00000015743GQ8	853270098
00000015908GQ7	853270096
00000015914GQ5	853270099
00000261199MR4	853270067
00000268369MR6	853270073
00000274697MR2	853270078
00000275014MR9	853270069
0000982M29P1-8	853270092
00000276138MR5	A5185106
00000267977MR7	82427040054
00000002307GQ7	CS1209MR01
00000009328GQ6	82427200012
00000010719GQ3	A5618328
000000000R4114	53004MRS01
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00000011630GQ1	59009MRS01
0000000000R700	082427010008A
00000170908MR8	82427060008
00000213237MR1	82427120013
00000214507MR6	82427110010
00000223931MR7	82427030019
00000009438GQ3	82427150013
00000264620MR6	853270077
00000266669MR1	853270070
00000275699MR7	853270080
00000213366MR8	BG4623MR01
002002-0422-14	82427190011
002004-1130-03	82427030026
00000224150MR3	82427190007
002005-1201-15	82427020017
002001-0823-28	853270046
002002-0627-07	853270054
002003-1114-14	853270059
00000214667MR8	853270051
00000216264MR2	82427200002
000000000R1897	GEMRC09004-1
00000268685MR5	853270074
00000228773MR8	B5374206
00000253102MR8	EG1097MR02
000000000R2345	PC3814MR02
00000269392MR7	25565916MR
000000000R2551	37448269MR
00000227274MR8	42022MRS02
00000227276MR3	48003MRS01
00000213061MR5	11959651MR
00000GE0209032	853270052
00000259106MR3	0853270052IB1
00000GE0206027	82427040020
00000257452MR3	82427040029
00000253167MR1	5606TWEX
00000283662MR5	82427210041
00000254375MR9	NPV26104
00000283174MR1	82427140047
00000282831MR7	82427140046
	214320MCMMR1
	615588MRI
	505243MR
	304766TMR
	609921MR
	810858MR
	316275MR
	985NSMR
	404352SMR
	410822MR
	315464MR
	509747IMR1
	516766MR
	708352LGMR
	818445MR
	912356MMR
	516562MR01
	405271PMR
	404791DMR
	SHIMR596
	415493VMR
	702785MR
	801268MR
	718780MR
	808969MR
	516763MR
	901661MR1
	908874MR
	410777MR
	315MDRCROUSE2
00000072679YM4	910274002
00000117716YM1	388270004MRSOR
00000117729YM4	GS27170001
00000169321YM7	82427140019
00000169370YM4	82427110003
00000167721MR0	06002MRS03
00000184363MR0	07004MRS01
00000002422GQ4	45007MRS01
00000009032GQ4	FEB92509
00000227749MR9	MPX39900
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00000010085GQ9	DEI12303
00000009640GQ4	FPG13900
00000155014MR4	847270005
000000000R4581	B5387602
000000000R2923	3882528390MRMET
00000004562M25	PC0601
00000004775M23	PC0611
00000004980M29	PC0666
00000004985M28	PC0602
00000005056M27	PC0603
00000005389M22	PC0605
00000005401M25	PC0606
00000005436M21	PC0604
00000005444M25	PC0607
00000005635M28	PC0608
00000005694M25	PC5074
00000005878M24	PC0610
00000005953M25	PC0616
00000005985M27	PC0612
00000006116M28	PC0609
00000006222M24	PC0614
00000006243M20	PC0613
00000006271M21	PC0615
	AM12O9T240
	317745MR3
00000004699M25	PC0403
00000004749M28	PC0401
00000004777M29	PC0500
00000005055M29	PC0402
00000005115M21	PC0405
00000005142M25	PC0499
00000005146M26	PC0407
00000005256M23	PC0406
00000005282M29	PC0408
00000005353M28	PC0410
00000005568M21	PC0409
00000005591M23	PC0411
00000005616M28	PC0415
00000005619M22	PC0413
00000005652M23	PC0412
00000006503M27	PC0414
00000003441M23	PC0201
00000004093M21	PC0140
00000004118M26	PC0202
00000004587M22	PC0203
00000005004M27	PC0204
00000005058M23	PC0205
00000005125M20	PC0207
00000005219M21	PC0214
00000005222M25	PC0220
00000005255M25	PC0206
00000005300M29	PC0210
00000005305M28	PC0208
00000005311M26	PC0212
00000005312M24	PC0209
00000005358M27	PC0216
00000005390M20	PC0218
00000005393M24	PC0215
00000005395M29	PC0211
00000005440M23	PC0213
00000005485M28	PC0222
00000005550M29	PC0217
00000005784M24	PC0221
00000005903M20	PC0219
00000006089M27	PC0223
00000006140M28	PC0224
00000006375M20	PC0225
00000013526GQ9	PC0024
00000014223GQ2	PC6011
00000003528M27	MRR8835
00001106XF50BF	A5127236
00000952BD62FD	NO1017MR03
00001106XF5091	541010MR03
00000304074MR8	083027829851812
00000301230MR9	MRHM0228
00000305909MR4	MRHM0560
00001308FMM054	MRHM0711
00001251FMM044	34368MRS01
00000912BD59C2	HC1627MR04
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00000298566MR1	EM0007
00000299147MR9	EM0004
00000300734MR1	EM0021
00000301194MR7	EM0012
00000301925MR4	EM0015
00001026XF515D	EM0005
00001026XF516F	EM0016
00001026XF5176	EM0009
00001027XF501B	EM0017
00001027XF5017	EM0006
00001044XF5031	EM0010
00001101XF5020	EM0019
00001106XF502E	EM0014
00001106XF503E	EM0023
00001106XF506C	EM0018
00001106XF5068	EM0022
00001106XF507C	EM0020
00001106XF5094	EM0002
00001106XF510E	EM0013
00001106XF5134	EM0030
00001215FMMOMD	EM0025
00001215FMM0ME	EM0024
00001227FMM00K	EM0011
00001308FMM00N	EM0001
00000000395M24	EM0003
00001309FMM072	MRUA0191
00001203FMM0V5	835270026
00001309FMM08P	MRUA0343
00000299418MR4	A204479601
00000213818MR8	37190MRI
00000274689MR9	H1066MR16
00000014724GQ9	ZA1918MR02
00001309FMM066	SA1257MR01
00000001248NSM	IL1041MR10
00000008305GQ5	910274031
00000001155M21	DE528434
00000294893MR3	910272086
00000280778MR2	843270015
00000113894MR0	910273009
0000000000Z026	FPG42101
0000000000Z032	DPN25107
00000291174YM1	CPZ12002
00000346730YM5	NPV07301
00000440416YM6	FEB52040
00000440457YM0	NPV07303
00000177058MR5	PPR00604
0000000000R641	CPZ21700
002000-1013-12	MPX99404
00000178409MR9	FPG34800
000000000R1342	CE673216
00000005258M29	GPQ18708
00000015863GQ4	NPV13907
00000153214MR2	PPR42700
00000266193MR2	910274013
00000177061MR9	NP739709
00000224465MR5	DPM99903
00000178841MR3	H17646MR04
00000152417MR2	DE528445
00000139718MR1	PPR23707
00000223518MR2	CE270930
00000118119MR7	CE557021
00000124052MR2	NE209912
00000128107MR0	DPN34702
00000124631MR3	PPR06007
00000149037MR4	NPV28700
00000133310MR3	DEN27213
00000009220GQ5	CP714308
00000145158MR2	DED64747
000000000R2410	DEK78809
00000159831MR7	NPV71300
00000184222MR8	PER43203
00000201543MR6	PPR31716
00000197340MR3	YE600109
0000000000R906	CE235114
00000291462MR0	NEV27501
00000178445MR3	NPV22509
00000189895MR6	YP600700
00000210999MR9	YE167215
00000216608MR0	MEX61700
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00000012843GQ9	NPV24200
00000269348MR9	920279012
00000117707YM0	CE137800
00000072704YM0	GOLD000672
00000145162MR4	910272020
00000231589MR3	OM1000MR01
00000201708MR5	MC6946MR04
	704355HFO
	989776OPEN
	843777HF1
	970HFOMR
	574372MR
	256386HFO
	708226MRHFO
	740393MRH
	314569JHFOMR
	662536MR
	717334MR2
	706494OMR
	817573HFOLG
	803438HFO
	423586MR2
	260469MR
	785452SHFO
	215513HFO
	843674MREU
	732246HFO
	610988HFO
	910642CHF
	406BILHFO
	717299MR
	HCIMR1502C
	616391TIPMR
002004-0913-08	PC7479MR06
	732493HFO
00000004555M29	83027200005713
00000005220M29	83027001973014
00000005696M20	83027608347414
0000094-0921-7	YN0270
00000003979M22	MRR9112
00000002406M27	MRR8406
00000004452M29	MRR9230
00000289116HM6	MRR8465
00000296428HM6	MRR8457
00000005108M26	MRR9515
00000005091M24	MRR9466
00000002225M21	MRR8277
00000002699M27	MRR8496
00000004836M23	MRR9379
00001117FMM0C3	662455MR01
00000003667M23	M24481309
00000282404HM3	MRR8213
00000002192M23	MRR8249
00000002565M20	MRR8427
00000003289M26	MRR8738
00000003553M25	MRR8878
00000003522M20	MRR8837
00000267661HM7	3882941838MRCTR
00000001683M22	3882928195MRMET
00000309476HM0	MRR8679
00000002170M29	MRR8247
00000002204M26	MRR8057A
00000002286M23	MRR8318
00000002468M27	MRR8392
00000005556M26	MRR8424
00001301FMM04W	0828270037IB01
00000002099M20	MRR8194
00000005730M27	MRR9749
00000005314M20	MRR9513
00000242138HM6	PC0032
00000245748HM9	PC0033
00000248583HM7	PC0100
00000256156HM1	PC0077
00000295729HM8	PC0078
00000000865M26	PC0040
00000000973M28	PC0035
00000001046M22	PC5005
00000001067M28	PC0055
00000001068M26	PC0034
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00000001089M22	PC0054
00000001123M29	PC0036
00000001148M26	PC0050
00000001166M28	PC0047
00000001197M23	PC0037
00000001207M20	PC0041
00000001251M28	PC0039
00000001286M24	PC0038
00000001334M22	PC0048
00000001372M22	PC0042
00000001394M26	PC0045
00000001424M21	PC0049
00000001451M24	PC0060
00000001462M21	PC0046
00000001477M29	PC0051
00000001480M23	PC0111
00000001668M23	PC0058
00000001673M23	PC0070
00000001696M24	PC0056
00000001760M28	PC0052
00000001873M29	PC0053
00000002041M22	PC0061
00000002085M29	PC0062
00000002093M23	PC0059
00000002098M22	PC0057
00000002127M29	PC0090
00000002214M25	PC0063
00000002294M27	PC0066
00000002323M24	PC0064
00000002388M27	PC0098
00000002409M21	PC0065
00000002428M21	PC0043
00000002482M28	PC0110
00000002507M22	PC0067
00000002532M20	PC0120
00000002534M26	PC0071
00000002564M23	PC0101
00000002567M26	PC0069
00000002583M23	PC0068
00000002591M26	PC0123
00000002623M27	PC0099
00000002697M21	PC0073
00000002762M23	PC0072
00000003016M23	PC0074
00000003193M20	PC0079
00000003238M23	PC0076
00000003415M27	PC0122
00000003440M25	PC0130
00000003469M24	PC0097
00000003496M27	PC0081
00000003539M24	PC0115
00000003793M27	PC0085
00000003812M25	PC0087
00000003819M20	PC0089
00000003823M22	PC0082
00000003835M26	PC0106
00000003862M20	PC0083
00000003946M21	PC0086
00000004171M25	PC0107
00000004176M24	PC0084
00000004244M20	PC0088
00000004360M24	PC0105
00000004480M20	PC0091
00000004505M24	PC0075
00000004581M25	PC0092
00000004946M20	PC0093
00000004969M22	PC0133
00000005116M29	PC0094
00000005223M23	PC0044
00000005264M27	PC0096
00000005286M20	PC0095
00000005394M22	PC0102
00000005437M29	PC0103
00000005726M25	PC0109
00000013720GQ8	PC6102
00000309470HM3	MRR8808
00000002689M28	MRR8505
00000001841M26	PL2435MR01
00000005130M20	O063MR01
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00000004120M22	MRR9091
00000005786M29	MRR9764
00001204FMM04C	M001MR01
00000301502MR1	MRHM0269
00001102XF501A	MRHM0267
00001111FMM0N0	E001MR03
00000305908MR6	MRHM0559
00001308FMM01X	MRHM0774
00000300472MR8	MRHM0145
00000300763MR0	828270036
00000300907MR3	853270120
00001219FMM0GY	853270140
00001227FMM00P	853270127
00001236FMM01P	853270128
00001251FMM026	853270130
00001301FMM04J	853270135
00001308FMM00G	853270137
00001406NMM0BY	853270144
00001106XF5013	MRHM0454
00000300474MR4	MRHM0208
00001106XF5017	MRHM0342
00000299824MR3	MRHM0266
00001048XF5027	MRHM0177
00001101XF50B4	MRHM0358
00001101XF507C	MRHM0264
00000299453MR1	FI1149MR01
00000302203MR5	MRHM0323
294321	83027045204312
002000-1121-25	083027022803921
104320	BG4568MR01
00000015845GQ1	2766835
00000015651GQ3	2730904
00000015984GQ8	00488MRS02
00000165443MR3	00680MRS38
00000005895GQ8	00195MRS02
00000004197M20	83027860048013
00000005215GQ9	MA1252MR01
002003-0811-08	0910272041X
00000088108MR6	1253SIGN05
00000082246MR0	6124SIGN05
00000070159MR9	71727SIGNAGS
00000105672MR0	RU1234MR01
000094-1107-10	374270012
00000010518GQ9	KA1046MR01
	559688TDHMR
	251867MR1
	941639MR
	636327SJWMR
	256233MR1
	314569JMR1A
	479521OZMR
	870245MR1
	903TEXORLX
00000010678GQ1	2544657SIG1.0T
00000010527GQ0	507130SIGNA
00000267197MR2	910274034
00000272532MR3	DZ1193MR01
00000262799MR0	GE1005MR01
00000013799GQ2	3882643926MRSOR
00000012970GQ0	RU2500MR01
00000273227MR9	RU1106MR01
00000276494MR2	RU1195MR01
00000275093MR3	43009MRS01
00000275844MR9	UK1102MR01
00000005731M25	910273022
00000012790GQ2	910273027
00000306707MR1	910273024
00000015977GQ2	2767673
00000277640MR9	3882647967MROCC
00000011809GQ1	675020MR05
00000013570GQ7	505560MR01
00000273366MR5	787740MOBILE
00000175308MR6	910272039
00000010377GQ0	A148761302
00000261063MR2	PX5326MR02
00000011308GQ4	H12041MR02
00000168591MR6	910273034
00000000R2302A	PX2020MR01
00000209402MR7	525640SIGNA
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00000267328MR3	IE1564MR01
00000271249MR5	00133MRS02
00000272970MR5	00136MRS01
000000000R4098	3882551793MRMET
00000266145MR2	3882592879MROCC
00000265922MR5	PC0125MR03
00000274690MR7	HC4719MR02
00000266465MR4	441799MR01
00000010884GQ5	TN1018MR01
00000010055GQ2	TN1016MR01
00000268763MR0	126597MR01
00000270633MR1	487692MR01
00000273457MR2	RU1296MR01
00000274071MR0	RU1175MR02
00000HDMR20150	IE1025MR01
00000159984MR4	126292MR01
00000295558MR1	PC8740MR01
00000291674MR0	PL1732MR01
00000011323GQ3	10498MRS01
00000261676MR1	00020MRS01
00000267654MR2	00298MRS01
00000291468MR7	2774243SIGNA
00000012972GQ6	560060MR01
00000944BD6173	PVIL01MR01
000000000R5851	2704833SIGNA
00000282682MR4	2684159SIGNA
00000267726MR8	IL1028MR01
00000264642MR0	PNUE01MR03
00000267466MR1	HPAD01MR01
00000006161YR4	H4352MR05
00000000191M27	859270003
00000287319MR8	859270002
00000015322GQ1	859270001
000000HDMR1019	RU3023MR01
00000132804MR6	PM1633MR03
00000308742MR6	MREU150557A
002005-1020-20	GOLD00EU69
00000263933MR4	A5156029
00000004109M25	HC0631MR01
	419698MR1
	541382MR
	618548ICMR
	ALLIANCESIG267
00000010491GQ9	83027002100294
000000000R5689	083027242000437
00000009744GQ4	A5714605
00000013756GQ2	PL1627MR01
00000300939MR6	PC0976MR01
000000HDMR3018	MA1152MR01
00000159810MR1	AE1009MR01
00000127584MR1	PX2261MR02
00000131054MR9	AMS1320
00000132093MR6	KW1007MR02
	AM12AT5331
0002001-1220-8	YM0797
002001-1018-31	YM0868
002001-1210-10	YM0794
002002-0122-15	YM0798
002002-0122-19	YM0795
00000223503MR4	YM0870
000000HDMR2891	AH5425MR01
00000000530M26	HCVMMR1
00000000966M22	3882857623MRCTR
00000016338GQ6	3882756595MRCTR
00000284280MR5	A5355209
00000260452MR8	B5183714
00000256194MR2	409740MR01
00000001528752	MC6946MR07
00000277922MR1	M40345186
00000279713MR2	RU1127MR02
00000275017MR2	RU1834MR01
00000272971MR3	493013MR01
00000269041MR0	910272044
00000269435MR4	YM0333
00000272076MR1	YM0222
00000260651MR5	10491MRS01
00000266820MR0	387040MR06
00000276591MR5	787653MR3T
00000272533MR1	787840CIRT3T
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00000262064MR9	725030MR01
000000HDMR3876	00240MRS01
00000950BD627F	EX0002
00001117FMM0C6	EX0001
00000171802MR2	YM0501
00000074134MR8	YM0124
00000135096MR6	29190
00000176673MR2	270682
	414D2093
	203384MR1
	212697MR
	414D1987
	213726MR1
	214641NTMR
	414F00250
	312942RMR
	315446MDR3SW
	502587MR
	414F0021
	414MD1981
	414D1436
	RADNETMR528
	414C4460
	414D1749
	414F00183
	414D1922
	414D1311
	414C3715
	414D1820
	414C5256
	408655MMR
	503885OIT
	209472MR1
	MR150
	949753MR1
	0837YM0040
	714521MR1
	209333MR
	312280MRI
	414MC5277
	414MC5158
	414MC5286
	414MC5008
	414MC4629
	414MC4610
	414MD1923
	401421RMR2
	404426KMR
	601636MRX
	414MD1361
	414MD4571
	770720CMR
	414MC5026
	414MC2173
	OLC4X
	MARCAPMR1
	414MC2723
	510757AMR
	912434MRIX
	414MC4797X
	414MC4690
	414MC4797
	508754AWW
	414MC4572
	205930MR2A
	205939MR1
	414D1553
	206637MR
	213426MR1
	213494MR1
	214661MR2X
	214794WMR1
	215464MR
	510724NBMR
	770968MR
	RADNETMR1512
	305835N21
	414D2558
	414C5308
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	504927MR1
	512227AMR
	713461MR1
	414D2177
	615778EMR1
	714364MRI1
	414C5101
	941949MR
	414C4555
	414C4226
	414C4531
	205934UMR1
	414F0106
	718670MR
	414C4616
	708361MRI
	414C4752
	213932MR
	317773MR1
	205533HMR1
	615284BMR1
	414C5466
	414C4321
	205517IMR1
	414C5420
	913827SMR2
	1325
	414D1938
	903737MR1
	414F00236
	601947MR1
	228GPMR
	414D1069
	410820MRAWW
	315329EAST
	414D2145
	414MF0255
	505426MR
	281879MR
	OLC5X
	404256OMR
	315598FULTON
	713381GMR
	203426MR
	801299MR
	315MDRAUBURN
	315MDRRADISSON
	315MDRWEST
	315MDRVAN1
	562222MR
	414MD2574
	414MC1855
	414MC2794
	414MC5313
	760242MR
	GEER16
	RADNETMR555X
	414C5421
	414MC4550X
	615735MR
	615329BW2MR
	414MC4846
	205460SMR1
	GEPR16
	414MC5396
	414MC4424
	414MD1886
	671JMIMRI
	MMISIG01
	414MC3649
	414MC4550
	972274LMR
	414C4959
	414D1263
	2815MC9
	215662MRA
	414C5006
	414768C2732
	414D2266
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	414C3125
	414C4568
	414C4473
	414C4627
	414D2038
	414C4828
	414D2152
	801977MOBILEMR
	414C5434
	EDUCTRMR5C
	EDUCTRMR5
	MR169
	MRCARESTEST
	414MC4357
	414MD1555
	414C5234
	414MC4613
	414MC4688
	414MC5096
	414MD1718
	414MC5103
	414MC4896
	414MC5097
	414MC5095
	414MC5386
	414MC5110
	414MC5284
	414MC4787
	414MC5117
	414MC5231
	830769TCMR
	414MC4997
	414MC3348
	414MD1885
	414MC4972
	414MC4747
	414MC4382
	414C3781
00000095047MR7	374270011
00000118961MR2	93080566
	414D1992
	402572MR
	RADNETMR619
	ALLIANCEMS41
	864228DCCMR
	SMGMR1
	914779MR
	914779MRNJ
	520NWTMR1
	414D1283
	GOLDSEALEQ
	210AMIAX
00000010759GQ9	2544785SIGNA
	214590MRE2
	314434LWMR2
000000000Z001A	221SIGCONT
00000291181YM6	LB1037MR01
00000603735YM2	RU1147MR01
00000291204YM6	SY1039MR01
00000346719YM8	38834112-1MRMET
00000291169YM1	EG1061MR01
00000291173YM3	EG1040MR01
00000295161YM4	8302706039862
00000346735YM4	083027590640114
00000603731YM1	083027590670658
00000291136YM0	2088141SIGNA05T
00000440461YM2	38860382MROCC
00000440402YM6	XXX66909MROCC
00000439275YM9	083027590040310
00000440466YM1	RU1050MR01
00000440467YM9	600130MR01
	414C4573
	770566OMR
	770962OMR
00000440464YM6	341CONTOUR
0000000000Z028	5543
00000291138YM6	1093-1
00000291188YM1	94939
00000291191YM5	97920
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00000291193YM1	96328
00000440384YM6	11998-1
00000521008YM3	47920
00000346710YM7	37338-1
00000440430YM7	56531
00000440437YM2	83306
0000000000Z131	083027590670060
0000000000Z165	083027590040065
00000440471YM1	083027590400007
00000440404YM2	A5804405
00000440408YM3	UK1034MR01
00000440458YM8	PK1005MR01
00000440435YM6	EG1192MR01
00000291116YM2	EG1008MR01
00000346726YM3	DZ1004MR01
0000000000Z080	EG1098MR01
	EDUCTRMR6C
	EDUCTRMR6
	414300000460
	AMRI2
0000097-0714-9	37542
00000325315YM0	1166
00000440460YM4	8302707202002
00000291167YM5	2458002MR
00000291190YM7	90CONTOUR
	606886MRX
	803642SNMR
	DMGMR2YX
	ALLIANCESC8
	502775MR
00000193354MR8	17SIGNACVI
002001-0223-26	HC0805MR01
000000000R1291	H5003MR02
	937298MR
	270441MR
	540953MR
	713704MHMR1
	214947MR2
	214947LXMR2
	801221MR
	503652MR3
	MSK68MR3
	719560MR2
	713932MR1
	214879SPMRLX1
	317841MR2
	386860LXMR
	918684LX2
	770422MR
0000000000R453	DK1228MR05
00000172740MR3	PM1633MR04
00000183156MR9	UHAN01MR02
00000026397MR9	C5323501
00000252659MR8	10146MRS01
	757363MR
	414MC5154
000000HDMR3763	PC0396MR03
00000210180MR6	8302706117602
	713757SMR2
	414447MRLX
	513569MR1
	512454RRRMR2
	310316MR
	407254MR
00000263598MR5	270004
00000266294MR8	HC1627MR02
	208743SMR
	317353MR
	409892SMR1
	573882MR
	805648MR
	801825MR1
	909684MR
	EDUCTRMR1C
	EDUCTRMR1
	EDUCTRMR3
	303450MRI
	281338MR1
	713776MR2
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	417339BMR1
	K2543
	3266
	RADNETMR1569
	239292MR
	480776MR1
00000165447MR4	M4434842
00000008142GQ2	IR1050MR01
000000000R5586	2670275HORIZON
00000172739MR5	00507MRS40
00000161128MR4	3882706102MRMET
	617340WMR1
	405765MR1
	803775MRI
	501660MR1
	617273MR1X
	718226MR1
	601364MR2
	414266SIGNA
	209225VCMR
	706323MR
	716662MR
	334293MR
	504345NOMR
	615329BMRLX
	407944MR
	847570EMR2
	901425MROP1
	213825MR2
	906225LX
	312355CVMR
	910716BMR5
	801722MR
	713852ROMR
	606678LCMR
	254562MEXMR1
	RADNETMR582
	205250MR1
	703369MR2
	956693PRMR
	512943GTMR1
	617732MR3
	214345CROWNMR1
	214345CROWNMR2
	561736MR2
	706722MR
	678UITMR
	916EPIMR
	928333MR
00000273039MR8	37684
00000272288MR2	DK1007MR01
00000140601MR6	M4024069
	ALLIANCESIG12
	ALLIANCESIG93
	ALLIANCESIG287
	ALLSIG287LC
	410822MR2
	SMIMR208
00000296098MR7	110807MR01
00000268359MR7	PC0114MR03
00000140838MR4	PC0650MR01
00000276587MR3	A5566913
00000206582MR9	562225MR2
000000000R4130	2564618SIGNA
000000000R3122	MRR3122
00000273540MR5	2625369SIG
00000011755GQ6	H2135MR07
000000000R6040	2672732SIGNA
00000263263MR6	2566917SIG1.5T
00000290648MR5	2778960SIGNA
00000264640MR4	S4160065
000000000R6316	834270009
000000000R3826	920279023
00000271658MR7	600130MR02
00000272432MR6	CRMR01
00000015530GQ9	2730910SIGNA
000000000R4428	2585063SIGEX
000000000R3928	A5769207
00000273833MR4	M4434864
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00000262456MR7	34208MRS01
00000271120MR8	34006MRS03
00000013915GQ4	H44432MR01
00000015522GQ6	H17660MR3
00000290572MR7	4867SIGEXC1
00000014855GQ1	H17658MR01
00000276418MR1	2694100HD
00000273465MR5	99201MR15
00000282959MR6	2697548EXCITE
00000014614GQ2	2722SIGNA15
000000000R5925	2719697HD
00000012578YR1	2806308HD
00000013801YR6	2874631HDE
00000001248M24	2899956HDE
00000016193GQ5	2812553GOLD
00000267326MR7	2586967SIGNA
00000015574GQ7	2726108MRHD
00000000635M23	2835050HDI
00000284236MR7	2700602SIGNA
00000284867MR9	202707978HD
000000000R7556	3882874453MRCTR
00000015612GQ5	3882745740MRCTR
000000HDMR2483	A171995610
00000212575MR5	38880918MRCTR
00000271122MR4	2605060SIGEXT
00000270468MR2	1084MREINP
00000262791MR7	56MRE3TH2565370
00000297404MR6	BD004MR01
00000266651MR9	B5152903
00000268357MR1	A5104397
00000276683MR0	PSTU02MR01
00000306004MR3	2732599SIGNA
00000279080MR6	UK31
104821	B5174306
00000268122MR9	110037MR01
00000004672YR2	PC0002
00000005069YR0	PC0006
00000005076YR5	PC0003
00000005652YR3	PC0001
00000005660YR6	PC0009
00000006178YR8	PC0025
00000006517YR7	PC6008
00000006531YR8	PC6031
00000012726YR6	PC6075
00000000006M27	PC6071
00000000007M25	PC6064
00000000013M23	PC6067
00000000032M23	PC6068
00000000173M25	PC6091
00000000188M23	PC6085
00000000192M25	PC6081
00000000232M29	PC6074
00000000330M21	PC6079
00000000331M29	PC6073
00000000349M21	PC6078
00000000354M21	PC6076
00000000450M27	PC6098
00000000464M28	PC6092
00000000476M22	PC6086
00000000480M24	PC6083
00000000486M21	PC6082
00000000510M28	PC6089
00000000533M20	PC6087
00000000542M21	PC6096
00000000560M23	PC6084
00000000583M25	PC6093
00000000598M23	PC6094
00000000735M21	PC6116
00000012844GQ7	PC0005
00000012929GQ6	PC0004
00000013031GQ0	PC0010
00000013033GQ6	PC0008
00000013113GQ6	PC0007
00000013126GQ8	PC0011
00000013176GQ3	PC0012
00000013241GQ5	PC0013
00000013294GQ4	PC0015
00000013323GQ1	PC0017
00000013447GQ8	PC0014
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00000013449GQ4	PC0016
00000013457GQ7	PC0027
00000013458GQ5	PC6056
00000013501GQ2	PC0018
00000013513GQ7	PC0031
00000013527GQ7	PC0022
00000013618GQ4	PC0020
00000013647GQ3	PC0021
00000013722GQ4	PC6020
00000013739GQ8	PC0019
00000013742GQ2	PC0023
00000013820GQ6	PC0030
00000013852GQ9	PC0026
00000013896GQ6	PC6004
00000014006GQ1	PC0028
00000014010GQ3	PC0029
00000014067GQ3	PC6009
00000014070GQ7	PC6007
00000014074GQ9	PC6005
00000014119GQ2	PC6006
00000014139GQ0	PC6015
00000014140GQ8	PC6060
00000014144GQ0	PC6016
00000014219GQ0	PC6010
00000014221GQ6	PC6027
00000014226GQ5	PC6050
00000014227GQ3	PC6026
00000014259GQ6	PC6013
00000014299GQ2	PC6028
00000014300GQ8	PC6014
00000014319GQ8	PC6012
00000014362GQ8	PC6018
00000014416GQ2	PC6030
00000014453GQ5	PC6077
00000014493GQ1	PC6021
00000014532GQ6	PC6023
00000014547GQ4	PC6029
00000014548GQ2	PC6017
00000014622GQ5	PC6025
00000014623GQ3	PC6024
00000014626GQ6	PC6099
00000014735GQ5	PC6100
00000014863GQ5	PC6041
00000015000GQ3	PC6101
00000015025GQ0	PC6033
00000015043GQ3	PC6032
00000015045GQ8	PC6034
00000015080GQ5	PC6035
00000015111GQ8	PC6036
00000015218GQ1	PC6066
00000015263GQ7	PC6040
00000015347GQ8	PC6038
00000015374GQ2	PC6103
00000015415GQ3	PC6061
00000015435GQ1	PC6063
00000015453GQ4	PC6070
00000015493GQ0	PC6080
00000015494GQ8	PC6042
00000015506GQ9	PC6045
00000015527GQ5	PC6044
00000015529GQ1	PC6043
00000015531GQ7	PC6059
00000015604GQ2	PC6046
00000015631GQ5	PC6049
00000015641GQ4	PC6047
00000015671GQ1	PC6055
00000015692GQ7	PC6048
00000015701GQ6	PC6069
00000015767GQ7	PC6088
00000015809GQ7	PC6058
00000015923GQ6	PC6051
00000015931GQ9	PC6053
00000015932GQ7	PC6052
00000016008GQ5	PC6054
00000016023GQ4	PC6057
00000016058GQ0	PC6062
00000016066GQ3	PC6090
00000016119GQ0	PC6095
00000016198GQ4	PC6072
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00000016289GQ1	PC6065
00000016339GQ4	3882741816MRAND
00000000045M25	264EXCHDE
00000001413M24	2906536HDE
00000013305YR8	2839725
00000000387M21	2838762HDE
00000011042YR9	2727717RM
00000000276M26	2833971MRVCARE
00000000615M25	2835076SLP
00000000784M29	656MRSIGNAHDE
00000000818M25	5362HDE
00000000872M22	2856565HDE
00000012938YR7	787769HDE
00000014065YR7	3882900537MRNOR
00000014458YR4	3882937692MRSOR
00000014622YR5	MRR8254
00000000686M26	TT-2821839-MR
00000015958GQ2	3882756167MRCTR
00000016330GQ3	3882785021MRMET
00000014270GQ3	EE4016MR01
00000013876YR8	MRR7614
00000013877YR6	1337174
000000HDMR5803	2774902
00000015893GQ1	A5192410
00000000416M28	1324655
00000003071M28	MRR8303
00000015853GQ5	22MRHDX2762068
00000014011GQ1	H17641MR12
00000277953MR6	A042MR01
00000939BD5F5E	2835341HDX
00000000473M29	2839900
00000000573M26	2817431
00000001157M27	2883683SIGNA
00000009599GQ2	2892634MR
00000014773GQ6	FI1269MR01
00000273531MR4	T4185502
00000003037M29	MRR8639
00000937BD5EEF	HDXR7124
00000000074M25	856270044
000000HDMR6278	3882764265MRMET
00000000460M26	3882838260MRMET
00000000487M29	3882832236MRAND
00000294436MR1	3882835397MRMET
00000286735MR6	H2193MR05
000000HDMR5865	847270021
00000015949GQ1	A51273121
00000301917MR1	MRR8302
00000010974GQ4	MRR2396
00000121818MR9	DK1029MR01
00000002740M29	MRR8513
00000004105M23	MRR9061
00000004700M21	MRR9081
00000000539M27	2831204
00000000720M23	2865321
00000001246M28	MRR7782
00000016189GQ3	2771281
00001009BD65C2	2887023XT
00000000619M27	2857806HDXT
00000004338GQ0	835270004
00000000421M28	2830981MR
00000000860M27	787622HDI
00000001113M20	787854HDI
00000001826M27	787757HDXT
00000001880M24	787641HDXT
00000950BD62A1	3882844364MRNOR
00001009BD65FE	3882887650MRAND
00000002593M22	MRR8608
00000948BD61EE	859270004
00001011BD6688	16683THDX
00000000914M22	A5146405
00000104500MR4	030013MR01
00000266132MR0	O011MR02
00000304774MR3	10044MRS02
00000305857MR5	407350MR01
00000131648MR8	PMAB01MR02
00000131138MR0	PC0163MR01
00000153563MR2	PC3066MR01
00000178537MR7	83027592090207
00000184625MR2	83027594080885
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00000214097MR8	83027590022034
00000005813GQ1	8302706198282
	707546MR
	916537MMR
	941746MR
	614326MR
	RADNETMR1518
	262574LXV
000000000R2684	083027065231703
0000000000R850	083027596090670
	570824MR
	561496MR1
	219282MR
	209225VAMR
	281274SMR1
	414647MRLX
	913676SMRCVI
	520537MR1
	540596MR1
	530674MR
	215111MR
	480314MR1
	620225DMR
	301718MR
	504MCMR
	334358MR
	760366MR
	INSIGHTMR1158
	ALLIANCESIG69
	ALLIANCESIG48
	ALLIANCESIG77
	INSIGHTMR1210
	309655OSFMR3
	INSIGHTMR1257
	718918MR
	916SDSMR
	404851NMR3
	918333JMR1X
	661282MR
	903877LX1
	650742KSSFMR
	323648MR
	915545MR1
	574772MR
	916SVSSMR
	801243MR
00000170210MR9	76460
00000013806YR5	2902973HDE
00000159462MR1	847270013
00000274306MR0	920279006
00000142603MR0	21658SIGNA
	601388MRX
	713799TMR
	OAKSIGNA1
	803699MRXXXXX
	714229MR1
	HCIMR1502B
	GEAREZ38
	INSIGHTMR1191
	626288MR
	630896MR
	256357WLXMR
00000141560MR3	10079MRM31
	206373MR
	206821RMR
	216944MR2
	404297DOMR
	512421VBMR
	704866GMR1
	RADNETMR602X
	916UCDMR2
	914561MR
	239458MR
	816455DICNMR
	760446MR
	409899MR1
	717342MR
	803769RMRI
	757671LX
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	718793MR
	513872MR
	310206MR
	812426WMR
	580242OMR
	817922MRLX
	OAKSIGNA2
	405751SMR
	580251DMR
	573332MR
	205969MR1
	281991GMR2
	OAKSIGNA3
	731422MR
	409727MR1
	401331MR
	713722MR1
	440414MR
	706583MR
	512314ASHMR1
	425823EMR
	417837DMR1
	404352PNC
	480813MR1
	409985MR1
	843292MR
	208743LOAMR
	813788MR
	281997MR1
	281880KSFMR1
	407351MR
	480753MRI
	480812MR1
	480898MR1
	ALLIANCESIG13
	ALLIANCESIG16
	ALLIANCESIG15
	ALLIANCESIG17
	ALLIANCESIG20
	MIDMISIGNA1
	603689MR1
	805542MR
	ALLIANCESIG19
	843784MR
	ALLIANCESIG79
	419394MR
	ALLIANCESIG224
	LXINSCHNET
	SHIELDSMOB8
	603689MR2
	501833MR7
	501833MR9
	352483MR1
	212420CVMR
	212420CVMRSHEM
00000267463MR8	910272012
	574206MR
	205934CVMR
	361ORTHOMR
	916SRFMR
	205995MR1
	229888AMR
	760COLMR
	317888MR1
	209557KMR1
	817430TCMR1
	260347MR
	972434TSMR1
	504785MR1
	815986MRI
	256881SIG
00000162600MR1	HC5300MR01
00000015570GQ5	2739014SIGNA
00000148064MR9	834270002
	678422MR
	EDUCTRMR2C
	EDUCTRMR2
	714827MR
	414C5413
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	EDUCTRMR8
	310478MR2
00000106096MR1	1058
00000118969MR5	98128
	JESSICALARA
	SMSMSL1
	PREMIERMR1A
	PREMIERMR1B
00000193340MR7	56597
00000008313GQ9	LY1007MR01
	303695MR
00000128415MR7	7366
00000146200MR1	3585
00000166797MR1	88798-1
	317929MR
	405685OMR
	901644MR
0000009737-003	8094-1
00000137609MR4	39760
00000110529MR5	FI1023MR01
	501833MR3
	931403MR
	251EMIMR1
	310550MR1
	INSIGHTMR3185
	415756NSMR
	205431MR1
	903877UTES
	805949AVMR
	414C4672
	706353MR
	601243MR1
	615METROMR
	901385MR
	214947LXMR1
	512454RRRMR3
	615327MRLX
	740568MR
	414F00266
	303789MR
	OLCLX
	956389VBMR2
	310268MR
	434774MR
	714634MR1
	MSK53MR02
	574647MR
	215836LX
	310268MR2
	262OLCMR1
	262OLCMR2
	509232MR1
	503842MR
	RADNETMR553
	847984MCMR
	910362NVMR
	480785MR1
	602395MR1
	623772MR1
	ILINQAMTEST
	ILINQAMTEST3
	RADNETMR1600
	404351MR
00000126176MR7	23608XXXX
00000223015MR9	HR4029MR01
00000122358MR5	APL0207
00000135340MR8	00327MRS01
	509482IMMR
	SHIELDSMOBILE1C
	530244MR
	630653CIMR2
104235	51SIGNA2537205
	708460MRI
	610831MR
00000154896MR5	42881
00000210675MR5	22951-1
	701297MR3
	MIR734MR243
	512892VETMR
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00000122904MR6	YM0259
00000116880MR6	E5141701
00000113890MR8	A5201205
00000004475M20	A5103130
00000008474GQ9	847270016
00000227071MR8	IR1026MR01
00000113892MR4	A5177206
00000184624MR5	A5167919
00000010372GQ1	IR1471MR02
00000148070MR6	A5408904
00000014804GQ9	MMAIPUMR1
00000002526GQ2	38899620MROCC
00000009536GQ4	IR1652MR01
00000010313GQ5	IR1635MR01
00000227280MR5	1299290
00000015442GQ7	H4262MR05
00000181759MR2	PC0417MR02
00000212567MR2	IR1572MR01
	414MC3140
00000275667MR4	835270007
00000118719MR4	A5152937
00000225674MR1	A5162244
00000270628MR1	K5345904
00000293716MR7	C5294618
00000274070MR2	847270018
00000161980MR8	A5127353
00000186154MR1	A5215913
00000189647MR1	A5401312
00000207033MR2	A5388205
00000004340GQ6	B5201201
00000011538GQ6	A5165906
00000267878MR7	A5634606
000000000R2210	MA1460MR01
000000000R1424	843270008
00000262932MR7	125390MR01
00000294405MR6	H5382005
00000000186M27	835270018
00000015665GQ3	835270014
00000000226M21	847270025
00000216611MR4	PC7425MR01
00000199333MR6	CC0618MR03
00000206583MR7	PC0125MR02
00000004751GQ4	24501195MR-1
00000286647MR3	56MREXCT2534734
00000005088GQ0	RU2167MR01
00000193760MR6	38847764MRSOR
00000005667GQ1	600101MR01
00000193339MR9	RO4071MR01
00000215484MR7	PC0303MR01
00000002416GQ6	RU2076MR01
00000010164GQ2	RU1379MR01
000000000R3361	M4400625
00000005738GQ0	A5754004
00000008608GQ2	MA1020MR01
00000010786GQ2	H2097MR02
002004-0830-12	3882540976MRMET
000000000R1878	CO3030MR02
00000201540MR2	B5390901
000000000R1400	UK21
00000186326MR5	PL1680MR02
00000178838MR9	PL1680MR03
00000293882MR7	AH4511MR02
	913319DNDMR
	714995MR1
	315MDRMICSHEM
	831757NMR
	708346MR2
	540236MR
	501620OMR
00000135761MR5	39016-1
00000187909MR7	21421
000009948-0112	93607
000009948-0163	7318
000009952-0171	92661
00000191598MR2	381SIGNALX-1
	DMGMR3
	DMGMR5
	CISMR3
	404798AMR3
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	404798AMR4
	912228AMR
	954962MR1
	309661CINFMR1
	219435MR
	205750MR3
	209333DMR
	626281MR
	305421MR1
	904752LMR
	303933MR1
	210974NCBMR
	843549MR
	RADNETMR1508
	702290MR
	904745MR1
	INSIGHTMR3187
	972969LCMR1
	561989MR2
	813888MR
	435586MR
	812886MR
	RADNETMR1552
00000169183MR1	45463
00000180497MR0	BR9313-1
00000192239MR2	26290-1
00000013872GQ7	1200823
00000014114GQ3	1196005
	450670MRI
002002-0814-10	RU1018MR01
00000294101MR1	LLS0120
00000003849GQ7	RU1463MR01
00000225673MR3	UK1063MR01
00000172500MR1	DZ1033MR02
000009950-0165	SA1010MR02
	DMGMR6
	DMGMR7
	504UMMR
00000175372MR2	CC0820MR10
00000010321GQ8	423738MR01
00000011420GQ7	441887MR01
00000309687MR2	PC0231MR02
00000303354MR5	259130MR05
00000290419MR1	393115MR01
00000010599GQ9	2842546BEXCITE
00000013197GQ9	M9886620
00000006370GQ1	8302703139803
00000011255GQ7	83027602200364
000000000R2784	PL1790MR01
00000000659M23	2834116
00000165925MR9	847270012
00000167878MR8	LB1001MR02
00000186635MR9	LB1050MR01
00000223694MR1	SA1039MR01
00000172497MR0	00200MRS03
00000223201MR5	00393MRS01
00000268306MR8	CY1028MR01
	812237MR
	317621MR1
	505521MR1
	318362MMR1
	630833MRI
	RADNETMR1522
	21253RDMR
	312355MR
	419841MR2
	212288GEMR2
	252816MRI
	414D1985
	501686MR3
	615769MR
	K2308
	256880MR
	412647MR5
	972613TDMMR1
	501484SMR2
	507284NMRT
	256235OPMR
	805543MR
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	205934UMR2
	904819SAMR
	407303AHM1
	303604MR
	2533
	973365MR
	479452CMR
	2647
	941624MR
	262569MR1
	407303WMR
	205939MR3
	610954MR
	615284LX1
	312CCHMR1
	312CCHMR2
	303462MR
	303280MR
	ALLIANCESIG250
	804747LXMR
	281367MR1
	405272SMR
	740681MR
	214369TMR
	949631MR1
	915335MR
	412232LX
	828250MR
	936539MR1
	941342MR
	704384HDX
	760631MR1
	626795MR
	540776MR2
	281558MR1
	570387MR
	260569MR
	303870MR
	618242OMR
	817864APEXMR1
	650327PAIMR
	239254MR
	402336MR
	860646MR
	941429MR
	904683MR1
	909860GEMR
	734712MR2
00000216270MR9	910272035
00000261871MR8	910273010
00000180851MR8	93908-1
00000218730MR0	43708
00000219346MR4	8962
00000219806MR7	34574
00000007008GQ6	89010
00000288035MR9	44172
00000205013MR6	BG4029MR01
	416744MR
	506648MR2
00000217689MR9	FI1064MR01
00000266744MR2	FI1006MR01
00000213824MR6	IR1541MR01
00000221119MR1	IR1310MR01
00000226247MR5	MA1070MR01
00000206172MR9	920279016
00000300580MR8	70431MRS02
00000178834MR8	20000MRS01
	ALLIANCESIG293
	985OCHMR
	408977MR
	INSIGHTMR1214
	601936CMR1
	ALLIANCESIG89
	ALLIANCESIG91
	ALLIANCESIG231
	ALLIANCESIG96
	ALLIANCESIG201
	ALLIANCESIG203
	ALLIANCESIG206
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	ALLIANCESIG207
	SHIMR599
	INSIGHTMR1290
	407303MMR1
	INSIGHTMR1291
	ALLIANCESIG229
	SHIMR591
	ALLIANCESIG235
	ALLIANCESIG237
	INSIGHTMR1293
	SMSNSS2
	INSIGHTMR1249
	ALLIANCESIG244
	INSIGHTMR1919
	INSIGHTMR1294
	INSIGHTMR1295
	SHIMR575
	616391MMR1
	INSIGHTMR1296
	INSIGHTMR1909
	714633MR1
	814623MR
	ALLIANCESIG253
	INSIGHTMR1263
	LGMR162
	INSIGHTMR1264
	ALLIANCESIG262
	412358MR
	ALLIANCESIG270
	ALLIANCESIG271
	ALLIANCESIG272
	ALLIANCESIG280
	SAFESCANMR9
	MEDQUESTMOB1
	ALLIANCESIG290
	SHIMR542
	662IRGMR
	732557MR
	713MHOPMRM
	RENTALMRI
00000218178MR2	FI1022MR03
	513336MR
00000191855MR6	TN1012MR01
00000198045MR7	DK1042MR01
000000000R2806	RTD0123
00000001869M27	910272037
000000000R2585	083027802200054
000000000R4248	083027602545748
00000010589GQ0	IR1746MR01
00000010682GQ3	IR1170MR01
00000010940GQ5	IR1754MR01
00000300965MR1	LDN0220
00000009668GQ5	00269MRS02
00000010586GQ6	00674MRS01
00000010663GQ3	00233MRS01
00000271660MR3	05270MRS01
000000000R4467	LY1011MR01
	702855MR
	630833EMHMR
	920729TLXE
	520498MR
	307789MR
	716887MR1XX
	361887CMR
	812485MR1
	812471MR1
	407FRIMR1
	801350MR1
	704838MR1
	205822EXMR
	814676MR
	757889MR
	530MICMR
	724773MR
	417269MRS2
	606327MR1
	518562MR
	907861VMR
	806935MRI
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	936756MR1
	RADNETMR604
	812663MR1
	310806MR2
	212288GEMR
	713929MR1
	713799TMR2
	847362CMR
	808242MMR
	602239MR3
	405604DMR
	212288GEMR3
	815226EXMR
	305229MR1
	310264MR
	208706MRIC
	661322MREXC
	901226MR2
	414259MR1
	614777MR
	801MMIMRI
	205333MR
	813972MR2
	614293MR6X
	651748MR1
	651220MR1
	205737EXMR
	417820MR1
	314525SAMR
	609598MR
	315425VAMR
	919684MICRO2T
	414257MR5
	804764MR
	801964MR1
	706494DMR
	304347MR1
	801825MR2
	713781EMR
	925295KMR2
	412641MR1
	916LSTMR
	719383MR
	734246MR
	530243MR4
	510893HVMR
	503489MR
	859325MR
	412749MR1
	510559OAK1
	864675WMR
	445MR2
	859313MR2
	580421VMR
	314434LWMR1
	615320SMR
	516222MR01
	502868MR2
	864487UPMR
	614257MRM
	318798MR
	RADNETMR604X
	559891SCMR1
	256329MR2
	706316MR4
	HCIMR1502A
	716836MR1
	111543MR5OKINAW
	316687MR
	4071991
00000002800GQ1	93827
00000010359GQ8	1111582
00000012621GQ9	1176346
00000263664MR5	2543512
00000291810MR0	2523587
	519824MR
	514765MRI
	905731MR
	450654MRI
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00000027972MR4	X102860301
00000259842MR3	M4181458
00000294400MR7	M4143949
000000000R4502	083027022100905
002004-0513-12	2534660
00000014783GQ5	835270011
00000010621GQ1	IR1706MR01
00000010810GQ0	MA1013MR02
000000000R1412	PL1730MR01
00000010086GQ7	PL1040MR01
002004-1006-01	00264MRS02
00000914BD5A81	10452MRS01
00000003815GQ8	00510MRS01
00000008176GQ0	IE1502MR01
00000010866GQ2	00379MRS01
00000010504GQ9	IR1724MR01
000000000R1494	PC1401MR01
00000223505MR9	EG1238MR01
00000226388MR7	EG1043MR01
00000209930MR7	JO1034MR01
00000223019MR1	JO1002MR03
000000000R2547	55006MRS01
002003-0212-20	34112MRS01
00000168537MR9	06002MRS02
00000215751MR9	00001MRS01
00000217377MR1	34056MRS02
00000274148MR6	A5719818
00000011392GQ8	EG1522MR01
00000011757GQ5	EG1000MR02
000000000R3545	RO1104MR01
00000010387GQ9	RU1127MR01
00000010800GQ1	RU2526MR01
00000011695GQ4	RU1928MR01
00000011701GQ0	600157MR01
00000298569MR5	RU1857MR01
00000301377MR8	RU1089MR03
000000000R3329	07028MRS01
000000000R4625	16018MRS01
00000010674GQ0	01005MRS02
00000010799GQ5	34097MRS01
00000011251GQ6	20008MRS01
00000011589GQ9	34173MRS01
00000011720GQ0	06073MRS01
00000012030GQ3	26020MRS01
00000012488GQ3	63020MRS01
00000012534GQ4	43007MRS01
00000012574GQ0	33017MRS02
00000010970GQ2	06034MRS02
00000010983GQ5	19002MRS01
00000011938GQ8	RU2402MR01
00000011649GQ1	HU1243MR01
	AMSTEZ121
	AMSTEM224
	AMSTAM174
	AMSTAM248
	ALLIANCESIG406
	WCOHC1
	INSIGHTMR1319
	ALLIANCESIG418
	INSIGHTMR1154
	732321MR
	INSIGHTMR1277
	847297HFMR
	ALLIANCESIG268
	724933MR
	ALLIANCESIG283
	ALLIANCESIG294
	ALLIANCESIG403
	ALLIANCESIG405
	ALLIANCESIG404
	INSIGHTMR1320
	541672MR3
	ALLIANCESIG413
	ALLIANCESIG415
00000010570GQ0	910274016
00000010058YR6	FI1419MR01
00000007896GQ4	00617MRM01
	610526LX
	262574LXA
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	262574LXB
	262574HFOSHEM
	619340MR1
	262574LXVSHEM
00000013884GQ2	PC3741MR01
00000268303MR5	HC2821MR01
00000166729MR4	HC0399MR01
00000223691MR7	396399MR01
00000010102GQ2	389077MR01
00000010394GQ5	HC5300MR02
00000178273MR9	HC0881MR01
00000266448MR0	HC3996MR02
00000305822MR9	PA0148MR01
00000252434MR6	2527MREXCITE
00000283323MR4	397480MR01
00000287468MR3	HC9074MR01
00000169188MR0	PVIL01MR02
00000174635MR3	PH0095MR01
00000179194MR6	PP0034MR01
00000180494MR7	PC1658MR01
	704384MINT
	704CISMOB1
	NFSGVAMR1
	860704MR1
	INSIGHTMR1297
	INSIGHTMR1298
	717267MR
	SHIMR504
	INSIGHTMR1922
	NMH112
	586552MR
	304831MR1
	SMSGML1
	423559BMR
	210593OMR
	940484DMR2
	408972KMR
	303355MR
	865525MR1
	201402MR1
	951600MR
	812482MR1
	512353AMIMR
	INSIGHTMR3239
	631689MR
	623882MR1
	505492MR1
	RADNETMR1523
	337365MR1
	913676SMR
	212956MR2
	303365MR
	662349MR2
	602251MR1
	610280MR
	413447MR
	908788MR
	210641MCMR2
	707252QVMR
	303360MR1
	817255NHMR1
	970350MR
	610568MR
	815773SJMR2
	559448KPMR
	916787MR
	631623MR
	414761MR1
	209754MR
	770479CMR
	804254LXMR
	815971EXMR
	818843SJMR3
	336760GEMR
	262363MR1
	RADNETMR1504
	407OSCMR
	RADNETMR1505
	631271MR
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	602923MR1
	GRAMMR1
	RADNETMR1566
	773564WSMR
	828766SPMR
	SMSKML1
	918787EX
	775777MR1
	318214MR
	413534MR
	301609MR
	423784MR
	415UCMB7T
	318442CMR1
	972336XFMR1
	704355ITMR
	205487MR2
	858822MR7T
	816501CPMR
	973268MR1
	337237MR1
00000003137M27	1249807
00000010334GQ1	2524400
	418653MRI
00000011238GQ3	HR4146MR01
000000000R3154	A5298306
00000010577GQ5	SA1255MR01
00000199054MR8	299SIGMRI
00000305386MR5	910274037
00000174492MR9	83027598401405
00000194423MR0	83027592052828
00000200235MR0	83027590040151
00000210674MR8	83027596090934
00000007305GQ6	8302703159003
00000008652GQ0	83027002100393
00000011214GQ4	83027002101195
00000265059MR6	83027802100165
00000008724YR7	3882704469MROCC
00000009198GQ3	KA1027MR01
00000206171MR1	PL1774MR01
	770382CMR
	334213MR
	904328MRI
	205995MRI
	636239SJWMR
	952848MR1
	843339LX
	314768MR
	864442EMR
	270251MR
	423837GMR
	423265NMR
	863533MR
	816942SJMR
	417533MR2
	RADNETMR1509
	501474MR1
	352521MR1
00000213060MR7	55611
00000198774MR2	RO4061MR01
00000180111MR7	N002MR01
00000198782MR5	RO1096MR02
00000192988MR4	RO1098MR01
	MAGMOB1
	INFOCUSMR1
	908722MR
	GEARAZ17
	864323LOMR
	REMMED48
	321BMI1T
	501833MR6
00000014403GQ0	4365SIGNA15
00000212339MR6	IR1852MR01
000000000R5152	3882646491MRMET
00000015400GQ5	3882716088MROCC
00000223346MR8	PA1036MR01
00000270973MR1	1344119
	804541LXMR
	940484DMR
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	408356MR
	713442KSMR
	704487CRMR
	307634MR
	480425MR
	630527EMR
	304424MR
	901523VAMR
	903870WJMR1
	609895MR
	703893MR
	402926NHI
	612520NMR2
	609677MR
	612433MR1
	815773SJMR
	865425MR1
	843839MR
	707576MR
	337367MR1
	RADNETMR1596
	402384MNMR
	972487BGMR1
	909890MR
	210614NWMRLX
	716898MR1
	215955LX
	206386SMR
	405270VMR
	217383CMR2
	903731LX1
	RADNETMR1506
	281420HSMR1
	225769MRI
	303320MR1
	215481MR
	RADNETMR1514
	702731MR1
	360883AMR1
	757886MR
	605977MR
	315MDRSTJOES
	INSIGHTMR3103
	480981MR1
	863422MR
	704333MR2
	ALLIANCESIG227
	480768MR1
	330480MR
	973927MR
	618436SMMR
	916688KSMR
	423542MR
	915533MR1
	757398MVMR
	630527EMR2
	402463MR
	916784MR
	TPMGSIG1A
	ALLIANCESIG232
	510734MR
	303695MR2
	208727MR
	215728MR
	RADNETMR543
	318336MR1
	716862MR
	INSIGHTMR3115
	850656TMR3
	480784MR1
	321207MR
	570501MR
	707421MR
	601883MR1
	985RPMR
	203325MR3
	724450MR
	772468MR1
	970491MR
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	701774MR
	253841NSMR
	RADNETMR1515
	210692MSMR
	717485MR
	INSIGHTMR3124
	ALLIANCESIG257
	718204MR
	229434PLX
	602867MR1
	352237MR1
	480368MR1
	210804SUNMR
	210616MRLX
	405775OMR
	915595MR1
	865977MR2
	479553LXMR
	843402SFMR
	716633MR1
	978521MR
	RADNETMR1524
	281FTBENDMR1
	260463MR
	801924MR
	813932MR
	302999MR
	RADNETMR1606
	608745MR
	RADNETMR1513
	503982MR1
	850942THMR
	614AHI1MR
	214943CNSMR1
	404297UMR
	678591MR
	770514PMR
	605882MR
	716447MR1
	505522SVMR
	215335LX
	713442KSMRAX
	630257LMRI
	843416MR
	RADNETMR601
	208367LX11
00000212850MR2	910272034
00000012697GQ9	910277002
000000HDMR3907	67578
00000169979MR2	79739-1
00000177056MR9	18918
00000206586MR0	60357
00000210768MR8	74954
00000008718GQ9	56562
00000271786MR6	1111395
00000225027MR2	EG1237MR01
00000212849MR4	IR1542MR01
00000214512MR6	IR1376MR02
00000304909MR5	EMM0121
00000187706MR7	RO1093MR01
00000225029MR8	SK1062MR01
00000216267MR5	A013MR02
00000001936GQ4	16039MRS01
00000219343MR1	MU6013MR01
00000213234MR8	EG1112MR01
00000268110MR4	910272029
	AM1206Y3AFR
	ALLIANCESIG88
	ALLIANCESIG24
	ALLIANCESIG70
	ALLIANCESIG87
	MIR734MR4151
	ALLIANCESIG73
	ALLIANCESIG75
	ALLIANCESIG82
	MIR734MR4138
	SHIMR588
	INSIGHTMR1211
	INSIGHTMR1212
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	INSIGHTMR1222
	ALLIANCESIG94
	ALLIANCESIG95
	SMSEIL1
	INSIGHTMR1226
	INSIGHTMR1232
	904656MIR2
	SEMRI3
	ALLIANCESIG208
	ALLIANCESIG210
	INSIGHTMR1233
	ALLIANCESIG214
	ALLIANCESIG213
	ALLIANCESIG216
	ALLIANCESIG219
	SMSMML1
	ALLIANCESIG228
	408259MRMOB
	INSIGHTMR1236
	ALLIANCESIG221
	ALLIANCESIG220
	SMSESL5
	SMSMAI1
	SMSBIL1
	ALLIANCESIG223
	SMSVMS5
	SMSQIP2
	INSIGHTMR1244
	INSIGHTMR1245
	INSIGHTMR1912
	INSIGHTMR1913
	SHIMR593
	ALLIANCESIG236
	313294MOB2
	ALLIANCESIG241
	309566OSFMR7
	INSIGHTMR1253
	INSIGHTMR1250
	INSIGHTMR1251
	INSIGHTMR1900
	INSIGHTMR1902
	ALLIANCESIG242
	INSIGHTMR1252
	412777MR
	INSIGHTMR1256
	ALLIANCESIG245
	ALLIANCESIG243
	INSIGHTMR1901
	DMC8
	SHIMR527
	INSIGHTMR1903
	INSIGHTMR1904
	INSIGHTMR1905
	718830MR
	INSIGHTMR1907
	313294MOB1
	ALLIANCESIG247
	ALLIANCESIG248
	INSIGHTMR1259
	INSIGHTMR1260
	INSIGHTMR1261
	INSIGHTMR1908
	INSIGHTMR1262
	ALLIANCESIG258
	ALLIANCESIG259
	SHIMR529
	INSIGHTMR1265
	INSIGHTMR1267
	ALLIANCESIG261
	INSIGHTMR1268
	INSIGHTMR1269
	INSIGHTMR1270
	INSIGHTMR1272
	ALLIANCESIG263
	INSIGHTMR1274
	INSIGHTMR1304
	INSIGHTMR1920
	INSIGHTMR1271
	SMSVMS3
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	SMGMR15
	707571KSRMR
	SOTERIA1
	541672LXMR2
	760370MR
	INSIGHTMR1305
	502868MR
	ALLIANCESIG296
	MEDQUESTSIG2
	SHIMR535
	ALLIANCESIG412X
	SMSFFI1
	819825MRI
	819732MRI
	905895MR1
	708938MRI
	602344MR1
	RADNETMR568
00000010694GQ8	RU1999MR01
00000010503GQ1	46004MRS01
00000009995GQ2	RU2371MR01
00000010971GQ0	34169MRS01
00000014071GQ5	34016MRS03
00000297694MR2	RU2490MR01
00000009596GQ8	8183MRLX
	925370MR
00000200626MR0	7321-1
	864455GMMR
000000000R3764	RO1089MR01
00000014805GQ6	RU1016MR01
	370MR
	775982MRE
	423239MR1
	225647MR
	215291LX
	615338MR1
	573248HMR
	256MIMR
	740845MR
	972613GALMR1
	610997MR
	417WPMR1
	423282MR1
	804673MR
00000010323GQ4	ZA2119MR01
	770454EDMR
	225769BRCMR
	805687MR2
	619644MR1
00000173760MR0	HC1770MR01
	606327MR3
	304766MR1
	509942MR
	732473MR
	516562MR2
	609584MR
	864573MBMR2
	805681MR1
	915MR
	865531MR
	415476UMR7
	941485MR
	3109
	415559OAK2
	850862FTS1
	321MRTWIN
	4036
	250374MRTS
	902428AMR
0002001-1218-8	ZA1023MR01
	336293MR
00000302257MR1	20493MRM01
0002002-0122-9	AE1139MR01
	209577MRMOBX
	INSIGHTMR1348
000000000R3505	10480MRM01
	3591
	204787MRTS
00000266189MR0	900010MR12
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00001012BD66AE	MRWB0558
00001106XF5076	541010MR04
00000189568MR9	A5165903
00000162410MR5	A5127354
00000175310MR2	A5114719
00000190306MR1	A5803905
00000196389MR1	A5119425
000001026-0205	A5192406
000000000R2560	A5145920
00000159824MR2	A5183710
00000003832GQ3	B5659107
00000008820GQ3	C5807417
00000206176MR0	A5645902
002002-1204-07	A5753803
000000000R2269	A5413304
002002-0426-12	A5308403
00000172466MR5	A5644401
00000211300MR9	A5155135
00000005666GQ3	A5203207
000000000R2594	A5761301
00000294722MR4	42338MRLX
00000012619GQ3	4954MR15T
000009952-0170	H2192MR02
00000278389MR2	834270005
00000HDMR20055	585786MRI
00000278844MR6	847270011
00000010470GQ3	TN1003MR01
00000003855GQ4	38803561MRMET
00000011286YR2	834270014
00000016166GQ1	847270023
00000161707MR5	SA1215MR01
00000175624MR6	SA1198MR01
00000012347GQ1	SA1022MR01
000000000R4200	10007MR01
00000011700GQ2	65006MRS01
00000012448GQ7	19005MRS02
00000275357MR2	RTD0420
00000014738GQ9	843270017
00000276480MR1	847270001
00000002810GQ0	SA1239MR01
00000167474MR6	910273016
00000191862MR2	EG1030MR01
00000299399MR6	SA1012MR01
0002001-1218-9	A5722301
0002001-0917-7	PC3802MR02
00000199443MR3	PX1401MR01
	317929HFO1
	904858MR1
	256332HFO
	580226HFO
	936568HFO
	205345HFO
	TESTMR
	BAY9AHFO
	BAY9BHFO
	BAY10AHFO
	BAY12AHFO
	BAY14BHFO
	978682MR2
	480288MR1
	INSIGHTMR3164
	EDUCTRMR9
	619497OPENMR
	513621MR
	504873TMR2
	972596MR3
	262697MR1
	419228HFO
	405691HFO
	309662MCOMR1
	312567HFO
	630859HFO
	901384MR2
	952832HFO
	630953HFO
	775982HFO
	617532NM3
	570424HFO
	312CCHHFO
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	515222HFO
	717843MR3
	405610HFO
	915532MR2
	RADNETMR1592
	RADNETMR1616
	847CONDELLHFO
	414747LMR
	301570HFO
	850267HFO
	913676SMMRO
	916783HFO
	423224MR3
	757673HVMR
	530243OPEN
	631462MR
	334288MR
	321NSIHFO
	518373MR
	702731MR2
	580355HFO
	715241HFO
	803434HFO
	404851HFO
	515643HFO
	702346MR
	727446MR
	405307HFO
	262574HFO
	605322OPENMR
	TESTGOLDSEAL
	936568HFOCH
	517353OPEN
	CONCORDOPEN
00000231591MR9	KW1001MR02
	203855MROS
	GEER3
	619323MRX
	702369PMR
	ALLIANCESIG9
	MTIMR60
	414MC4603X
	414MD1396
	414MC4603
	414F0113
00000209560MR2	38872412MRAND
00000013446GQ0	3882568421MROCC
	706481MR
	516365MR
	740439MR
	561798MR1
	941262MR
	918477MR
	RADNETMR541
	RADNETMR542
	561470MR1
	909881MR1
	318329MR
	970RMOMR
	818PHMR1
	215331LXMR
	317773AHMR
	765455MR1
	509525WMR
	303433MR
	505566MR1
	713996MR1
	812254MR1
	775782MR
	806792LRAMR
	212140MR
	260824MR
	606451MRI
	317745MR
	INSIGHTMR3171
	317216MR1
	334222MR
	806792NEUROMR
	602246MR1
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	775CCMR
	409772MR3
	225381MR
	225769MR
00000214722MR1	41986
00000210187MR1	38210315MRI
00000288595MR2	847270015
	502629IMRI
0002002-077-12	A5110920
00000280623MR0	B5105143
000000000R1998	PC2046MR01
002002-0506-20	CC0618MR02
00000006589YR6	570844TWINSPEED
00000189273MR6	A5155133
00000010316GQ8	4786SIGNA15
00000279452MR7	B5147608
00000118436MR5	422SIGNA15
00000106092MR0	8346HOR1T
00000200634MR4	AE1003MR01
00000263682HM7	HC9066MR02
00000002209M25	543500MR02
00000000950M26	PL1797MR01
00000002466M21	PL2654MR01
000000BASHEER7	BASHTEST1
00000287996MR3	DK1001MR01
00000294743MR0	DK1047MR03
	252847MR2
	650853PAMR2
	707459MR2
	765455MR2
	505998MR
	415476UMR6
	972665XBPMR1
	904202MR4
	ACB41070MR
	316268TWIN3
	405271UMR
	3422
	972981PPMR1
	317353MR2
	SHLAHEYNOMR
	K3585
	407303CHMR
	412623SDHYMR1
	513451MR
	972566MR3
	214879INVIVO
	ACB41064MR
	843692MR
	972665XDDAMR1
	386TLIHDX
	4267
	270575MR
	817347PMCMR1
	817578LGMR2
	732262MR
002003-0313-15	47413
00000156438MR4	975
	902567CRY
	416813MR3
	514934BMRI
	416369MR2
	416369MR3
002005-0316-02	KW1006MR02
000000000R3023	PK1184MR01
00000269937MR9	A010MR05
002003-0915-27	10462MRS01
00000277529MR4	N4192928
00000286730MR7	A004MR02
0002002-0405-2	MC6946MR05
00000280725MR3	910274012
00000285956MR9	910274027
0000099-1105-6	79630
00000012974GQ2	1175978
00000264747MR7	1155607
00000266158MR5	13754
00000269482MR6	47924-1
00000270672MR9	63336
00000270972MR3	75763
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00000274129MR6	SA1004MR02
00000009356GQ7	DZ1128MR01
00000147250MR5	70537
00000115445MR9	11393838MR
002003-0530-13	HU1008MR01
0002002-0312-1	IS1006MR01
000000000R1156	KW1004MR02
000000000R3135	01002MRS02
002003-1218-18	06056MRS01
00000124332MR8	10049MRS01
00000283136MR0	ZTM0120
00000268761MR4	910274008
00000275019MR8	34026MRS03
00000216080MR2	LB1000MR01
00000174640MR3	EG1005MR01
00000276635MR0	82427130074
00000268511MR3	920279011
00000223348MR4	PL1499MR02
	757668LX
	718491MR
	256534HSHD
	409637LX1
	254751PMR
	512ARAEXCMR
	651747MR1
	601485MR1
	412364LX
	314644IMR1
	708492MRI
	404669SMR
	770667NAMR
	843449MR
	561798WRMR1
	850494MR1
	RADNETMR1599
	418525MRI
	732745MR
	212606GEMR
	212606GEMR2
	516719MR
	407303MRER
	912692CMR
	814234MR611
	806775MRI
	717782MR1
	SEMRI5
	205764FMR
	716275SMR
	516542MR00
	303788MR4
	651232MRHD
	MR1
	RADNETMR1653
	920738ALXE
	530243MR3
	256265HMR
	585341UMR1
	225MR
	316268MR
	509482MR2
	ALLIANCESIG284
	734712MR3
	816271ADMR
	310832MR
	754MR
	516622MR1
	804320CMMR
	28859THMR
	716689MR1
	401333RIMR
	606836MR1
	941795MR
	208467MR
	318681SMR
	813685MR2
	406657SVMR
	630859MRI
	212523MRLX
	215947MR
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	212305MR1
	212305MR2
	607798MREXCT
	732493MR1
	423495M2MR
	RADNETMR1570
	508998DMR1
	602391MR1
	713704HMR5
	337234LMR
	502448MR2
	201833MR
	206244HMR
	206326GMR2
	215691MR
	303839MR
	518382EMRI
	806792CDMR
	602391MR2
	708657MR2
	847360LCMR
	915646BLX
	910452MRI
	409564LX1
	501219AHMR
	512476BMR
	708346MR1
	901759MR1
	303495MRLX
	409680BVPMR
	M27590
	201833MR2
	603433MR1
	847570EMR3
	209526SMMR
	724224MR
	412343MR
	502429MR2
	215322MR2
	989776MR1
	412647MR3
	RADNETMR1537
	519663MRC
	416486MR2
	PIKETWIN
	601984UMR2
	519685CRY3T
	602285MR4
	ASLWEST30MR
	720848MR
	206596GMR
	404851MMR
	440851MMR
	931766CMR
	213829MR1
	216841MR
	407303MR1
	219424MR
	215441MR
	303244MR
	408248SJMR
	415939JMMR
	419526MR
	516825MR
	602830MR1
	619242MR
	818962MR
	303493MR
	301681MR1
	954475MR1
	219736SLMR
	602285MR2
	201456MRX
	501686MR2
	414D1706
	ALLIANCESIG279
	414649MR1
	212722MR4
	414D2051
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	615329VAMR
	301295MR1
	313936MR1
	206256SJMR
	903236GLX
	215955MR2
	415725MMR
	502444PMR
	713791BMR
	919443NDMR
	212523MR
	317662MR
	217383CMR1
	718123MR
	813436MR
	21277MR
	1241
	516222MR
	412269MR
	703573MR1
	414D2392
	423622MR
	406761MMR
	602285MR3
	317929MMR
	215543MR1
	RADNETMR1511
	910343MMR
	251460SMR1
	708915MRTS
	630275MRI
	914524LX
	580355CMR
	915629MR1
	602264MR1
	480736MR1
	414D2564
	315452NORTH
	612455MR1
	615541MR2
	916961MR
	315472CROUSE
	219947MRI
	281579IMR1
	813954MR
	215378MR2
	MR178
	410822MRX
	601288LXMR
	618798SMR
	651454MR1
	601268WMR1
	979764MMR
	305835MR1
	205592TSMR
	318473RMR1IPM
	RADNETMR570
	972566MR2
	215955MR3
	INSIGHTMR3020
	316689MR
	INSIGHTMR3163
	INSIGHTMR3044
	215221MR2
	719560MR
	317274MR3
	INSIGHTMR3064
	INSIGHTMR3177
	415723SHMR
	415723SHMR3
	617855MR2TIP
	4164053
	860446MRTW
	215662MR3
	215662MR4
	206326PMR
	414D2403
	414649LX2
	609835MR1
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	559449SPMR
	406228FLX
	512454RRRMR1
	920729TLX
	321434MR2
	316268MR2
	702451MR
	954916MR1IPM
	775882MR
	775753MR
	708783MR1
00000111519MR5	910273005
	203797MRUGH
	817774SMR
	508580BMR2
	707459HMMR
	708290MRI
00001236FMM01T	QA1044MR01
	847327HFO
	417269MRS4
	810235OPENEX
	719578MR
	914454MR1
	412359MR1
	973972MR
	830643MMR
	617NEMCMR1
	504380LMR1
	601426HDMR
	860456MR
	203453MR1
	203319MR
	607334MR
	515433HDMR
	203789MRT
	405752MMR
	405636SMR
	916734UCMR
	757466LX
	615446MRLX
	757671MR01
	402473LMR2
	RADNETMR1501
	503251PMR2
	505243PMR
	503215MR2
	SEMRI1
	317338MR2
	972596PMR2
	717843MR2
	208373MR
	612813MR1
	219533MR
	201456MR2
	904296LMR2
	845279MR
	914897MR
	817685MR1
	972562MMR1
	260373MR
	865588MR2
	717291MR
	501207MR2
	MR6
	INSIGHTMR1906
	913491MR
	831625MR
	916734PMR2
	417887MR1
	702228LXMR
	ALLIANCESIG407
	573221HCMR
	305573MR2
	256SPCMR
	403259MR2
	651602MR2
	212305MR4
	662841MR2
	781340MR



Class 1 Device Recall SYSTEM, NUCLEAR MAGNETIC RESONANCE IMAGING

http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?id=132519[2/24/2015 4:13:14 PM]

	909825VAMRX
	414MD1711
	425697VCMR
00000279812MR2	DK1066MR01
	MODMR1
00000000444M20	35023MRS01
00000117760YM9	RU1046MR01
00000169349YM8	RU1043MR01
00000117779YM9	YU4006MR01
0000095-0810-5	RU1003MR01
00000117799YM7	RU1041MR01
00000169347YM2	RU1144MR01
000094-0810-10	M8572201
000093-0427-15	DC3101
	414C5137
	414C3631
00000117734YM4	270606
00000117764YM1	0788-1
00000169352YM2	UK1015MR01
00000169357YM1	RU3138MR01
0000092-0629-5	DC2066
0000093-0329-5	DC3097
0000093-0826-8	DC3110
0000093-0914-1	DC3124
0000094-1209-1	DC4176
00000117789YM8	DC9991

Recalling Firm/
Manufacturer

GE Healthcare
3000 N Grandview Blvd
Waukesha, Wisconsin 53188-1615

For Additional Information
 Contact

local service representative
800-437-1171

Manufacturer Reason
for Recall

At certain sites, the MRU may not be 
connected to the magnet. In emergency situations, a disconnected MRU 
could delay removal of a ferrous object from the magnet, potentially 
resulting in life-threatening injuries. The MRU must be connected to the
 magnet at all times.

FDA Determined
Cause 

TRAINING: Employee Error

Action GE Healthcare sent an "Urgent Medical 
Device Correction" letter GEHC Ref# 60876 dated January 6, 2015 to 
affected consignees. The letter was addressed to Hospital 
Administrators / Risk Managers, Radiology Department Managers, & 
Radiologists. The letter described the Safety Issue, Safety 
Instructions, Affected Product Details, Product Correction & Contact
 Information. Customers were instructed to do the following:
As a preventative measure, confirm that MRU is connected to the magnet 
by performing the following four step test on the MRU.
1. Verify the green CHARGER POWER LED is lit.
2. Depress and hold the TEST BATTERY switch for 15 seconds. The green 
BATTERY TEST LED should light and remain lit while the TEST BATTERY 
switch is depressed.
3. Place the TEST HEATER toggle switch in the A position. The green 
HEATER TEST LED should light. If it does not light, depress TEST HEATER 
LED switch to verify that the LED is functioning.
4. Place the TEST HEATER toggle switch in the B position. Green HEATER 
TEST LED should light. If it does not light, depress TEST HEATER LED 
switch to verify that the LED is functioning.
If the MRU test does not perform as described in each of the 4 steps 
above, GEHC strongly recommends that you stop using the system, and 
immediately call your GEHC representative.
Customers with questions may contact their local service representative.
For questions regarding this recall call 1-800-437-1171.
	

Quantity in Commerce 12,968 (5,708 US, 7,260 OUS).

Distribution Worldwide Distribution - US Nationwide 
in all states in continental USA including DC, PR, GU, and the countries
 of ALBANIA, ALGERIA, ARGENTINA, AUSTRALIA, AUSTRIA, AZERBAIJAN, 
BAHRAIN, BELARUS, BELGIUM, BOLIVIA, BOSNIA & HERZEGOVINA, BRAZIL, 
BULGARIA, CANADA, CHILE, CHINA, COLOMBIA, COSTA RICA, CROATIA, CYPRUS, 
CZECH REPUBLIC, DENMARK, DOMINICAN REPUBLIC, ECUADOR, EGYPT, EL 
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Accessibility 
 Contact FDA 
 Careers 
 FDA Basics 
 FOIA 
 No Fear Act 
 Site Map 
 Transparency 
 Website Policies

For Government

U.S. Food and Drug Administration

10903 New Hampshire Avenue 

Silver Spring, MD 20993 

Ph. 1-888-INFO-FDA (1-888-463-6332)
Email FDA


 
 
 
 
 


For Press

Combination Products

Advisory Committees

Science & Research

Regulatory Information

Safety

Emergency Preparedness

International Programs

News & Events

Training and Continuing Education

Inspections/Compliance

State & Local Officials

Consumers

Industry

Health Professionals

SALVADOR,K ESTONIA, FINLAND, FRANCE, FRENCH POLYNESIA, GEORGIA, GERMANY,
 GREECE, GUADELOUPE, GUATEMALA, GUYANA, HONDURAS, HONG KONG, HUNGARY, 
ICELAND, INDIA, INDONESIA, IRAN, IRELAND, ISRAEL, ITALY, JAMAICA, JAPAN,
 JORDAN, KAZAKHSTAN, KENYA, REPUBLIC OF KOREA, KUWAIT, LATVIA, LEBANON, 
LIBYAN ARAB JAMAHIRIYA, LITHUANIA, LUXEMBOURG, MACEDONIA, MALAYSIA, 
MALTA, MARTINIQUE, MAURITIUS, MEXICO, MOROCCO, NETHERLANDS, NEW 
CALEDONIA, NEW ZEALAND, NICARAGUA, NIGERIA, NORWAY, OMAN, PAKISTAN, 
PANAMA, PARAGUAY, PERU, PHILIPPINES, POLAND, PORTUGAL, QATAR, REUNION, 
ROMANIA, RUSSIA, SAUDI ARABIA, SERBIA, SINGAPORE, SLOVAKIA, SLOVENIA, 
SOUTH AFRICA, SPAIN, SUDAN, SWEDEN, SWITZERLAND, SYRIA, TAIWAN, 
THAILAND, TUNISIA, TURKEY, UKRAINE , UNITED ARAB EMIRATES, UNITED 
KINGDOM, URUGUAY, UZBEKISTAN, VENEZUELA, VIETNAM, ZAMBIA.

Total Product Life Cycle
	TPLC Device Report

 

	  For details about termination of a recall see Code of Federal Regulations (CFR) Title 21 §7.55
	
	
 Per FDA policy, recall cause determinations are subject to modification up to the point of termination of the recall.

	

510(K) Database
	
	510(K)s with Product Code = LNH and Original Applicant = GE HANGWEI MEDICAL SYSTEMS CO., LTD.

	
	510(K)s with Product Code = LNH and Original Applicant = GE HEALTHCARE (GE MEDICAL SYSTEMS, LLC)

	
	510(K)s with Product Code = LNH and Original Applicant = GE MEDICAL SYSTEMS

	
	510(K)s with Product Code = LNH and Original Applicant = GE MEDICAL SYSTEMS, LLC

	
	510(K)s with Product Code = LNH and Original Applicant = GENERAL ELECTRIC CO.
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